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Summary 


Experimental  and  theoretical  investigations  of  photoacoustic  deflection 
spectroscopy  (PADS)  and  photothermal  deflection  spectroscopy  (PDTS)  have  been 
carried  out  for  the  application  of  these  techniques  to  combustion 
diagnostics.  The  investigations  have  been  two-pronged:  (i)  To  determine  the 
range  of  applicability  of  these  techniques  to  combustion  diagnostics,  and  (ii) 
to  develop  a  good  theoretical  and  experimental  understanding  of  these  tech¬ 
niques  so  that  quantitative  measurements  can  be  made.  Both  techiques  (PADS  and 
PTDS)  have  been  found  to  be  extremely  useful  for  combustion  diagnostics  and 
absolute  measurements  of  the  species  concentrations  are  possible.  Morevoer, 
simultaneous  measurements  of  species  concentrations,  local  temperature  and  flow 
velocity  can  be  made.  Thus,  using  these  techniques,  the  most  stringent  tests  of 
the  theoretical  models  of  combustion  can  be  performed.  PTDS  has  been  found  to 
be  about  an  order  of  magnitude  more  sensitive  than  PADS,  and  therefore  a 
thorough  theoretical  and  experimental  investigation  of  PTDS  has  been  carried 
out.  In  general,  very  good  agreement  between  the  theory  and  the  experiment  has 
been  found,  and  where  disagreements  exist,  possible  reasons  for  the 
disagreements  have  been  determined. 
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I.  Introduction 


We  have  investigated  two  interrelated  techniques,  photoacoustic  deflection 
spectroscopy  (PADS)  and  photothermal  deflection  spectroscopy  (PTDS),  as  com¬ 
bustion  diagnostic  techniques.  The  main  goal  of  this  work  was  two-fold:  (i)  To 
determine  the  range  of  applicability  of  those  techniques  to  combustion 
diagnostics  and  (ii)  to  develop  rigorous  theoretical  models  and  to  verify  the 
models  experimentally  so  that  the  techniques  may  be  used  for  quantitative 
measurements.  Section  II  describes  our  investigations  of  PADS  and  Section  III 
describes  those  of  PTDS.  Major  accomplishments  of  this  work  are  summarized  in 
Section  IV  and  lists  of  publications  and  presentations  based  on  work  done  under 
this  contract  are  given  in  Sections  V  and  VI,  respectively. 

II.  Photoacoustic  Deflection  Spectroscopy 

Application  of  PADS  to  a  combustion  environment  was  demonstrated  by  obser¬ 
vation  of  PADS  signals  generated  In  OH  produced  In  the  combustion  of  methane  and 
air  (Appendix  1).  Relative  concentration  profile  of  OH  radical  in  a  natural 
gas/air  flame  was  also  measured  (Appendix  2).  Temperature  measurement  by  PADS 
was  demonstrated  by  generating  the  signal  on  soot  particles  in  an  oxyac- 
cetylene  flame  (Appendix  3).  In  order  to  make  quantitative  measurements  using 
PADS,  it  is  necessary  that  a  quantitative  understanding  of  the  size  and  shape  of 
PADS  signals  exist.  For  this  purpose,  a  theoretical  model  of  PADS  was  deve¬ 
loped.  The  results  of  this  model  are  given  in  Appendix  4.  An  experiment  was 
performed  under  well  characterized  conditions  to  verify  the  model.  This  result  is 
also  described  In  Appendix  4.  A  discrepancy  of  about  a  factor  of  three  between 
the  thoeory  and  the  experiment  can  be  ascribed  to  the  limited  bandwidth  of  our 
optical  deflection.  We  have  determined  that  the  sensitivity  of  PADS  is  about  an 
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order  of  magnitude  smaller  than  that  of  PTDS  (See  Section  III  below). 

Therefore,  no  further  work  was  performed  on  PADS  and  most  of  the  effort  was 
devoted  to  the  investigation  of  PTDS. 

III.  Photothermal  Deflection  Spectroscopy 

Application  of  PTDS  to  combustion  diagnostics  was  demonstrated  by  us  in 
1982  (Appendix  5)  and  the  concentration  profile  of  OH  radical  in  a  propane/air 
flame  was  measured  in  1984  (Appendix  6).  Moreover,  since  one  of  the  most  impor¬ 
tant  combustion  parameters  is  the  flow  velocity  of  the  medium,  we  have  devised 
two  techniques  based  on  PTDS  to  measure  flow  velocities.  The  first  technique 
makes  use  of  the  transit  time  of  a  heat  pulse  between  two  laser  beams  and  it  is 
particularly  suitable  for  flow-velocity  measurements  in  a  combustion  medium 
(Appendix  7).  We  have  demonstrated  this  technique  experimentally  by  measuring 
the  flow  velocity  profile  of  a  laminar  oxyhydrogen  glass-blowing  torch 
(Appendix  7).  The  second  technique,  which  depends  on  the  amplitude  of  the  PTDS 
signal,  is  particularly  suitable  for  very  slow  velocities  (Appendix  8). 

However,  the  use  of  this  technique  in  a  combustion  medium  is  problematic.  The 
use  of  PTDS  for  flow  velocity  and  soot  concentration  measurements  was  also 
demonstrated  by  applying  the  techniques  to  a  sooting  oxyacetylene  flame 
(Appendix  3).  Recently,  we  have  also  detected  NH2  radical  in  an 
ammonia/oxygen/nitrogen  flame  using  PTDS.  Reliable  temperature  measurements 
using  PTDS  have  not  yet  been  possible  due  to  a  non-Gaussian  spatial  profile  of 
our  pump  laser. 

Having  demonstrated  the  usefulenss  of  PTDS  for  velocity  and  concentration 
measurements  in  flames,  our  next  task  was  to  obtain  quantitative  understanding 
of  the  sizes  and  shapes  of  PTDS  signals  under  a  variety  of  conditions  so  that 
quantitative  measurements  can  be  performed.  For  this  purpose  we  have  developed 


a  theoretical  model  of  PTDS  under  most  general  conditions  (Appendix  9).  Our 
model  is  valid  for  a  flowing  as  well  as  a  stationary  medium,  and  for  laser 
pulses  of  arbitrary  length.  Experimental  verification  of  the  theoretical  model 
has  also  been  attempted  (Appendix  9).  This  work  has  also  been  extended  to  CW 
excitation  (Appendix  10).  For  the  pulsed  case,  which  is  what  is  relevant  for 
combustion  diagnostics,  we  have  found  that  in  general  the  theory  and  the  experi¬ 
ment  are  in  very  good  agreement,  except  in  one  case:  The  width  of  the  PTDS 
signal  for  a  stationary  medium  was  found  to  be  too  narrow  compared  to  the  theore¬ 
tical  predictions  (Appendix  9).  This  disagreement  between  the  theory  and  the 
experiment  is  believed  to  be  due  to  either  one  of  the  following  two  causes:  (i) 
The  spatial  profile  of  our  laser  is  not  Gaussian,  as  assumed  in  the  theoretical 
model.  The  actual  spatial  profile  was  measured  and  found  to  be  a  mixture  of 
higher  order  modes.  For  this  purpose  we  devised  a  method  of  measurement,  using 
PTDS  itself  (Appendix  11).  However,  this  method  could  only  measure  the  average 
profile  of  a  large  number  of  pulses.  Therefore,  a  second  method  was  devised, 
again  using  PTDS,  to  measure  the  spatial  profile  of  individual  laser  pulses  in 
real  time  (Appendix  12).  Thus,  pulse-to-pulse  instability  could  be  monitored. 

It  was  found  that  less  than  10%  of  the  pulses  from  our  laser  were  even  close  to 
being  Gaussian  (Appendix  12).  (ii)  It  is  possible  that  the  observed  signal  was 
not  a  pure  PTDS  signal,  and  that  it  had  an  admixture  of  photothermal  lensing 
spectroscopy  (PTLS)  signal.  For  this  purpose,  a  thorough  investigation  of 
PTLS  signal  size  and  shapes  was  carried  out  (Appendix  13).  At  this  point,  we 
have  all  the  background  information  available,  and  if  a  laser  with  good  spatial 
profile  (e.g.,  Nd:YAG  pumped  dye  laser)  becomes  available,  we  will  be  able  to 
definitely  establish  the  cause  of  the  discrepancy  between  the  theory  and  the 
experiment  mentioned  above.  Once  this  is  accomplished,  absolute  measurements  of 
species  concentration,  temperature,  and  flow-velocity  can  be  performed. 
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IV.  Major  Accomplishments 

1.  Experimentally  demonstrated  the  applicability  of  photothermal  technique 
to  flames  for  the  measurements  of  species  concentration,  temperature,  and  flow 
velocity. 

2.  Developed  a  rigorous  and  complete  theoretical  model  of  the  photothermal 
technique  under  the  most  general  conditions  (flowing  medium,  arbitrary  excitation 
function,  etc.).  This  covers  all  three  detection  schemes,  that  is,  photother¬ 
mal  phase-shift  spectroscopy,  photothermal  deflection  spectroscopy,  and  photother¬ 
mal  lensing  spectroscopy. 

3.  Subjected  the  theoretical  model  of  pulsed  photothermal  deflection 
spectroscopy  to  experimental  tests.  Absolute  measurements  were  made  and  com¬ 
pared  with  the  predictions  of  the  theoretical  model  without  using  any  adjustable 
parameter.  Very  good  agreement  was  found. 

4.  All  tne  background  work  is  now  complete,  and  the  technique  can  now  be 
applied  to  absolute  measurements  of  minority  species  concentrations,  tem¬ 
perature,  and  flow  velocities  in  flames.  All  three  parameters  can  be  obtained 
simultaneously  in  a  single  laser  shot.  Species  such  as  OH,  CN,  CH,  NO  can  be 
measured. 

5.  The  photothermal  signal  depends  critically  on  the  spatial  profile  of 
the  pump  laser,  which  changes  from  pulse  to  pulse.  We  have  developed  a  new 
method  for  the  measurement  of  spatial  profile  of  a  pulsed  laser.  Using  this 
method,  spatial  profile  of  a  single  pulse  can  be  measured  in  real  time. 


6.  Work  done  under  this  contract  resulted  in  19  refereed  publications,  and 
13  presentations  at  national  and  internatonal  conferences.  Including  six  invited 


V.  Publications 


1.  Photoacoustic  Detection  of  OH  Molecules  in  a  Methane-Air  Flame," 

A.  Rose,  J.D.  Pyrum,  G.J.  Salamo,  and  R.  Gupta,  Applied  Optics  23,  781  (1984). 

2.  "Photoacoustic  Deflection  Spectroscopy:  A  New  Species-Selective  Method 
for  Combustion  Diagnostics,"  A.  Rose,  G.J.  Salamo,  and  R.  Gupta,  Applied  Optics 
23,  781  (1984). 

3.  "Hydroxyl  (OH)  Distributions  and  Temperature  Profiles  in  a  Premixed 
Propane  Flame  Obtained  by  Laser  Deflection  Techniques,"  S.W.  Klzirnis,  R.J. 
Brecha,  B.N.  Ganguly,  L.P.  Goss,  and  R.  Gupta,  Applied  Optics  23,  3873  (1984). 

4.  "The  Photoacoustic  and  Photothermal  Techniques  as  Probes  in  Combustion 
Studies,"  K.  Tennal,  A.  Rose,  J.  Pyrum,  C.  Muzny,  R.  Gupta,  and  G.  Salamo,  in 
Lasers  as  Reactants  and  Probes  in  Chemistry,  Eds.  W.M.  Jackson  and  A.B.  Harvey 
(Howard  University  Press,  1985). 

5.  "Combustion  Diagnostics  by  Photo-Deflection  Spectroscopy,"  A.  Rose  and 
R.  Gupta,  Proceedings  of  the  Twentieth  International  Symposium  on  Combustion 
(The  Combustion  Institute,  Pittsburgh,  PA,  1985). 

6.  "Application  of  Photothermal  Deflection  Technique  to  Flow  Velocity 
Measurements  In  a  Flame,"  Optics  Letters  10,  532  (1985). 

7.  "Application  of  Photothermal  and  Photoacoustic  Deflection  Techniques  to 
Sooting  Flames;  Velocity,  Temperature,  and  Concentration  Measurements,"  Optics 
Communications  56,  303  (1986). 

8.  “Laser  Beam  Profile  Measurement  by  Photothermal  Deflection  Technique," 
A.  Rose,  Y.-X.  Nle,  and  R.  Gupta,  Applied  Optics  25,  1738  (1986). 

9.  "A  Quantitative  Investigation  of  Pulsed  Photothermal  and  Photoacoustic 
Deflection  Spectroscopy  for  Combustion  Diagnostics,"  R.  Gupta,  In  Advances  In 
Laser  Science-I,  eds.  W.C.  Stawley  and  M.  Lapp,  AIP  Conference  Proceedings  #146 
(AIP,  N.Y.,  1986). 
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10.  "Measurement  of  Very  Slow  Gas  Flow  Velocities  by  Photothermal 
Deflection  Spectroscopy,"  Y.-X.  Nie,  K.  Hane,  and  R.  Gupta,  Applied  Optics  25, 
3247  (1986). 

11.  "A  Quantitative  Investigation  of  Pulsed  Polythermal  Deflection 
Spectroscopy  in  a  Flowing  Medium,"  A.  Rose,  Reeta  Vyas,  and  R.  Gupta,  Applied 
Optics  25,  4626  (1986). 

12.  "Combustion  Diagnostics  by  Photothermal  Deflection  Spectroscopy  and 
Photoacoustic  Deflection  Spectroscopy,"  R.  Gupta  and  Y.-X.  Nie,  Wull  16,  202 
(1987). 

13.  "Theory  of  the  Photothermal  Effect  in  Fluids,"  R.  Gupta,  in 
Photothermal  Investigations  in  Solids  and  Fluids,  ed.  J.  Sell  (to  be  published 
by  Academic  Press,  1988). 

14.  "Combustion  Diagnostics  by  Photothermal  Deflection  Spectroscopy,"  R. 
Gupta,  In  Photothermal  Investigations  In  Solids  and  Fluids,  ed.  J.  Sell  (to  be 
published  by  Academic  Press,  1988). 

15.  "Photothermal  Deflection  Spectroscopy  in  Fluid  Media:  A  Review”,  R. 
Gupta,  in  Proceedings  of  International  Conference  on  Lasers  '86,  Ed.  R. 

McMillan,  STS  Press,  McLearn,  VA,  1987. 

16.  "Continuous  Wave  Photothermal  Deflection  Spectroscopy  in  a  Flowing 
Medium,  Reeta  Vyas,  B.  Monson,  Y.-X.  Nie,  and  R.  Gupta,  Appl.  Optics  27,  3914 
(1988). 

17.  "Real-time  Measurements  of  the  Spatial  Profile  of  a  Pulsed  Laser  by 
Photothermal  Spectroscopy,"  Karen  Williams,  Paul  Glezen,  and  R.  Gupta,  Optics 
Letters  13,  740  (1988). 

18.  "Photothermal  Lensing  Spectroscopy  in  a  Flowing  Medium:  Theory,"  Reeta 
Vyas  and  R.  Gupta,  Applied  Optics  27,  4701  (1988). 

19.  "Pulsed  and  Continuous  Wave  Photothermal  Phase-shift  Spectroscopy  in  a 
Fluid  Medium:  Theory,"  Applied  Optics  (submitted,  1988). 


VI.  Presentations  at  Conferences 


"Photoacoustic  Deflection  Spectroscopy:  A  Purely  Optical  Method  of 
Photoacoustic  Signal  Detection,  "A.  Rose  and  R.  Gupta,  Bull.  Am.  Phys.  Soc.  29, 
822  (1984).  DEAP  meeting  1984. 

"An  Experimental  Investigation  of  Pulsed  Photo-Deflection  Spectroscopy,"  A. 
Rose  and  R.  Gupta,  Bull.  Am.  Phys.  Soc.  30,  866  (1985).  DEAP  Meeting  1985. 

"Combustion  Diagnostics  by  Photo-Deflection  Spectroscopy,"  A.  Rose  and  R. 
Gupta,  Twentieth  International  Symposium  on  Combustion,  U  of  Michigan,  Ann 
Arbor,  MI,  August  1984. 

"Measurement  of  Species  Concentration,  Temperature  and  Flow  Velocities  in 
Flames  by  Photothermal  and  Photoacoustic  Deflection  Spectroscopy,"  A  Rose  and  R. 
Gupta,  Gordon  Research  Conference  on  Laser  Combustion  Diagnostics,  July  1985. 

"Application  of  Photothermal  and  Photoacoustic  Deflection  Spectroscopy  to 
Flame  Diagnostics,"  A.  Rose  and  R.  Gupta,  Congre  Photoacoustique  1985,  Montreal, 
Canada,  August  1985. 

**"Appl icatlon  of  Photoacoustic  and  Photothermal  Deflection  Spectroscopy  to 
Flames,"  R.  Gupta,  Annual  Meeting,  Optical  Society  of  America,  Washington,  DC, 
1985. 

**"An  Investigation  of  Pulsed  Photothermal  and  Photoacoustic  Deflection 
Spectroscopy  for  Combustion  Diagnostics,"  A.  Rose  and  R.  Gupta,  First 
International  Laser  Science  Conference,  Dallas,  TX,  1985. 

"Flow  Velocity  Measurements  Using  Photothermal  Deflection  Spectroscopy,'  R. 
Gupta,  XIII  Annual  Meeting  of  the  Federation  of  Analytical  Chemistry  and 
Spectroscopy  Societies,  St.  Louis,  1986. 

**"Photothermal  Deflection  Spectroscopy  In  a  Gaseous  Medium,"  R.  Gupta, 
International  Conference  on  Lasers  '86,  Orlando,  FL,  1986. 
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"Photoacoustic  Measurements  by  a  Mlchelson  Interferometer,"  Y.-X.  Nie,  K. 
Hane,  and  R.  Gupta,  International  Conference  on  Lasers  '86,  Orlando,  FL,  1986. 

♦♦"Absolute  Measurements  Using  Photothermal  Deflection  Spectroscopy,"  R.  Gupta 
t.  International  Conference  on  Lasers  '87,  Lake  Tahoe,  1987. 

♦♦"Photothermal  Lensing  Spectroscopy  in  a  Flowing  Medium:  Theory  and 
Experiment,"  R.  Gupta  f,  International  Conference  on  Lasers  '88,  Lake  Tahoe, 
1988. 

**  Invited  papers 

T  Also  organizer  of  a  session  &  session  chair. 
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Recently  we  have  shown  that  photothermal  deflection 
spectroscopy  has  an  excellent  potential  for  developing  into 
a  sensitive  combustion  diagnostic  technique  for  minority 
species  concentration  measurements.1  In  this  technique  a 
dye  laser  (pump  beam),  tuned  to  an  absorption  line  of  the 
molecule  (or  atom)  of  interest,  is  directed  through  the  com¬ 
bustion  region.  Most  of  the  optical  energy  absorbed  by  the 
molecules  is  rapidly  converted  into  heat  due  to  quenching 
collisions.  Heating  of  the  dye  laser  irradiated  region  is  ac¬ 
companied  by  refractive-index  gradients  due  to  the  spatial 
profile  of  the  dye  laser  beam  and  diffusion  of  this  heat.  The 
refractive-index  gradient  is  probed  by  observing  the  deflection 
of  a  He-Ne  laser  (probe)  beam.  This  deflection  can  be  cor¬ 
related  with  the  concentration  of  absorbing  molecules.  Ap¬ 
plication  of  this  technique  to  a  combustion  environment  was 
demonstrated  by  observing  a  photothermal  signal  from  NO-j 
produced  in  the  combustion  of  methane  and  oxygen.1  In  this 
Letter,  by  application  to  OH  molecules  in  a  methane-oxygen 
(lame,  we  show  that  the  pressure  change  accompanying  the 
heating  of  the  dye  laser  irradiated  region  can  also  be  detected 
by  the  deflection  of  the  prolte  beam  placed  a  small  distance 
Irom  the  pump  beam.  This  technique,  photoacoustic  de¬ 


flection  spectroscopy  (PADS),  can  be  used  as  a  sensitive 
technique  for  minority  species  and  local  temperature  mea¬ 
surements.  If  significant  concentration  gradients  are  present 
in  the  flame,  application  of  photothermal  deflection  spec¬ 
troscopy  (PTDS)  is  not  straightforward.  The  PTDS  signal 
in  this  case  may  be  proportional  to  the  concentration  gradients 
rather  than  concentration  of  the  absorbing  molecules  if  the 
pump  and  probe  beams  overlap.  The  problem  may  be  largely 
alleviated  if  the  pump  and  probe  beams  are  spatially  sepa¬ 
rated.  1  However,  the  PTDS  signal  amplitude  decreases  very 
fast  with  increasing  probe-pump  beam  distance2  reducing  the 
sensitivity  of  the  technique.  In  this  case  ( i.e.,  when  significant 
concentration  gradients  are  present)  PADS  can  be  used  with 
advantage  because  the  PADS  signal  dues  not  decrease  with 
probe-pump  beam  distance  very  fast,  and  its  sensitivity  for 
spatially  separated  beams  is  much  higher  than  that  for  PTDS. 
Moreover  PADS  also  offers  a  simple  way  to  measure  simul¬ 
taneously  local  temperature  by  measurement  of  the  acoustic 
velocity  in  the  flame.  In  this  respect,  PADS  is  related  to 
Tam’s  recently  developed  “Optoacoustic  Laser  Deflection 
(OLD)”  technique  for  temperature  measurements.3  A  more 
detailed  discussion  of  OLD  and  its  comparison  with  PADS  will 
be  given  later  in  the  Letter. 

PADS  is  similar  to  conventional  photoacoustic  spectroscopy 
(PAS)4-5  except  that  the  pressure  change  is  detected  optically 
and  not  by  a  microphone  (or  a  piezoelectric  transducer). 
PADS  has  several  advantages  over  PAS  while  retaining  the 
sensitivity  of  PAS:  (1)  The  optical  detector  that  measures 
the  deflection  of  the  probe  beam  can  be  placed  as  far  away 
from  the  flame  as  necessary  without  adversely  affecting  the 
sensitivity.  The  SNR  depends  on  the  separation  between  the 
probe  and  pump  beams  inside  the  flame  and  not  on  the  posi¬ 
tion  of  the  detector.  This  permits  application  of  this  tech¬ 
nique  to  hostile  environments.  (2)  The  acoustic  signal  never 
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Fig.  1.  Schematic  illustration  of  our  experimental  arrangement. 


Fig.  2.  Deflection  of  the  probe  beam  as  a  function  of  time  after  the 
pump  laser  firing  for  various  pump-probe  beam  distances  d.  The 
distance  d  was  estimated  from  the  measurements  of  acoustic  travel 
times;  d  for  top  two  curves  could  not  be  estimated.  Laser  fires  5.3 
psec  after  the  trigger  pulse  (t  =  0).  The  second  curve  from  the  top 
has  been  magnified  by  a  factor  of  5,  and  the  three  bottom  curves  have 
been  magnified  by  a  factor  of  10.  The  broad  curves  represent  the 
photothermal  deflection  signal,  while  the  sharp  spike  in  the  bottom 
three  curves  is  the  photoacoustic  deflection  signal.  The  laser  was 
tuned  to  the  Qi(8)  line  of  OH  molecules  at  3092  A  and  delivered  7  pJ 
of  energy  per  pulse. 


has  to  cross  the  flame  boundaries  where  modifications  of  the 
acoustic  wave  front  may  occur — a  problem  with  microphone 
detection.*’  (3)  Microphones  have  a  limited  bandwidth 
(typically  <100  kHz),  which  limits  the  usefulness  of  PAS 
considerably.  Piezoelectric  transducers  may  be  obtained  with 
higher  bandwidth,  but  they  have  poor  sensitivity  due  to 
acoustic  impedence  mismatch.  On  the  other  hand,  optical 
detectors  have  a  much  larger  bandwidth,  and  this  limitation 
does  not  occur.  (4)  It  is  not  an  easy  matter  to  measure  local 
temperature  in  a  flame  using  PAS  in  real  time.  In  PADS, 
however,  measurement  of  the  acoustic  travel  time  between  the 
pump  and  probe  beams  directly  yields  the  local  temperature 
on  a  single-shot  basis.  (5)  Finally,  it  is  difficult  to  get  spatial 
resolution  using  PAS  because  one  detects  the  integrated  signal 
from  the  entire  flame-laser  beam  interaction  length.  How¬ 
ever,  PADS  has  a  good  potential  for  obtaining  spatial  reso¬ 
lution  by  using  probe  and  pump  laser  beams  nearly  at  right 
angles. 

We  would  like  to  describe  our  preliminary  experiments  in 
which  we  have  observed  PADS  signals  from  OH  in  *  meth¬ 
ane-oxygen  flame.  Our  apparatus  is  shown  in  *’ig.  1.  A 
stainless  steel  flat  flame  burner  with  methane,  oxygen,  and 
nitrogen  is  used.  The  burner,  ~6  cm  in  diameter,  operated 
at  atmospheric  pressure,  produces  a  faint  blue  pancake¬ 
shaped  ~1.5-mm  thick  flame.  The  burner  is  enclosed  inside 
a  glass  chamber  with  four  quartz  windows  and  an  exhaust  at 
the  top.  Laser  radiation  from  a  Chromatix  CMX-4  flashlamp 
pumped  dye  laser,  frequency  doubled  by  an  intracavity  ADP 
second  harmonic  crystal,  is  used  to  excite  the  X-I1-A22  band 
of  OH  molecules.  The  laser  produces  1-psec  pulses,  and  in 
the  experiments  reported  in  this  paper,  operated  with  ~10  pJ 
of  energy/pulse  at  3100  A.  A  He-Ne  laser  beam  used  as  a 
probe  beam  also  passed  through  the  flame  close  to  the  pump 
beam.  The  deflection  of  the  probe  beam  caused  by  refrac¬ 
tive-index  gradients  produced  by  the  passing  acoustic  pulse 
is  detected  by  a  position  sensitive  detector.  The  position 
sensitive  detector  consists  of  four  quadrants,  two  of  which  are 
used  in  our  experiments.  The  difference  signal  from  the  two 
quadrants  is  proportional  to  the  position  of  the  probe  beam. 
The  difference  signal  is  digitized  by  a  LeCroy  WD  8256 
transient  digitizer  and  transferred  to  a  Commodore  PET 
microcomputer  for  signal  averaging.  The  averaged  signal  is 
viewed  on  the  microcomputer  screen  and  plotted  on  a  Tek¬ 
tronix  plotter. 

Figure  2  shows  some  of  our  typical  data.  The  deflection  of 
the  probe  laser  beam  has  been  plotted  as  a  function  of  time 
after  the  pump  beam  firing  for  various  pump-probe  beam 
distances.  The  top  curve  corresponds  to  overlapping  probe 
and  pump  beams,  and  successive  curves  toward  the  bottom 
of  the  diagram  correspond  to  increasing  probe  and  pump  beam 
distances,  as  indicated  on  the  diagram.  The  pump-probe 
beam  distances  were  estimated  by  measurements  of  the 
acoustic  travel  times  (see  below).  The  dye  laser  was  tuned 
to  the  Qi(8)  line  of  OH  molecules  at  3092  A,  and  it  delivered 
7  pJ  energy  per  pulse.  The  dye  laser  and  He-Ne  beams  were 
collimated  in  the  flame  region.  After  collimation  the  He-Ne 
beam  was  ~1  mm  in  diameter.  The  UV  dye  laser  beam  had 
an  oblong  shape  with  its  short  dimension  (along  the  direction 
of  overlap  of  the  probe-pump  beams)  being  ~1  mm.  In  the 
top  curve  of  Fig.  2,  the  probe  beam  suffers  a  deflection  at  the 
instant  of  pump  laser  firing  due  to  photothermal  effect  and 
returns  to  its  original  position  on  the  time  scale  of  the  thermal 
diffusion  time.  The  deflection  in  the  top  curve  of  Fig.  2  cor¬ 
responds  to  ~8  prad.  As  the  pump-probe  beam  distance  is 
increased,  the  PTDS  signal  gradually  decreases.  Moreover, 
when  the  two  beams  begin  to  separate,  the  PTDS  signal  is 
primarily  produced  by  thermal  diffusion  of  heat  from  the  dye 
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Fig.  Photoacoustic  deflection  signal  from  OH  molecules  in  our 
methane-air  flame  shown  on  an  expanded  scale  for  two  pump-probe 
beam  distances.  The  trigger  pulse  corresponds  to  time  t  =  0.  and  the 
pump  laser  fires  at  t  -  5.3  /isec.  All  other  parameters  are  the  same 
as  for  Fig.  2. 


laser  irradiated  region  to  the  probe  beam  and  consequently 
arrives  at  a  later  time.  By  the  time  the  two  beams  are  sepa¬ 
rated  by  ~0.7  mm,  the  PTDS  signal  has  almost  disappeared. 
As  the  two  beams  are  separated,  one  observes  a  sharp  spike 
develop  shortly  after  the  dye  laser  firing  due  to  the  pho¬ 
toacoustic  effect.  Note  that  the  PADS  signal  is  quite  strong 
even  when  the  PTDS  signal  has  almost  disappeared  (bottom 
curve),  and  the  PADS  signal  decreases  slowly  for  larger  probe 
pump  beam  distances  (not  shown).  In  Fig.  we  show  the 
PADS  signal  on  an  expanded  time  scale  for  pump  probe  beam 
separation  of~l  mm  (upper curve)  and  1.5  mm  (lower curve). 
The  PADS  signal  occurs  on  a  characteristic  time  scale  of  ~1 
usee.  When  these  curves  iFig*.  •>  and  31  were  taken,  our  laser 
was  giving  an  extremely  small  amount  of  output  energy 
/i-J/pulse)  so  that  signal  averaging  was  needed.  In  particular, 
these  curves  represent  an  integration  over  300  pulses.  We 
have  calibrated  the  PADS  signal  in  terms  of  OH  density  by 
absorption  measurements.  We  observe  ~43%  attenuation 
of  laser  when  tuned  to  the  0t(5)  transition  at  3085  A  for  a  6-cm 
path  length  through  the  flame.  This  gives  an  OH  density  of 
—9  X  1014  molecules/cm3  in  the  flame.  We  are  attempting  to 
develop  a  model  of  PADS,  which  will  allow  us  to  obtain  the 
number  density  without  calibration. 

We  have  also  measured  the  temperature  in  the  luminous 
region  of  our  flame  using  PADS.  The  temperature  was 
measured  in  the  following  way:  A  small  fraction  of  the  pump 
beam  was  allowed  to  leak  into  the  quadrant  detector.  This 
gave  a  signal  at  the  instant  of  laser  firing.  The  time  interval 
between  the  instant  of  laser  firing  and  arrival  of  the  acoustic 
pulse  at  the  probe  beam  was  thus  measured.  If  the  distance 
between  the  pump  and  probe  beams  is  precisely  known, 
acoustic  velocity,  and  thus  the  temperature  of  the  flame,  may 
be  determined  from  this  information.  We  have,  however, 


determined  the  flame  temperature  7}  simply  from  the  ratio 
of  the  acoustic  travel  times  between  the  probe  and  pump 
beams,  t/  and  tr ,  respectively,  at  flame  temperature  and  at 
room  temperature: 


Here  Tr  is  the  room  temperature  and  ty  and  v,  are  the  acoustic 
velocities  at  flame  and  room  temperatures,  respectively.  In 
Eq.  ( 1 )  we  have  neglected  some  minor  corrections/1  We  have 
measured  fr  in  the  following  way:  With  the  burner  turned  off, 
we  placed  a  piece  of  thin  wire  in  the  pump  beam.  The  pump 
laser  energy  was  absorbed  by  the  wire,  heating  the  wire,  and 
resulting  in  an  acoustic  signal  which  was  detected  a  time  tr 
later  by  deflection  of  the  probe  beam.  We  have  measured  the 
temperature  of  our  oxygen-rich  tlame  (equivalence  ratio  = 
0.76)  to  be  1500  ±  60  K.  This  temperature  is  considerably 
below  that  for  stoichiometric  flame  (2130  K)  because  (l)  the 
fuel  ratio  was  not  stoichiometric  in  our  case.  (2)  N2  flow  rate 
was  larger  in  our  case  than  it  would  have  been  if  methane-air 
were  used,  and  (3)  perhaps  the  cooling  of  the  flame  by  the 
burner  head. 

As  noted  before,  recently  Tam  and  collaborators3  have 
developed  a  related  technique  for  temperature  measurements 
in  a  flame.  In  this  technique  an  intense  beam  of  Nd:YAG 
laser  produces  a  weak  plasma  via  breakdown  within  the  flame. 
The  acoustic  pulse  emerging  from  the  plasma  spark  is  detected 
by  the  transient  deflection  of  a  He-Ne  beam.  The  tempera¬ 
ture  of  the  flame  is  obtained  by  measuring  acoustic  travel  time 
between  two  spatially  separated  probe  beams.  We  would  like 
to  point  out  two  important  differences  between  PADS  and 
Tam’s  “Opto-acoustic  Laser-beam  Deflection  (OLD)”  tech¬ 
nique.  First,  OLD  is  not  species  selective,  and  it  can  only  be 
used  for  temperature  measurements.  PADS,  on  the  other 
hand,  yields  both  species  concentrations  and  temperature. 
Second.  OLD  breaks  down  the  flame  gases  and  thus  produces 
a  significant  perturbation  in  the  flame.  On  the  other  hand, 
PADS  is  nonperturbing  as  the  typical  pressure  change  pro¬ 
duced  in  our  experiments  is  of  the  order  of  1  mTorr. 

In  conclusion,  PADS  has  a  high  potential  for  developing 
into  an  excellent  combustion  diagnostic  technique  for  in  situ 
measurement  of  minority  species  concentration  and  local 
temperature  with  both  high  temporal  and  spatial  resolution. 
Our  experiment  has  a  demonstrated  sensitivity  of  1  X  10H  OH 
molecules/cm3  (for  a  SNR  of  3)  on  a  single-shot  basis  or  4  X 
10IZ  OH  molecules/cm3  for  integration  over  1000  pulses  (30 
«/c  with  CMX-4),  when  the  |,i«t  is  delivering  full  energy 
-pecified  by  the  manufacturer  at  3 IVi  A  /''//;  //.//pulse;  .V.f/- 
that  our  data  were  taken  with  only  7  //.J  of  laser  energy  because 
the  second  harmonic  crystal  in  our  laser  was  defective. 
Moreover,  in  these  preliminary  experiments,  we  have  made 
no  special  attempt  to  optimize  the  SNR.  The  SNRs  in  Figs. 

2  and  3  were  not  limited  by  the  flame  noise  but  were  primarily 
limited  by  ~400-kHz  noise  on  our  He-Ne  laser.  With  a 
noise-free  He-Ne  laser  and  noise-free  amplifiers,  the  detection 
sensitivity  can  be  significantly  improved  above  the  figures 
given  above.  Work  is  in  progress  to  develop  a  theoretical 
model  of  PADS  and  also  to  apply  this  technique  to  a  variety 
of  combustion  situations. 


We  would  like  to  thank  Larry  Goss,  Sigmund  Kizirnis.  and 
Bishwa  Ganguly  for  many  helpful  discussions.  This  work  was 
supported  by  AeroPropulsion  Laboratory,  Air  Force  Wright 
Aeronautical  Laboratories,  Wright- Patterson  AFB,  Ohio. 
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COMBUSTION  DIAGNOSTICS  BY  PHOTO-DEFLECTION 
SPECTROSCOPY* 
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Preliminary  investigations  of  photo-deflection  spectroscopy  (PDS)  indicate  a  very  good  po¬ 
tential  of  these  techniques  for  combustion  diagnostics.  PDS  consists  of  two  separate  but  in¬ 
terrelated  techniques,  photothermal  deflection  spectroscopy  (PTDS)  and  photoacoustic  de¬ 
flection  spectroscopy  (PADS).  Both  of  these  techniques  can  measure  both  minority  species 
concentrations  and  local  temperatures.  In  addition,  PTDS  can  also  be  used  for  a  measure¬ 
ment  of  flow  velocities.  These  techniques  are  suitable  lor  in  situ  measurements,  are  non- 
perturbing.  and  have  high  sensitivity.  Moreover,  they  are  capable  of  giving  a  high  degree 
of  spatial  and  temporal  resolution.  Also,  these  techniques  are  simple  and  do  not  require 
expensive  instrumentation.  In  this  paper,  by  application  to  OH  molecules  in  a  natural-gas- 
air  flame,  we  demonstrate  the  potential  of  these  techniques  for  local  temperature  and  mi¬ 
nority  species  concentration  measurements. 


I.  Introduction 

There  is  presently  considerable  interest  in  the 
development  of  good  combustion  diagnostic  tech¬ 
niques.  These  techniques  should  be  able  to  mea¬ 
sure  both  the  local  temperatures  and  the  majority 
and  minority  species  concentrations.  In  addition,  an 
"ideal"  technique  should  satisfy  the  following  cri¬ 
teria:  (i)  It  should  be  capable  of  making  in  situ  mea¬ 
surements,  (ii)  it  should  be  non-perturbing,  (iii)  it 
should  have  a  high  sensitivity,  (iv)  it  should  have  a 
high  degree  of  spatial  resolution,  and  (v)  it  should 
have  a  high  degree  of  temporal  resolution.  In  gen¬ 
eral,  optical  techniques  satisfy  the  first  two  criteria, 
and  many  optical  techniques  have  been  investi¬ 
gated  which  satisfy  the  five  criteria  enumerated 
above  to  varying  degrees.  A  few  of  the  techniques 
have  been  quite  successful;  among  them  is  coher¬ 
ent  anti-Stokes  Hainan  scattering  (CABS).  CARS  is 
a  very  useful  technique  lor  majority  species,  how¬ 
ever,  it  has  a  rather  limited  usefulness  for  a  large 
variety  of  minority  species  due  to  its  relatively  low 
sensitivity,  although  efforts  are  under  way  to  in¬ 
crease  its  sensitivity  using  resonance  effects.  As  a 
matter  of  fact,  no  ideal  technique  seems  to  exist 
and  all  of  the  techniques  appear  to  have  relative 
advantages  and  disadvantages  over  each  other.  If 
one  technique  is  most  suitable  for  one  situation,  an¬ 
other  one  is  more  suitable  for  another  situation. 


‘This  work  was  supported  by  AeroPropulsion 
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Therefore,  there  is  a  need  for  continued  investi¬ 
gations  for  newer  and  better  techniques. 

in  the  last  two  years  we  have  made  some  pre¬ 
liminary  investigations  of  photothermal  deflection 
spectroscopy  (PTDS)  and  photoacoustic  deflection 
spectroscopy  (PADS)  for  combustion  diagnostics.  The 
two  techniques  are  closely  related  to  each  other  and 
we  shall  refer  to  these  together  as  photo-deflection 
spectroscopy  (PDS).  Our  preliminary  results  have 
been  very  encouraging.  These  techniques  satisfy  all 
five  criteria  enumerated  above.  The  basic  idea  be¬ 
hind  PDS  techniques  is  quite  simple:  A  dye  laser 
beam  (pump  beam)  passes  through  the  region  of  in¬ 
terest  (flame  in  this  case).  The  dye  laser  is  tuned 
to  one  of  the  absorption  lines  of  the  molecules  that 
are  to  be  detected,  and  the  molecules  absorb  the 
optical  energy  from  the  laser  beam.  Due  to  last 
quenching  rates  in  a  flame,  most  of  this  energy 
quickly  appears  in  the  rotational-translational  modes 
of  the  flame  gases  [1,2].  For  most  molecules,  only 
a  negligible  fraction  of  the  energy  is  reemitted  as 
fluorescence.  Thus  the  dye  laser  irradiated  region 
gets  slightly  heated,  leading  to  changes  in  the  re¬ 
fractive  index  of  the  medium  in  that  region.  If  the 
density  of  absorbing  molecules  is  uniform  over  the 
width  of  the  dye  laser  beam,  the  refractive  index 
will  have  the  same  spatial  profile  as  the  dye  laser 
beam  (generally  assumed  to  be  Caussian).  Now  if 
a  probe  laser  beam,  generally  a  He-Ne  beam,  over¬ 
laps  the  pump  beam,  as  shown  in  Fig.  1(a),  the 
prube  beam  will  be  deflected  due  to  the  gradient 
in  the  refractive  index  of  the  medium  created  by 
the  spatial  profile  of  the  pump  beam.  This  dellcc- 
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FlC.  1.  (a)  Deflection  of  a  probe  beam  due  to  re¬ 
fractive  index  gradients  produced  by  the  absorption 
ol  pump  beam,  (b)  Sketch  of  the  pliotothermal  de¬ 
flection  spectroscopy  (PTDS)  signal,  (c)  Sketch  of 
the  pliutuacoustic  deflection  spectroscopy  (I’ADS) 
signal. 

turn  can  be  easily  measured  by  a  position-sensitive 
optical  detector.  The  deflection  of  the  probe  beam, 
among  other  tilings,  is  also  proportional  to  the 
number  density  ol  absorbing  molecules.  II  a  pulsed 
pump  laser  is  used,  a  signal  similar  to  that  sketched 
m  Fig.  1(b)  is  obtained.  The  probe  beam  gets  de- 
llected  shortly  after  the  instant  of  laser  tiring,  as 
discussed  above,  and  gradually  returns  to  its  orig¬ 
inal  position  on  the  time  scale  of  the  diffusion  time 
ol  the  heat  from  the  irradiated  region.  Thus  the 
width  ol  the  signal  depends  on  the  thermal  diffu¬ 
sion  time  constant,  and  consequently  on  the  local 
temperature  of  the  tlaine.  Therefore,  both  the  con¬ 
centration  of  the  molecules  of  interest  and  local 
temperature  ol  the  flame  may  be  determined  si¬ 
multaneously  from  the  size  and  width  of  the  signal, 
respectively.  This  technique,  called  phutothermal 
deflection  spectroscopy  (PTDS),  has  recently  been 
investigated  in  solids,  liquids,  and  gases  by  Amer 
and  collaborators  (3[.  To  test  the  applicability  of  this 
technique  to  a  combustion  environment,  wc  have 
recently  applied  it  to  a  laboratory  Haute  [4|.  These 
preliminary  experiments  have  been  very  successful 
and  indicate  that  PTDS  has  a  very  good  iHiteutial 
as  a  combustion  diagnostic  technique.  Recently,  Sell 
(5|  has  demonstrated  that  PTDS  can  also  be  used 
for  llow  velocity  measurements. 

We  have  also  investigated  a  closely  related  tech¬ 
nique,  plmtoacoustic  deflection  spectroscopy  (PADS). 
The  heating  of  the  pump  beam  irradiated  region  is 
accompanied  by  an  increase  in  pressure.  If  the  pump 
beam  is  pulsed,  as  ours  is,  a  pressure  pulse  travels 
outward  from  the  pump  beam  irradiated  region.  Tliis 
pressure  pulse  causes  changes  in  the  refractive  in¬ 
dex  of  the  medium  which  may  be  detected  bv  the 
deflection  ol  a  probe  beam  placed  a  few  mm  away 
Irom  the  pump  beam.  A  typical  signal  is  sketched 


in  Fig.  1(c).  We  shall  refer  to  this  technique  as 
pliutuacoustic  deflection  spectroscopy  (PADS).  The 
strength  of  the  PADS  signal  is  proportional  to  the 
concentration  of  the  absorbing  molecules.  More¬ 
over,  acoustic  velocity  in  the  flame  can  also  be 
measured  by  measuring  the  arrival  time  of  the  PADS 
signal  after  the  instant  of  laser  firing,  and  from  a 
knowledge  of  the  pump  and  probe  beam  separa¬ 
tion.  Since  acoustic  velocity  depends  on  the  tem¬ 
perature,  this  information  directly  yields  the  local 
Hame  temperature.  We  have  applied  PADS  to  a 
combustion  environment  to  determine  its  useful¬ 
ness  for  combustion  diagnostics  [6,7].  Our  prelim¬ 
inary  experiments  have  been  very  successful  and 
indicate  that  PADS  also  has  a  very  good  |H)tcntiul. 

PADS  is  very  similar  to  the  conventional  pho¬ 
toacoustic  spectroscopy  (PAS)  where  the  pressure 
changes  are  measured  by  a  microphone  rather  than 
by  the  deflection  of  a  probe  beam.  Our  group  [1,2] 
and  Crosley's  group  [8,9]  have  applied  PAS  to  a 
combustion  environment,  and  lind  it  to  lx-  a  very 
sensitive  diagnostic  technique  for  minority  species 
measurements.  PADS,  however,  has  several  advan¬ 
tages  over  PAS:  (1)  The  optical  detector  that  mea¬ 
sures  the  deflection  ol  the  probe  lieam  can  lx-  placed 
as  far  away  from  the  flame  as  necessary  without  ad¬ 
versely  affecting  the  sensitivity.  The  signal-to-noise 
ratio  depends  on  the  separation  between  the  probe 
and  pump  beams  inside  the  flame,  and  not  on  the 
position  of  the  detector.  This  permits  the  applica¬ 
tion  of  this  technique  to  hostile  environments.  (2) 
The  acoustic  signal  never  has  to  cross  the  flame 
boundaries  where  modifications  of  the  acoustic 
wavefront  may  occur — a  problem  with  microphone 
detection.  (3)  Microphones  have  a  limited  band¬ 
width  (typically  less  than  100  KHz)  which  limits  the 
usefulness  of  PAS  considerably.  Piezoelectric  trans¬ 
ducers  may  be  obtained  with  higher  bandwidth  but 
they  have  poor  sensitivity  due  to  acoustic  imped¬ 
ance  mismatch.  On  the  other  hand,  optical  detec¬ 
tors  have  a  much  larger  bandwidth  and  this  limi¬ 
tation  dues  not  occur.  (4)  It  is  not  an  easy  matter 
to  measure  local  temperature  in  a  flame  using  PAS 
in  real  time.  In  PADS,  however,  measurement  of 
the  acoustic  travel  time  between  the  pump  and 
probe  beams  directly  yields  the  local  tenqierature 
on  a  single-shot  basis.  (5)  Finally,  it  is  difficult  to 
get  spatial  resolution  using  PAS  because  one  de¬ 
tects  the  integrated  signal  from  the  entire  flame- 
laser  beam  interaction  length.  On  the  other  hand, 
one  may  obtain  good  spatial  resolution  in  PADS  by 
using  probe  and  pump  laser  beams  nearly  at  right 
angles.  On  the  negative  side,  PADS  has  a  some¬ 
what  lower  sensitivity  than  PAS.  For  collinear  pump 
and  probe  beams  the  sensitivity  of  PADS  is  ap¬ 
proximately  a  factor  of  four  lower  than  that  of  PAS, 
and  decreases  further  as  the  angle  between  the 
pump  and  probe  beams  is  increased  in  order  to  in- 
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crease  the  spatial  resolution.  The  above  result  is 
purely  an  experimental  one.  we  have  not  yet  ex¬ 
plored  the  theoretical  limits  ol  detection  sensitivi¬ 
ties. 

both  of  the  PDS  techniques  satisfy  all  live  ol  the 
criteria  lor  an  "ideal"  combustion  diagnostic  tech¬ 
nique.  These  techniques  arc  suitable  lor  in  situ 
measurements  ul  both  the  minority  concentrations 
and  local  temperatures.  They  arc  non-perturbing 
since  only  negligible  temperature  and  pressure 
changes  are  induced  by  the  pump  beam.  They  liave 
a  high  sensitivity  and  therefore  they  are  particularly 
suitable  lor  minority  species.  The  region  from  which 
the  signal  is  observed  can  be  localized  by  crossing 
the  pump  and  probe  beams  at  an  angle.  Three  di¬ 
mensional  spatial  resolution  can  thus  be  ubtained, 
the  best  resolution  ease  being  when  the  two  lieams 
cross  at  or  near  right  angles.  In  general,  PTDS  with 
overlapping  beams  oilers  better  spatial  resolution 
than  PADS,  since  the  PTDS  signal  decreases  faster 
with  increasing  pump  and  probe  distance  than  dues 
the  PADS  signal  |6|  Finally,  temporal  resolution  is 
achieved  by  using  a  pulsed  pump  laser.  The  PADS 
signal  is  obtained  within  a  lew  microseconds  and 
PTDS  is  obtained  typically  in  less  than  100  micro¬ 
seconds.  Signal-to-nuise  ratios  are  sufficiently  high 
that  both  the  specie  concentrations  and  local  tem¬ 
peratures  can  be  measured  simultaneously  on  a  sin¬ 
gle  shot  basis.  Therefore,  the  signal  can  be  ac¬ 
quired  at  about  a  10  Kllz  rate  provided  that  a  laser 
with  this  repetition  rate  is  available.  In  addition  to 
these  attributes,  PDS  techniques  are  simple  and  do 
not  require  expensive  instrumentation.  For  exam¬ 
ple.  in  order  to  measure  the  temperature  of  the 
flame,  one  does  not  need  to  measure  the  Boltz¬ 
mann  distribution  which  requires  an  expensive  op¬ 
tical  multichannel  analyzer.  The  relative  merits  of 
PTDS  and  PADS  will  be  discussed  in  Sec.  IV. 

In  the  preliminary  reports  referred  to  above 
[4,6,7],  we  had  used  a  methane-air  llat-llame  burner 
to  observe  PTDS  and  PADS  signals  from  OH  mol¬ 
ecules.  This  llat-llame  burner,  which  was  very  sta¬ 
ble  and  gave  a  constant  OH  density  across  the  tlamc, 
was  suitable  lor  the  first  observation  of  these  signals 
in  a  combustion  environment.  In  this  report,  we 
have  applied  these  techniques  to  a  different  kind  of 
burner,  operated  with  natural-gas  and  air,  where 
considerable  spatial  variation  of  OH  density  and 
temperature  exist.  We  thus  demonstrate  the  use  of 
these  techniques  to  map  out  specie  concentration 
and  temperature  profile  of  a  llaine.  We  demon¬ 
strate,  for  the  first  time,  the  dependence  of  the 
PTDS  signal  width  on  the  local  temperature  of  the 
(lame.  We  must  point  out,  however,  that  PDS 
techniques  arc  still  in  their  infancy,  and  nut  all  of 
the  necessary  theoretical  models  have  been  devel¬ 
oped.  Therefore  the  results  presented  in  this  paper 
represent  only  a  starting  point  for  the  future  work. 


II.  Apparatus 

A  diagram  of  our  burner  is  shown  in  Fig.  2.  The 
burner  was  fabricated  out  of  stainless  steel  and  it 
is  approximately  5  cm  in  diameter.  A  mixture  of 
natural  gas  and  air  was  used.  A  light  blue  conical 
flame  approximately  30  cm  tall  was  produced.  A 
chimney,  as  shown,  helped  stabilize  the  flame.  The 
burner  was  mounted  on  a  linear  translator  and  it 
was  moved  across  the  laser  beams  to  determine  the 
spatial  profile  of  the  flame.  The  measurements  re¬ 
puted  in  this  paper  were  taken  at  about  1  cm  above 
the  flame  base,  as  indicated  by  the  dotted  line.  The 
experiment  is  shown  schematically  in  Fig.  3.  Laser 
radiation  from  a  Chromatix  CMX-4  flash  lamp 
pumped  dye  laser  was  frequency  doubled  by  an  m- 
tracavity  ADP  second  harmonic  crystal,  and  it  was 
used  to  excite  the  X*fl  -  A2E  band  of  OH  mole¬ 
cules.  The  laser  produced  1  psee  pulses,  and  in 
the  experiments  retried  in  this  paper,  operated 
with  approximately  40  pjof  energv/pulse  in  a  10 
GHz  bandwidth  at  3100  A.  A  Hc-Ne  laser  (team, 
used  as  a  prulie  beam,  also  passed  diruugli  the  flame 
close  to  the  pump  beam.  The  deflection  of  the  probe 
beam  caused  by  refractive  index  gradients  pro¬ 
duced  by  the  heating  of  the  pump  irradiated  region 
(PTDS)  or  by  the  passing  acoustic  pulse  (PADS)  was 
detected  by  a  position-sensitive  detector.  The  po- 
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Ftc.  2.  A  sketch  of  the  burner  and  fl-'-ne  A 
chimney  was  used  to  stabilize  die  flame.  Dotted  line 
indicates  the  position  where  data  were  taken. 


Fic.  3.  Schematic  illustration  of  the  experimental 
apparatus. 

sition  sensitive  detector  consisted  of  four  quadrants, 
two  of  which  were  used  in  our  experiments.  Hie 
difference  signal  from  the  two  quadrants  was  pro¬ 
portional  to  the  position  of  the  probe  beam.  The 
difference  signal  was  digitized  by  a  LeCroy  WD  8256 
transient  digitizer,  and  transferred  to  a  Commodore 
PET  microcomputer  for  signal  averaging.  The  av¬ 
eraged  signal  was  viewed  on  the  microcomputer 
screen  and  plotted  on  a  Tektronix  plotter. 
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FlC.  4.  Photothermal  deflection  signal  at  two  dif¬ 
ferent  positions  in  the  flame.  The  upper  curve  was 
taken  where  the  OH  density  was  high  and  it  is  nar¬ 
rower  than  the  lower  one  indicating  higher  local 
temperature  at  that  position.  The  lower  curve  was 
taken  3  mm  inward  (toward  the  center)  from  the 
position  of  the  upper  curve. 


III.  Experiment 

Fig.  4  shows  a  typical  PTDS  signal  due  to  OH 
molecules  at  two  different  positions  in  our  flame. 
The  upper  curve  was  taken  near  the  edge  of  the 
flame  where  the  OH  density  was  apparently  the 
highest.  The  lower  curve  was  taken  3  mm  inward 
(toward  the  center  of  the  llatne)  from  the  position 
corresponding  to  the  upper  curve  and  it  is  shown 
expanded  by  a  factor  of  live.  The  dye  laser  was  tuned 
to  the  Qi(8)  line  of  OH  molecules  at  3092.4  A  and 
delivered  approximately  40  pj  of  energy  per  pulse. 
Both  probe  and  pump  beams  were  mildly  focused 
(using  long  focal  length  lenses)  to  approximately  1 
mm  diameter  and  crossed  in  the  flame  region  at  a 
small  angle  of  4°  giving  relatively  low  spatial  res¬ 
olution  of  approximately  0.5  mm3  (0  3  mm  x  0.3 
mm  x  5  mm).  Data  in  Fig.  4  represent  averaging 
over  200  pulses.  The  probe  beam  deflected  sharply 
shortly  after  the  laser  fired  and  returned  to  its  orig¬ 
inal  position  on  the  time  scale  of  the  diffusion  time 
of  the  heat  out  of  the  laser  irradiated  region,  as  ex¬ 
pected.  We  note  that  the  upper  curve  indicates  a 


larger  density  of  OH  molecules  than  the  lower  one. 
We  also  note  that  the  upper  curve  is  narrower,  in¬ 
dicating  that  the  thermal  diffusion  time  is  smaller, 
and  therefore  the  temperature  is  higher,  than  for 
the  lower  one.  In  Fig.  5  we  have  plotted  the  OH 
density  and  the  local  temperature  of  the  flame  as 
a  function  of  the  burner  position.  Zero  of  the  ab¬ 
scissa  corresponds  to  the  center  of  the  flame.  Only 
the  relative  OH  density  is  measured  by  PTDS  in 
this  experiment.  Absorption  measurements  were 
used  to  put  the  curve  on  an  absolute  scale-  An  ab¬ 
sorption  of  27%  measured  when  the  laser  was  tuned 
to  the  Qi(7)  line  of  OH  at  3089.7  A,  together  with 
the  relative  OH  density  as  given  by  PTDS.  gave 
the  OH  density  at  peak  (near  the  edges)  to  lie  6 
x  It)15  cm'1.  We  should  point  out  that  absolute 
density  can  be  measured  directly  without  the  need 
for  calibration  when  the  necessary  theoretical  models 
have  been  dcvelo|>cd,  this  is  not  a  limitation  of  the 
technique.  Moreover,  in  many  situations  it  is  not 
necessary  to  know  the  absolute  numbers,  the  rel¬ 
ative  numbers  themselves  are  of  considerable  in- 
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Fig.  5.  OH  density  ami  temperature  profile  at 
about  I  cm  above  the  base  of  the  tlame  taken  by 
PTDS.  Zero  of  the  abscissa  corresponds  to  the  cen¬ 
ter  ol  the  tlame.  The  error  bars  represent  one  stan¬ 
dard  deviation  of  3  measurements. 

terest.  In  Fig.  5,  the  dashed  base  line  gives  the 
detectivity  limit  (~1  x  10U  tin"3)  in  this  particular 
experiment.  The  low  detectivity  limit  in  this  ex¬ 
periment  was  imposed  by  a  defective  second  har¬ 
monic  crystal  in  our  dye  laser  and  by  a  noisy 
He-Ne  laser  (see  below).  All  points  on  the  baseline 
represent  an  OH  density  of  1  x  10U  cm'3  or  less. 
We  note  that  the  OH  density  in  the  center  of  the 
tlame  was  very  low,  although  the  entire  flame  was 
luminous  (faint  blue).  Fig.  5  also  shows  the  relative 
temperature  profile  of  this  flame  deduced  from  the 
relative  widths  ol  PTDS  signals.  The  temperature 
could  only  be  measured  near  the  edges  of  the  flame 
where  the  OH  density  was  high  and  consequently 
the  S/N  ratio  was  sufficient.  The  width  of  the  PTDS 
signal,  in  addition  to  the  local  temperature,  also  de¬ 
pends  on  the  spatial  profile  of  the  pump  beam,  on 
the  degree  and  manner  of  the  overlap  between  the 
probe  and  pump  beams,  etc.  We  have  not  yet  de¬ 
veloped  the  necessary'  theoretical  model  to  quan¬ 
titatively  determine  the  dependence  of  the  signal 
width  on  these  parameters.  Therefore  we  have  not 
yet  been  able  to  determine  the  absolute  tempera¬ 
ture  of  the  flame  with  any  certainty;  the  tempera¬ 
ture  curves  in  Fig.  5  simply  show  that  signal  width 
does  vary  with  temperature  and  it  can  in  principle 
lie  used  to  measure  the  temperature.  The  temper¬ 
ature  near  the  peak  of  OH  density,  as  determined 
by  PADS  (see  below)  is  2060  K. 

It  should  be  pointed  out  that  if  significant  con¬ 
centration  gradients  ol  the  molecules  of  interest  ex¬ 
ist  over  the  dimensions  of  the  pump  beam,  com¬ 
plications  arise.  In  this  case,  refractive  index 
gradients  may  also  be  produced  by  the  concentra¬ 
tion  gradients  of  the  molecules  of  interest.  Conse¬ 
quently,  the  probe  beam  deflection  would  depend 
not  only  on  the  concentration  of  the  molecules  but 
also  on  their  gradient.  In  this  case  it  would  be  a 


difficult  task  to  obtain  concentration  measurements 
from  the  observed  data.  However,  one  can  still  use 
PTDS  if  the  pump  and  probe  beams  are  spatially 
separated  by  a  very  small  distance.  In  this  case,  the 
observed  KTDS  signal  is  relatively  insensitive  to  the 
pump  beam  spatial  profile  and  the  concentration 
gradients  of  the  absorbing  molecules.  The  refractive 
index  gradients  which  cause  a  deflection  of  the  probe 
beam,  in  the  case  of  spatially  separated  beams,  are 
caused  primarily  by  the  diffusion  of  heat  from  the 
pump  beam  irradiated  region  to  the  probe  beam. 
The  price  to  be  paid,  of  course,  is  a  decrease  in 
signal-to-noise  ratio  over  that  obtainable  for  the 
overlapping  case.  We  have  observed  PTDS  signals 
with  spatially  separated  pump  and  probe  beams 
[4,6],  however,  in  Fig.  5  we  have  used  overlapping 
beams  for  ease  of  detection.  A  comparison  of  OH 
density  profile  obtained  by  PTDS  and  that  obtained 
by  PADS  (see  below)  indicates,  however,  that  the 
effect  of  density  gradients  is  not  too  severe  in  our 
case. 

Fig.  6  shows  one  of  our  typical  PADS  data  and 
it  is  seen  to  have  a  dispersion  shape.  The  experi¬ 
mental  setup  was  exactly  the  same  as  that  lor  PTDS 
with  the  following  exception:  The  probe  and  pump 
beams  crossed  at  4°  in  the  horizontal  plane  but  were 
separated  by  about  1  mm  in  the  vertical  plane.  That 
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Ftc.  6.  A  typical  photoacoustic  deflection  signal. 
The  signal  has  a  dispersion  shape. 
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is,  tin-  closest  separation  between  the  two  beams 
was  I  mm  ami  that  occurred  when  one  beam  was 
directly  alxive  the  other.  The  signal  in  Fig.  (i  rep¬ 
resents  averaging  over  300  pulses.  In  this  case  the 
I'l'DS  signal  is  so  small  that  it  cannot  be  seen.  The 
PADS  signal  ean  very  easily  lie  distinguished  from 
the  I'l’DS  signal  because  its  wulth  is  much  smaller, 
on  the  order  ol  a  microsecond.  Moreover,  the  PADS 
signal  travels  with  acoustic  velocity  and  arrives  at 
the  prolie  beam  earlier  than  the  PTDS  signal  which 
travels  by  thermal  diffusion.  The  size  ol  the  signal 
is  proportional  to  the  Oil  density  while  its  arrival 
time  is  proportional  to  the  temperature. 

Fig.  7  shows  the  Oil  density  and  temperature 
prnlilc  ol  the  llainc  determined  by  PADS,  and  it  is 
seen  to  he  similar  to  that  lound  by  ITDS.  Com¬ 
parison  ol  Fig.  7  with  Fig.  5  shows  that  in  Fig.  7 
the  Oil  peaks  near  the  edges  are  broader  and  Oil 
density  in  the  center  ol  the  flame  is  higher  than 
that  in  Fig.  3.  We  believe  that  this  is  due  to  lower 
spatial  resolution  ol  PADS  than  that  ot  PTDS  in 
our  e\|K'riment.  Ol  course,  spatial  resolution  could 
have  been  increased  liv  crossing  the  beams  at  a 
larger  angle.  In  this  experiment,  however,  this  was 
not  done  line  to  acconqiauymg  decrease  m  sensi¬ 
tivity.  As  in  KI  DS,  only  the  relative  iiuiuIkt  den¬ 
sity  ol  Oil  was  determined  by  PADS,  the  curve 
was  put  on  an  absolute  scale  by  calibration  using 
absorption  measurements.  The  necessary  theoreti¬ 
cal  models  ol  PADS  which  will  allow  us  to  measure 
absolute  number  densities  without  the  need  lor  cal¬ 
ibration  are  still  lu-ing  develo|K'd.  We  have  also 
made  a  measurement  ol  the  teni|MTalure  of  the  flame 
using  PADS.  In  this  case  two  llc-Nc  laser  prolic 
lieams  separated  by  about  1  mill  were  used.  A 
measurement  ol  the  arrival  times  of  the  PADS  sig¬ 
nal  at  the  two  prolic  beams  gave  the  acoustic  travel 
time  between  the  two  probe  beams.  The  acoustic 
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FlC.  7.  OH  density  profile  of  the  flame  deter¬ 
mined  by  PADS.  The  error  bars  represent  one 
standard  deviation  of  3  measurements. 


travel  time,  along  with  a  measurement  ol  the  sep¬ 
aration  between  the  two  beams,  gave  the  acoustic 
velocity  which  was  used  to  deduce  the  local  tem- 
perature  of  the  flame.  Since  the  PADS  signal  has 
dispersion  shape  and  it  is  not  obvious  where  on  the 
curve  die  timing  measurements  should  he  per¬ 
formed,  use  of  two  probe  beams  eliminates  this  un¬ 
certainty.  The  separation  between  the  two  prolie 
beams  was  determined  from  a  measurement  of  the 
acoustic  travel  time  between  the  two  lieams  at  room 
temperature.  The  photoacuustic  signal  in  tins  case 
was  generated  by  the  pump  beam  hitting  a  piece 
of  thin  wire.  We  found  the  temperature  of  the  flame 
near  the  edge  (at  the  peak  of  the  OH  density  curve) 
to  he  2060  S  100  K.  The  uncertainty  represents 
one  standard  deviation  of  four  measurements.  The 
large  uncertainty  is  due  tu  pulse-to-pulse  fluctua¬ 
tions  in  the  timing  of  the  laser  pulse  with  resjieet 
to  the  trigger  pulse  (which  was  derived  from  the 
ilashlamp  circuitry  of  the  laser).  Tins  uncertainty  can 
and  will  he  reduced  in  the  future  work. 


IV.  Conclusions 

We  have  made  preliminary  investigations  of  two 
new  and  interrelated  techniques:  photothermal  de¬ 
flection  spectroscopy  (PTDS)  and  photoacoustie  de¬ 
flection  s|iectroscopy  (PADS).  These  techniques  are 
suitable  lor  minority  species  concentrations  and  si¬ 
multaneous  local  flame  teni|K'rature  measurements. 
These  techniques  satisfy  all  five  of  the  criteria  re¬ 
quired  of  an  "ideal"  combustion  diagnostic  tech¬ 
nique.  An  additional  advantage  of  PDS  techniques 
is  that  they  have  the  potential  of  monitoring  the 
temperature  and  specie  concentration  along  the  en¬ 
tire  length  of  the  pump  beam,  on  a  single  shot  ba¬ 
sis,  by  employing  multiple  probe  beams. 

Our  PADS  experiment  has  a  demonstrated  sen¬ 
sitivity  of  1  x  10u  OH  molecules/cm1  (for  a  sigual- 
tu-noise  ratio  of  3)  on  a  single  shot  basis,  or  4  x 
I012  OH  molecules/em 1  for  integration  over  1000 
pulses  (30  sees  with  CMX-4),  when  the  laser  is  de¬ 
livering  full  energy  specified  by  the  manufacturer 
at  3100  A  (300  pj/pulse).  Under  similar  conditions, 
the  demonstrated  sensitivity  of  PTDS  is  about  3  x 
1012  OH  moleculcs/em3  on  a  single  shot  basis  or 
I  x  10n  moleculcs/cm1  for  integration  over  1000 
pulses.  The  above  figures  are  for  collinear  beams 
and  naturally  the  sensitivity  decreases  as  spatial 
resolution  is  increased  by  increasing  the  angle  lie- 
tween  the  two  beams.'  Note  tliat  our  data  were  taken 
with  only  40  pj  of  laser  energy  because  the  second 
harmumc  crystal  in  our  laser  was  defective.  More¬ 
over,  in  these  preliminary  experiments,  we  have 
made  no  special  attempt  to  optimize  the  signal-to- 
noise  ratio.  The  signal-to-noise  ratios  in  Figs.  4  and 
6  were  not  limited  by  the  flame  noise  but  were  pri- 
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mariiy  limited  by  50  KHz  noise  on  our  He-Ne  laser. 
With  a  noise-free  He-Ne  laser  and  noise-free  am¬ 
plifiers,  the  deteetion  sensitivity  can  be  significantly 
improved  above  the  figures  given  above.  We  should 
emphasize  that  PDS  techniques  are  still  in  their  in¬ 
fancy  and  that  mure  work,  both  theoretical  and  ex¬ 
perimental,  is  required.  Therefore  this  report  does 
not  represent  a  comprehensive  investigation;  rather 
it  is  presented  here  to  stimulate  more  interest  in 
this  potentially  very  useful  technique. 

Finally,  it  is  desirable  to  compare  PTDS  with 
PADS.  PTDS  and  PADS  have  complementary  ad¬ 
vantages.  For  example,  if  large  concentration  gra¬ 
dients  of  absorbing  molecules  are  present,  PTDS 
can  only  be  effectively  used  with  spatially  separated 
beams.  Since  the  sensitivity  of  PTDS  decreases  very 
rapidly  with  increasing  separation  of  pump-probe 
beams,  it  is  dearly  desirable  to  use  PADS  in  this 
situation.  Moreover,  when  the  pump  beam  spatial 
profile  is  difficult  to  measure,  it  is  advantageous  to 
use  PADS  for  absolute  concentration  measurements 
(relative  concentration  measurements  present  no 
difficulty)  On  the  other  hand,  PTDS  (for  overlap¬ 
ping  beams)  has  higher  sensitivitv  and  higher  spa¬ 
tial  resolution  than  PADS.  The  two  techniques  are 
thus  complementary. 
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COMMENTS 


J  A.  Sell.  General  Motors  Research  Labs.  USA. 
It  seems  like  it  should  be  possible  to  measure  the 
temperature  in  a  sooting  flame  by  the  photoacous- 
tmg  deflection  technique.  Bv  focussing  a  YAG  or 
other  high  |iower  laser  on  the  soot,  thereby  gen¬ 
erating  acoustic  pulses,  and  measuring  the  tune  de¬ 
lay  between  the  deflection  of  two  prolie  lieams  giv¬ 
ing  the  velocity  ol  sound.  In  your  opinion  would 
the  velocity  ol  sound  propagating  through  this  ui- 
hoinogeucuUA  media  still  lie  pro|Mirtiuuul  to  VT? 

Authors'  Reply  It  appears  that  it  should  1  e  pos¬ 
sible  to  measure  the  temperature  in  a  sooting  flame 
by  generating  the  acoustic  signal  on  soot  particles. 


It  is  an  interesting  possibility  that  we  have  not  pre¬ 
viously  thought  about.  It  is  not  possible  to  tell 
whether  the  sound  velocity  will  still  be  proportional 
to  VT  without  detailed  investigation.  There  are  a 
few  other  things  that  must  be  considered  also.  The 
reflection  of  the  acoustic  pulse  by  soot  particles  may 
create  some  problems,  altliough  these  problems  may 
be  minor  ilur  to  the  fact  that  the  sue  of  the  soot 
liarticles  is  very  small  compared  to  the  acoustic- 
wavelengths  involved.  Extinction  of  the  probe  and 
pump  beams  due  to  reflection  and  absorption  by- 
soot  particles  is  likely  to  be  a  serious  problem  in  a 
heavily  sooting  flame.  Nevertheless  it  is  an  inter¬ 
esting  idea  that  should  be  pursued  further. 
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Photothermal  and  photoacouvtic  deflection  techniques  have  been  applied  for  the  first  lime  to  sooting  flames.  The  values  of 
these  techniques  for  combustion  diagnosis  is  demonstrated  by  measurements  of  velocity,  temperature,  and  soot  concentration 
profiles  in  a  C  , H,/0,  flame. 


1 .  Introduction 

There  is  a  need  for  the  development  of  diagnostic 
techniques  that  can  be  applied  to  sooting  flames.  One 
is  generally  interested  in  the  measurements  of  flow 
velocity,  temperature,  and  soot  concentration.  An 
ideal  technique  is  one  that  would  measure  all  three 
parameters  simultaneously,  be  nonintrusive,  and  have 
a  high  degree  of  spatial  and  temporal  resolution.  In 
this  communication,  we  show  that  large  photothermal 
deflection  (PTD)  signals  and  photoacoustic  deflection 
(PAD)  signals  can  be  generated  from  the  absorption 
of  a  laser  beam  by  soot  particles,  and  these  signals 
can  be  used  to  do  diagnostics  in  a  flame.  We  demon¬ 
strate  the  usefulness  of  PTD  and  PAD  techniques  by 
measurements  of  flow  velocity,  temperature,  and  con¬ 
centration  profiles  in  a  sooting  oxyacetylene  (C21W 
Oj)  flame.  The  techniques  meet  all  three  of  the  crite¬ 
ria  enumerated  above  for  an  ideal  technique. 

2.  Experiment 

The  set  up  for  our  experiment  is  shown  schematical¬ 
ly  in  fig.  1 .  The  flame  is  produced  by  an  oxyacetlyne 
welding  torch  which  has  an  inner  column  of  soot  as 
shown.  All  measurements  presented  in  this  paper  were 
made  within  this  column.  Soot  particles  absorb  radia¬ 


tion  from  a  Chromatix  CMX-4  flashlamp-pumped  dye- 
laser,  hereafter  called  the  pump  beam.  The  dye  laser  is 
generally  tuned  to  590  nm  and  typically  delivers  ~6 
mJ  of  energy  in  —1  qs  long  pulses.  The  soot  particles 
are  heated  due  to  the  absorption  of  the  pump  beam 
and  most  of  this  heat  is  transferred  to  the  flame  gases 
due  to  thermal  conduction.  When  the  laser  fluence  is 
larger  than  a  critical  value  (as  it  was  in  our  case),  soot 
particles  start  evaporating  [3] .  While  most  of  the 
laser  energy  goes  into  breaking  the  c-c  bonds,  hot 
vaporization  products  heat  the  medium.  The  heating 
modifies  the  refractive  index  of  the  flame  gase.  A 
HeNe  laser  beam,  hereafter  called  the  probe  beam, 
monitors  the  changes  in  the  refractive  index.  When¬ 
ever  a  change  in  the  refractive  index  of  the  medium 
occurs,  the  probe  beam  gets  deflected  by  an  amount 
proportional  to  the  gradient  of  the  refractive  index  at 
the  position  of  the  probe  beam.  This  method  is 
known  as  the  photothermal  deflection  (PTD)  [  1  ] . 

Our  experiments  were  performed  using  a  pulsed  dye 
laser,  therefore  the  PTD  signals  consisted  of  a  transient 
deflection  of  the  probe  beam.  The  deflection  of  the 
probe  beam  was  detected  by  a  quadrant  detector  w  hen 
the  beam  was  deflected  from  the  quiescent  position 
producing  a  difference  signal  between  the  two  quad¬ 
rants.  The  difference  signal  was  digitized  by  a  LeCroy 
WD256  transient  digitizer  and  transferred  to  a  Com¬ 
modore  PET  microcomputer  for  signal  averaging,  if 
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Y  QUADRANT 


Fig.  1 .  Schematic  illustration  of  the  experimental  arrangement.  The  pump  and  probe  beams  made  an  angle  of  54°  and  were  sepa¬ 
rated  by  a  variable  distance  d  in  the  vertical  (y)  direction. 


necessary,  and  for  data  storage.  In  some  of  our  experi¬ 
ments  the  difference  signal  was  sent  to  a  box-car  in¬ 
tegrator.  The  pump  beam  could  be  translated  up  and 
down  to  observe  the  PTD  signal  as  a  function  of  the 
distance  between  the  probe  and  pump  beams.  The 
probe  and  pump  beams  had  diameters  of  ~0.5  mm 
and  ~0.3  mm,  respectively,  and  made  an  angle  of  54° 
with  respect  to  each  other  to  provide  a  good  spatial 
resolution. 

The  heating  of  the  pump-beam  irradiated  region  al¬ 
so  results  in  a  thermal  expansion  of  that  region.  The 
thermal  expansion  gives  rise  to  an  increase  in  pressure, 
and  in  our  pulsed  experiments,  a  pressure  pulse  prop¬ 
agates  outwards.  The  pressure  pulse  is  also  accompa¬ 
nied  by  a  change  in  the  refractive  index,  which  is  de¬ 
tected  by  a  transient  deflection  of  the  probe  beam 
similar  to  that  described  above.  This  method  is  known 
as  the  photoacoustic  deflection  (PAD)  technique  [2] 

Fig.  2  shows  typical  PTD  signals  for  several  posi¬ 
tions  of  the  probe  beam,  as  indicated  by  the  value  of 
d.  The  top  curve  corresponds  to  the  probe  and  the 
pump  beams  overlapping  but  the  center  of  the  probe 
beam  being  slightly  upstream  from  the  center  of  the 
pump  beam.  In  this  case  we  observe  a  deflection  of 
the  probe  beam  at  the  instant  of  laser  firing,  followed 
by  the  return  of  the  beam  to  its  original  position.  The 
time  scale  of  the  return  is  governed  by  the  diffusion 
constant  and  the  flow  velocity  of  the  flame  gases.  Su- 


time  (us) 

Fig.  2.  The  photothermal  deflection  signal  for  five  different 
pump  beam  positions.  MALV  signal  is  superimposed  on  the 
PTD  signal  (see  text),  d  is  the  separation  between  the  pump 
and  probe  beams.  Each  curve  represents  an  average  of  50 
shots.  Signal  averaging  was  not  necessary;  it  was  performed 
simply  for  convenience  in  dats  acquisition. 

perimposed  on  this  signal  is  another  signal,  which  is 
caused  by  increased  transmission  of  the  probe  beam 
due  to  laser  vaporization  of  soot  particles.  Dasch  [4] 
refers  to  this  signal  as  MALV:  Modulated  Absorption 
due  to  Laser  Vaporization.  Unfortunately,  it  is  not 
easily  possible  to  separate  the  PTD  signal  from  the 
MALV  signal  for  overlapping  beams.  The  next  curve 
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corresponds  to  the  probe  and  the  pump  beams  still 
overlapping,  but  the  center  of  the  probe  beam  being 
shifted  slightly  downstream  from  the  center  of  the 
pump  beam.  Successive  curves  correspond  to  the  pump 
beam  being  displaced  downstream  by  0.63  mm  each. 
The  dispersion-like  shape  of  these  curves  can  easily  be 
understood.  The  heat  pulse  has  roughly  the  same 
shape  as  the  spatial  profile  of  the  pump  beam  (as¬ 
sumed  gaussian).  As  the  heat  pulse  passes  by  the  probe 
beam  position  (blown  by  the  flow  of  the  flame  gases), 
one  observes  a  signal  proportional  to  the  spatial  gra¬ 
dient  of  the  heat  pulse.  The  second  curve  ( d  =  0+)  is 
asymmetric  due  to  the  effects  of  heat  diffusion  *. 
Unfortunately,  the  MALV  signal  is  superimposed  on 
the  PTD  signal  here  also.  In  the  third  and  the  subse¬ 
quent  curves  the  two  signals,  although  still  overlapping, 
can  be  distinguished:  A  strong  and  narrow  signal,  and 
a  weak  and  broad  signal.  We  have  drawn  a  dotted  line 
on  the  third  curve  to  aid  in  the  visualization  of  the 
two  signals.  We  have  observed  these  signals  for  values 
of  d  as  large  as  5.6  mm  (not  shown)  and  we  find  that 
the  narrow  signal  maintains  its  shape  throughout, 
while  the  broad  signal  continues  to  get  broader  with 
increasing  d.  The  broad  signal  is  the  PTD  signal  which 
broadens  out  due  to  thermal  diffusion,  while  the  nar¬ 
row  signal  is  the  MALV  signal  [6],  The  MALV  signal 
does  not  show  any  change  in  its  width  or  shape  with 
increasing  pump-probe  separation  because  the  diffu¬ 
sion  rate  of  soot  particles  is  extremely  small.  We  have 
confirmed  that  the  narrow  signal  is  indeed  caused  by 
increased  transmission  (MALV)  by  arranging  the  probe 
beam  to  lie  entirely  on  one  quadrant  of  the  detector. 

In  this  case  the  PTD  signal  disappeared  and  the  shape 
of  the  MALV  signal  was  the  same  as  that  of  the  spatial 
profile  of  the  pump  beam,  as  expected.  The  transit 
time  of  the  PTD  signal  between  two  probe  beam  posi¬ 
tions  can  be  used  to  measure  the  flow  velocity  of  the 
flame  gases.  Moreover,  the  velocity  of  the  soot  par¬ 
ticles  (which  is  the  same  as  the  flow  velocity  of  the 
flame  gases  if  there  is  no  particle  lag),  can  be  measured 
from  the  transit  time  of  the  MALV  signal,  as  pointed 
out  by  Dasch  [7].  The  magnitude  of  the  PTD  signal 
at  d  -  0  is  a  measure  of  the  absorption  of  laser  energy 
by  soot  particles,  and  therefore  it  is  proportional  to 
the  soot  concentration. 

*  Effects  of  the  thermal  diffusion  will  be  coveted  in  a  forth¬ 
coming  comprehensive  article  [5). 


When  the  probe  beam  is  outside  the  pump  beam 
( d  >  0.5  mm),  it  will  be  noted  from  fig.  2  that  another 
transient  signal  arrives  at  the  probe  beam  position  be¬ 
fore  the  PTD  signal  arrives.  This  is  the  photoacoustic 
deflection  signal  and  is  considerably  smaller  than  the 
PTD  signal.  Since  the  PAD  signal  travels  essentially 
with  the  acoustic  velocity  (which  is  much  larger  than 
the  gas  flow  velocity  in  our  case),  the  PAD  signal  ar¬ 
rives  much  earlier  than  the  PTD  signal.  The  tempera¬ 
ture  of  the  flame  may  be  obtained  from  a  measure¬ 
ment  of  the  acoustic  velocity  (see  section  4). 


3.  Velocity  measurements 

A  velocity  profile  of  our  flame,  determined  from 
the  measurements  of  arrival  times  of  the  PTD  signals 
at  two  probe-beam  positions  a  distance  A d  apart,  is 
shown  in  fig.  3.  The  flow  velocity  in  they-direction  is 
plotted  against  the  flame  position  in  the  x-direction. 
The  flow  rates  of  acetylene  and  oxygen  were  34  cm3/s 
and  10  cm3/s,  respectively,  representing  an  equiva¬ 
lence  ratio  0  =  8.5.  The  inner  diameter  of  the  torch 
nozzle  was  1 .7  mm.  The  velocity  measurements  were 
taken  40  mm  above  the  nozzle,  where  the  flame  diam¬ 
eter  was  ~8  mm  and  the  diameter  of  the  soot  column 
was  ~4  mm.  The  error  bars  represent  one  standard 


DISTANCE  FROM  CENTER  (mm) 

Fig.  3.  The  velocity  profile  of  a  laminar  CjHj/Oj  flame  40 
mm  above  the  torch  tip. 
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deviation  of  the  mean  of  three  measurements.  The 
solid  line  is  a  least-squares  fit  to  the  data  by  a  curve 
V(r)  =  K0(  1  -  r2/R 2),  where  R  is  the  radius  of  the 
llame  and  Kg  is  the  peak  velocity.  The  data  fits  very 
well  to  a  parabolic  flow  and  the  fitted  values  of  Kg 
and/?  were  found  to  be  29  m/s  and  3.7  mm,  respec¬ 
tively.  A  crude  estimate  based  on  a  simple  model, 
which  uses  the  cold  gas  flow,  flame  diameter,  and 
flame  temperature,  gives  17  m/s  for  the  maximum 
flow  in  the  center  of  the  flame.  Our  experience  with 
this  technique  in  a  N2  jet  [8]  shows  that  this  technique 
gives  accurate  values  for  the  velocity  of  a  flow. 

The  spatial  resolution  in  this  experiment  was 
~1  X  10-4  cm3,  given  by  the  widths  of  the  pump  and 
probe  beams  (transverse  direction)  and  by  the  separa¬ 
tion  between  the  two  positions  of  the  probe  beam 
(longitudinal  direction).  The  technique  is  capable  of 
giving  a  high  degree  of  temporal  resolution,  given  by 
the  transit  time  of  the  PTD  signal  between  the  two 
positions  of  the  pump  beam  (20  ^s  in  this  experiment). 
No  attempt  to  obtain  temporal  resolution  was  made  in 
this  experiment  due  to  the  lack  of  proper  instrumenta¬ 
tion.  Temporal  resolution  could  have  been  obtained  by 
employing  two  probe  beams  simultaneously  with  their 
own  difference  amplifiers  and  transient  digitizers.  A 
computer  interfaced  with  the  digitizers  could  then 
measure  the  time  interval  between  the  arrival  times  of 
the  PTD  pulses  at  the  two  probe  beams  within  a  single 
laser  pulse.  A  simpler  method  would  be  to  use  time- 
to-digital  converters  instead  of  the  transient  digitizers. 

To  our  knowledge,  the  only  method  which  has  re¬ 
ceived  any  attention  for  flow  velocity  measurements 
in  flames  is  laser  Doppler  velocimetry  (9)  (LDV).  In 
order  to  use  LDV  one  needs  to  seed  the  flame  with 
particles.  However,  it  may  be  possible  to  do  LDV  mea¬ 
surements  in  a  sooting  flame  by  simply  scattering  laser 
light  from  soot  particles.  A  major  disadvantage  of  LDV 
is  that  one  measures  the  particle  velocity,  not  the  gas 
velocity,  and  it  is  well  known  that  seeded  particles 
sometimes  lag  behind  the  gas  flow.  In  our  technique, 
we  measure  both  the  particle  velocity  and  the  gas  ve¬ 
locity.  The  gas  velocity  is  measured  from  the  transit 
time  of  the  PTD  signal,  while  the  particle  velocity  is 
measured  from  that  of  the  MALV  signal.  In  our  case, 
the  narrow  and  the  broad  signals  overlap  (fig.  2)  indi¬ 
es  -ng  that  the  soot  and  gas  velocities  are  equal.  In 
LDV,  the  velocity  is  measured  by  a  measurement  of 
the  Doppler  shift,  which  makes  its  use  difficult  for 


low  velocities.  PTD  technique,  on  the  other  hand, 
gives  accurate  results  even  for  slow  velocities,  the  ul¬ 
timate  lower  limit  being  imposed  by  the  thermal  dif¬ 
fusion  rate  of  the  heated  media  and  the  widths  of  the 
laser  beams  [5). 


4.  Temperature  measurements 

As  pointed  out  in  section  2,  the  temperature  of  the 
flame  can  be  measured  by  a  measurement  of  the 
acoustic  velocity  jf.  For  this  purpose,  the  travel  time 
A tf  of  the  PAD  signal  between  two  probe  beams,  a 
distance  A d  apart,  was  measured.  The  temperature  of 
the  flame  T{  is  given  by 

Tf  =  kfUf  -  k{(Ad/Atf)2,  (1) 

where  the  subscript  f  refers  to  the  flame,  and  kf  de¬ 
pends  on  the  composition  of  the  flame.  A  similar  mea¬ 
surement  was  made  in  air  at  the  room  temperature.  In 
this  case,  the  PAD  signal  was  generated  by  letting  the 
pump  beam  hit  a  thin  piece  of  wire.  The  room  temper¬ 
ature  Tx  is  related  to  the  acoustic  travel  time  A rr  be¬ 
tween  the  two  probe  beams  by 

Tt  -  kt(Ad/Att)2.  (2) 

The  flame  temperature  is  derived  from  the  ratio  of 
eqs.(l)  and  (2): 

rf  =  rr(V*rXA'r/Arf)2.  (3) 

In  the  absence  of  soot,  kt  and  kf  can  be  calculated 
since  the  majority  composition  of  both  the  air  and 
the  flame  is  known.  In  the  presence  of  soot,  however, 
its  effect  on  the  acoustic  velocity  must  be  theoretical¬ 
ly  investigated.  In  the  present  work,  we  have  only 
measured  the  relative  temperatures  and  set  (k(/kt)  =  1. 
We  have  assumed,  of  course,  that  eq.  (1)  is  valid  in  the 
presence  of  a  small  number  of  soot  particles. 

A  temperature  profile  of  our  flame  with  <t>  =  8.8, 

40  mm  above  the  torch  nozzle,  is  shown  in  fig.  4.  For 
this  measurement,  the  two  probe  beams,  a  distance 
A d  =  4.5  mm  apart, were  below  the  pump  beam.  Thus 
the  measured  velocity  was  not  the  true  acoustic  veloc¬ 
ity  but  the  difference  between  the  acoustic  and  flow 
velocities.  Since  the  flow  velocity  profile  of  our  flame 
was  known,  the  temperature  measurements  were  cor¬ 
rected  for  the  effect  of  flow.  In  retrospect,  the  prob¬ 
lem  could  have  been  avoided  by  arranging  the  pump 
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Fig,  4.  The  temperature  profile  of  a  laminar  CjHj/Oj  flame, 

0  =  8.8, 40  mm  above  the  torch  tip.  The  error  bars  are  with¬ 
in  the  widths  of  the  points.  The  temperature  scale  is  not  ab¬ 
solute  (see  the  text). 

and  the  probe  beams  in  a  horizontal  plane.  In  fig.  4, 
the  error  bars,  representing  one  standard  deviation  of 
the  mean  of  three  runs,  are  within  the  widths  of  the 
points.  Within  the  limits  of  the  error,  there  does  not 
seem  to  be  any  appreciable  variation  in  the  tempera¬ 
ture  across  the  flame.  The  measured  temperature 
~2600  K  is  reasonable  for  a  fuel-rich  oxyacetylene 
flame  [  10] .  However,  these  measurements  should  only 
be  considered  relative,  as  noted  above. 

The  spatial  resolution  in  this  experiment  was 
~1  X  10~3  cm3.  Although  no  attempt  to  obtain  tem¬ 
poral  resolution  was  made  for  reasons  described  previ¬ 
ously,  a  temporal  resolution  of  ~5  ps  given  by  the 
transit  time  between  the  two  probe  beams  could  be 
obtained  in  a  straightforward  manner. 

Other  nonintrusive  methods  of  temperature  mea¬ 
surement  in  a  flame  rely  on  a  measurement  of  the 
Boltzmann  distribution  among  the  rotational  levels 
of  a  flame  molecule  [1 1,12].  In  order  to  get  temporal 
resolution,  however,  one  must  use  an  expensive  opti¬ 
cal  multichannel  analyzer.  Moreover,  one  must  assume 
that  a  thermal  equilibrium  exists,  which  is  not  always 
the  case  [11],  The  PAD  technique,  to  our  knowledge, 
is  the  only  nonintrusive  technique  (proposed  or  dem¬ 
onstrated)  capable  of  giving  a  direct  measurement  of 
the  kinetic  temperature  of  a  flame.  We  hope  this  work 
will  stimulate  theoretical  investigation  of  the  acoustic 


velocity  in  a  sooty  medium  so  that  absolute  measure¬ 
ments  of  the  temperature  can  be  made. 

5.  Concentration  measurements 

The  PTD  signal  amplitude  is  a  direct  measure  of  the 
absorption  by  soot  particles  in  the  region  where  probe 
and  pump  beams  overlap.  In  our  case,  the  PTD  signal 
is  superimposed  on  MALV  signal  due  to  soot  vaporiza¬ 
tion.  However,  both  the  PTD  signal  and  the  MALV  sig¬ 
nal  are  proportional  to  the  soot  concentration  (mass 
density). 
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Fig.  5.  The  toot  concentration  profiles  measured  by  PTD  in  a 
CjHj/Oj  flame,  $  *  8.S,  for  several  heights  above  the  torch 
tip.  An  extinction  of  14%  was  measured  at  40  mm  above  the 
torch  tip. 
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Fig.  S  shows  concentration  profiles  of  soot  particles 
at  several  heights  above  the  torch  tip.  The  equivalence 
ratio  <p  was  equal  to  8.5.  For  this  experiment,  the 
probe  and  pump  beams  were  overlapping  (d  *  0)  and, 
for  historical  reasons,  crossed  at  an  angle  of  7°.  The 
output  of  the  difference  amplifier  was  connected  to  a 
box-car  integrator  with  its  gate  set  on  the  PTD  signal. 
The  output  was  recorded  on  a  strip  chart  recorder  as 
the  torch  was  translated  horizontally  under  the  cross¬ 
ing  beams. 

In  general,  one  needs  to  know  both  the  number 
density  and  the  size  distribution  of  soot  particles  in  a 
flame.  This  information  can  be  obtained  if  both  the 
light  scattering  and  the  absorption  from  soot  are  mea¬ 
sured  simultaneously  [4],  While  spatial  resolution  in 
scattering  can  be  obtained  easily,  a  measurement  of 
the  absorption  is  generally  obtained  from  a  measure¬ 
ment  of  the  extinction,  which  is  a  Line-of-sight  mea¬ 
surement.  MALV  is  one  method  for  obtaining  spatial 
resolution  in  absorption  measurements  [4]  and  PTD 
offers  another  method  of  obtaining  spatial  resolution 
in  absorption  measurements.  A  combination  of  scatter¬ 
ing  and  PTD  would  yield  the  desired  number  density 
and  size  distribution  of  soot  particles  with  spatial  res¬ 
olution.  The  concentration  profile  shown  in  fig.  5  rep¬ 
resents  only  a  relative  measurement  of  soot  concentra¬ 
tion.  A  quantitative  measurement  would  require  fur¬ 
ther  theoretical  development  of  pulsed  PTD  generated 
by  the  absorption  of  laser  light  on  soot  particles,  and 
we  hope  that  this  communication  would  stimulate  this 
work. 

The  spatial  resolution  in  this  experiment,  deter¬ 
mined  by  the  overlap  volume  of  the  two  laser  beams, 
was  ~1.5  X  10-3  cm3.  When  the  signal  was  recorded 
on  the  transient  digitizer,  a  temporal  resolution  of 
~30  ps  given  by  the  width  of  the  PTD  signal  was  ob¬ 
tained.  The  temporal  resolution  was  lost,  however,  in 
fig.  5  because  we  used  a  box-car  integrator  for  conve¬ 
nience  of  recording  the  profiles. 


6.  Conclusions 

The  value  of  the  PTD  and  PAD  techniques  for  com¬ 


bustion  diagnostics  in  a  sooting  environment  has  been 
demonstrated  by  measurements  of  velocity,  tempera¬ 
ture,  and  soot  concentration  profiles.  These  tech¬ 
niques  are  nonintrusive,  have  a  high  degree  of  spatial 
and  temporal  resolution,  and  have  many  advantages 
over  other  techniques.  Moreover,  all  three  parameters 
(velocity,  temperature,  and  soot  concentration)  can 
be  measured  simultaneously.  Further  theoretical  work 
is  required  to  obtain  absolute  measurements  of  the 
temperature  and  soot  concentration. 
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ABSTRACT 

A  quantitative  investigation  of  pulsed  photothermal  and  photo¬ 
acoustic  deflection  spectroscopy  in  a  flowing  medium  has  been  per¬ 
formed  with  a  view  of  applying  these  techniques  for  absolute  measure¬ 
ments  of  minority  species  concentration,  temperature,  and  flow 
velocity  in  flames. 


INTRODUCTION 

There  is  presently  a  large  interest  in  the  research  on  combus¬ 
tion  phenomena.  In  order  to  test  the  theoretical  models  of  combus¬ 
tion,  one  needs  to  be  able  to  measure  local  temperatures,  flow  veloc¬ 
ities,  and  concentrations  of  various  combustion  products.  Hence, 
there  is  a  need  for  the  development  of  diagnostic  techniques  capable 
of  measuring  these  parameters.  In  the  last  few  years. we  have  made 
some  investigations  of  photothermal  deflection  spectroscopy  (PTDS) 
and  photoacoustic  deflection  spectroscopy  (PADS)  for  combustion  diag¬ 
nostics.  Both  of  these  techniques  are  non-perturbing  techniques 
suitable  for  in  situ  measurements  and  have  a  high  degree  of  spatial 
and  temporal  resolution. 

The  basic  idea  behind  the  PTDS  technique  is  quite  simple:  A  dye 
laser  beam  (pump  beam)  passes  through  the  region  of  interest  (flame 
in  this  case).  The  dye  laser  is  tuned  to  one  of  the  absorption  lines 
of  the  molecules  that  are  to  be  detected,  and  the  molecules  absorb 
the  optical  energy  from  the  laser  beam.  Due  to  quenching  collisions 
this  energy  appears  as  heating  of  the  dye  laser  irradiated  region, 
leading  to  changes  in  the  refractive  index  of  the  medium  in  that  re¬ 
gion.  Now  if  a  probe  laser  beam,  generally  a  He-Ne  beam,  overlaps 
the  pump  beam,  the  pro  he  beam  is  deflected  due  to  the  gradient  in  the 
refractive  index  of  the  medium  created  by  the  heating.  This  deflec¬ 
tion  can  be  easily  measured  hy  a  position  sensitive  optical  detector. 
The  deflection  of  the  probe  beam  is  proportional  to  the  number  densi¬ 
ty  of  absorbing  molecules.  If  a  pulsed  pump  laser  is  used,  the  probe 
beam  gets  deflected  shortly  after  the  instant  of  laser  firing,  as 
discussed  above,  and  gradually  returns  to  its  original  position  on 
the  time  scale  of  the  diffusion  time  of  the  heat  from  the  irradiated 
region.  Thus  the  width  of  the  signal  depends  on  the  thermal  dif¬ 
fusion  time  constant,  and  consequently  on  the  local  temperature  of 
the  flame.  In  the  presence  of  a  flow,  the  heat  pulse  produced  by  the 
absorption  of  the  dye  laser  travels  downstream  with  the  medium.  The 
transit  time  of  the  heat  pulse  between  two  positions  of  the  probe 
beam  a  distance  Ad  apart  is  measured.  The  flow  velocity  is  derived 
simply  from  v  ■  Ad/At,  where  At  is  the  measured  transit  time. 

We  have  also  investigated  the  closely  related  FADS  technique . 

The  heating  of  the  pump  beam  Irradiated  region  is  accompanied  by  an 


increase  in  pressure.  If  the  pump  beam  is  pulsed ,  a  pressure  pulse 
travels  outward  from  the  pump  beam  irradiated  region.  This  pressure 
pulse  causes  changes  in  the  refractive  index  of  the  medium  which  may 
be  detected  by  the  deflection  of  a  probe  beam  placed  a  few  mm  away 
from  the  pump  beam.  The  strength  of  the  PADS  signal  is  proportional 
to  the  concentration  of  the  absorbing  molecules.  Moreover,  acoustic 
velocity  in  the  flame  can  be  measured  by  measuring  the  arrival  time 
of  the  PADS  signal  after  the  instant  of  laser  firing,  and  from  a 
knowledge  of  the  probe-pump-beam  separation.  Since  acoustic  velocity 
depends  on  the  temperature,  this  information  directly  yields  the 
local  flame  temperature.  In  the  presence  of  a  flow,  the  acoustic 
velocity  is  modified.  Therefore  if  two  probe  beams  are  used,  one  up¬ 
stream  and  one  downstream  from  the  pump  beam,  then  both  the  flow  ve¬ 
locity  and  the  acoustic  velocity  can  be  measured  simultaneously. 

i.  in  order  to  be  able  to  apply  these  techniques  for  absolute  mea¬ 
surements  in  a  flame,  we  need  to  have  a  quantitative  understanding  of 
the  size  and  the  shape  of  the  signals  in  a  flowing  medium.  We  have 
attempted  to  gain  such  an  understanding  by  solving  the  appropriate 
equations  and  subjecting  the  theories  to  experimental  tests.  This 
paper  describes  some  of  the  theoretical  and  experimental  results. 

THEORY 

We  have  derived  an  approximate  analytical  expression  to  predict 
the  shape  and  strength  of  the  JPTDS  signals  in  a  flowing  medium.  Al¬ 
though  this  expression  is  approximate,  it  gives  excellent  agreement 
with  the  exact  numerical  results.  The  deflection  angle  is  given  by 

2aE  0n/3T) 

♦x<t)  -  — - : — 2 — 2 - r 

fimtjC  l*D*  +  v^a  +  4Dyx(t  -  tQ)J 

££a2  +  8D(.t  -  to)JJsexp(-2[x  -  v^Ct  -  to>]2/ 

£a2  +  8D(t  -  to)J) 

-£a2  +  SDtJ^exp C“2£x  -  vxtj2/£a2  +  8Dt3)J  (1) 

In  the  derivation  of  Eq .  (1 )  we  have  assumed  that  the  pump  laser  prop¬ 
agates  along  the  z-axis  and  the  probe  beam  propagates  along  the  y- 
axis.  The  flow  velocity  v  is  directed  along  the  x-axis,  and  the  de¬ 
flection  in  the  x-direc?ion  is  measured  as  a  function  of  time  t. 
The  separation  between  the  probe  and  the  pump  beams  is  x,  and  the 
(l/e^)-radius  of  the  pump  beam  is  a.  Eq  and  tQ  are  the  energy  and 
the  duration  of  the  laser  pulse,  a,  n,  p,  C  ,  T  and  D  are,  respec¬ 
tively,  the  absorption  coefficient,  refractive  index,  density,  spe¬ 
cific  heat,  temperature,  and  the  diffusion  constant  of  the  medium. 

The  photoacoustic  deflection  signal.  $>,  (t)  has  been  derived  for  a 
static  medium  since  the  typical  flow  velocities  in  a  laboratory  flame 
(vl  m/s)  do  not  appreciably  affect  the  sije  and  shape  of  the  FADS 
signal.  The  deflection  angle  is  given  by^ 


(2) 


and 

e  ■  (t2  +  a2/2v2)Js  ;  £  =*  (t  -  x/v)/e  (4) 

Here  SL  is  the  interaction  length,  v  is  the  acoustic  velocity,  p  is 
the  pressure  and  3  ia  the  coefficient  of  thermal  expansion.  F*  (5)  is 
the  derivative  of  F(£)  with  respect  to  5,  M  is  the  degenerate  hyper¬ 
geometric  function  and  T  is  the  Gamma  function. 

RESULTS 


Our  experimental  setup  is  shown  in  Fig.  1.  The  pump  beam  is 
provided  by  a  flash— lamp-pumped  dye-laser  (1  ysec  duration  pulses) 
and  the  probe  beam  is  provided  by 
a  He-Ne  laser.  PTDS  experiments 
were  performed  on  an  open  jet  of 
seeded  with  1000  ppm  N02* 

Seeding  was  required  because  N2 
does  not  have  optical  absorption 
in  the  dye- laser  spectral  range. 

PADS  experiments  were  performed  in 

a  quartz  cell  filled  with  and  Fig.  1.  Experimental  setup. 
1000  ppm  N02.  When  the  dye  laser 
is  fired,  a  transient  deflection 

of  the  probe  beam  is  produced  Fig.  2.  PTDS  signals. 
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which  is  detected  as  a  difference  signal  from  a  quadrant  detector. 
The  distance  between  the  probe  and  pump  beams,  x,  is  variable. 

Fig.  2  shows  the  (a)  theoretical  and  the  (b)  experimental  PTD 
signals  as  a  function  of  time  for  v  ■  1.96  m/s  with  x  as  a  para¬ 
meter.  Different  values  of  x  are  given  on  each  curve.  Negative  x 
represents  probe  beam  upstream  from  the  pump  beam  and  positive  x 
represents  probe  beam  downstream.  We  note  that  as  the  probe  beam  is 
moved  upstream,  the  signal  becomes  smaller  and  narrower  because  the 
heat  has  to  diffuse  against  the  gas  flow.  As  the  probe  beam  is 
moved  downstream,  the  signal  getd  stronger  at  first  and  then  ac¬ 
quires  a  shape  which  is  essentially  the  derivative  of  the  spatial 
profile  (assumed  Gaussian  here)  of  the  pump  beam.  As  x  is  increased 
further,  the  signal  becomes  smaller  and  broader  due  to  the  thermal 
diffusion  effects.  There  is  an  excellent  agreement  between  theoret¬ 
ical  prediction  and  the  experimental  results.  Note  that  the  theor¬ 
etical  results  are  absolute  with  no  adjustable  parameters.  Prelimi¬ 
nary  results  of  PADS  are  shown  in  Fig.  3.  The  agreement  between  the 
theory  and  the  experiment  is  fair,  considering  the  uncertainties  as¬ 
sociated  with  the  spatial  profile  of  our  pump  beam. 


Fig.  3.  PADS  signals,  (a)  Theoretically  predicted  signal. 

(b)  Experimental  signal. 

This  work  was  performed  in  collaboration  with  Allen  Rose,  Reeta 
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nautical  Laboratories. 
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There  is  considerable  interest1--  in  development  of  com¬ 
bustion  diagnostic  techniques  for  minority  species  concen¬ 
tration  measurements  which  ( 1)  are  nonperturbing,  (2)  have 
temporal  resolution,  and  (3)  have  spatial  resolution,  in  this 
Letter  we  report  on  the  first  application  of  photothermal  de¬ 
flection  spectroscopy'  to  combustion  diagnostics.  The 
technique  meets  all  three  of  the  above  requirements  and  has 
the  potential  of  developing  into  an  excellent  combustion  di¬ 
agnostic  tool  for  measurements  of  very  low  concentrations  of 
molecules  in  (lames.  In  particular,  we  report  on  preliminary 
experiments  in  which  we  have  detected  low  concentrations  of 
NOj  produced  in  the  combustion  of  a  monomethylamine- 
seeded  methane-air  flame. 

Several  techniques  are  presently  under  extensive  investi¬ 
gation  for  species  concentration  measurements  in  (lames. 
Coherent  anti-Stokes  Raman  scattering  (CARS)  is  a  very 
successful  technique  for  majority  species  concentration 
measurements.4  Fluorescence  techniques  have  a  high  sen¬ 
sitivity;  however,  for  these  techniques  to  lie  useful  combustion 
diagnostic  tools  one  must  either  eliminate  the  effect  of  or 
quantitatively  account  for  all  quenching  collisions.  The 
saturated  fluorescence  technique"  has  recently  received  a  lot 
of  attention.  In  this  technique  the  effect  of  quenching  colli¬ 
sions  is  practically  eliminated  by  making  the  absorption  and 
stimulated  emission  rate  much  higher  than  the  quenching  rate 
by  using  high  laser  intensities.  Following  the  work  of  Cros- 
ley,6  we  have  recently  shown7  that  the  photoacoustic  tech¬ 
nique  has  a  high  potential  of  developing  into  an  excellent 
technique  for  measurements  of  very  low  concentrations  of 
molecules  in  combustion  environments.  Parts  per  million 
sensitivity  (with  a  resolution  of  few  microseconds)  has  been 
obtained  for  N02  molecules,  and  parts  per  billion  sensitivity 
can  easily  be  achieved  for  strongly  absorbing  molecules  like 
OH.  Achievement  of  spatial  resolution,  however,  is  not  very 
easy  in  the  photoacoustic  technique,  although  these  attempts 
are  in  progress  in  our  laboratory.  Photothermal  deflection 
technique  in  many  ways  is  similar  to  the  photoacoustic  tech¬ 
nique  but  eliminates  use  of  a  microphone  for  signal  detection, 
and  both  spatial  and  temporal  resolution  may  easily  be 
achieved. 

The  photothermal  deflection  technique  has  been  pioneered 
by  Amer  and  collaborators.8  The  basic  idea  behind  the 
technique  is  quite  simple.  Two  laser  beams,  a  dye  laser  beam 
(pump  beam)  and  a  He-Ne  laser  beam  (probe  beam),  intersect 
in  the  region  where  the  molecules  of  interest  are  to  be  de¬ 
tected.  The  pump  beam  is  tuned  to  an  absorption  line  of  the 
molecules  of  interest.  Laser  energy  is  absorbed  by  the  mol- 


Fig.  1.  Pump  (dark)  and  probe  laser  beams  as  viewed  from  above 
( top  part  of  the  figure).  The  bottom  part  shows  the  cross  sections  of 
the  two  beams  in  three  vertical  planes. 


ecules,  who  lose  most  of  that  energy  by  quenching  collisions 
with  other  flame  molecules.  Most  of  this  energy  eventually 
appears  in  the  heating  of  the  flame  gases,  thereby  changing 
the  refractive  index  of  the  medium.  The  probe  beam  suffers 
a  deflection  due  to  the  refractive-index  gradient  that  is  pro¬ 
duced,  which  is  detected  by  a  position  sensitive  optical  de¬ 
tector.  The  amplitude  of  the  signal,  among  other  things,  is 
also  proportional  to  the  concentration  of  the  molecules  of 
interest.  Spatial  resolution  is  obtained  because  the  inter¬ 
section  of  the  pump  and  probe  beams  localizes  the  region 
where  the  signal  is  observed.  The  temporal  resolution  is  ob¬ 
tained  by  using  a  pulsed  laser. 

Application  of  this  technique  to  a  combustion  environment 
produces  complications  because  of  the  existence  of  the  con¬ 
centration  gradients  of  the  absorbing  molecules.  In  partic¬ 
ular,  if  the  pump  and  probe  beams  intersect,  a  deflection  of 
the  probe  beam  may  also  be  produced  by  the  refractive-index 
gradients  due  to  the  concentration  gradients  of  the  absorbing 
molecules.  In  this  case,  deflection  is  proportional  to  the 
concentration  gradients  rather  than  the  concentration  of  the 
absorbing  molecules.  In  our  experiment  the  two  beams  do 
not  intersect  but  pass  close  to  each  other  as  shown  in  Fig.  I. 
The  top  part  of  the  figure  shows  how  the  two  beams  look  when 
viewed  from  above.  The  bottom  part  shows  cross  sections  of 
the  two  beams  in  vertical  planes  at  three  different  positions. 
In  other  words,  the  two  beams  are  in  two  different  horizontal 
planes.  The  detector  is  arranged  in  such  a  way  that  it  detects 
only  the  vertical  component  of  the  deflection  of  the  probe 
beam.  Under  our  experimental  arrangement,  the  vertical 
deflection  of  the  beam  is  proportional  only  to  the  concentra¬ 
tion  of  the  absorbing  molecules  and  not  to  the  concentration 
gradients. 

Figure  2  shows  our  experimental  setup.  A  stainless  steel 
flat  (lame  burner  with  methane,  oxygen,  nitrogen,  and  70-ppm 
monomethylamine  is  used.  The  addition  of  small  amounts 
of  monomethylamine  increases  the  concentrations  of  N02  in 
the  flame  for  ease  of  detection.9  The  burner,  ~6  cm  in  di¬ 
ameter  and  operated  at  atmospheric  pressure,  produces  a  faint 
blue  pancake  shaped  and  ~1.5-mm  thick  flame.  Part  of  the 
burner  head  is  masked  by  a  stainless  steel  sheet  to  give  a 
straight  edge  to  the  flame  as  shown.  The  straight  edge  was 
not  essential  to  this  experiment  and  was  there  for  historical 
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Fig.  2.  Schematic  diagram  of  our  experimental  arrangement. 


reasons.7  The  burner  is  enclosed  inside  a  glass  chamber  with 
lour  quartz  windows  and  an  exhaust  at  the  top.  Laser  ra¬ 
diation  from  a  Chromatix  CMX-4  flashlamp  pumped  dye  laser 
is  used  to  excite  the  N02  molecules  produced  in  the  combus¬ 
tion  process.  The  laser  produces  5-10  mJ  of  laser  energy  in 
a  1-Msec  pulse.  NO2  molecules  have  a  quasi-continuum  of 
absorption  throughout  the  visible  region  which  is  peaked  in 
the  blue.10  In  the  experiments  reported  in  this  paper  we  have 
used  radiation  at  490  nm  (LD  490  dye).  A  0.5-mW  He-Ne 
beam  is  deflected  due  to  the  refractive-index  gradients  pro¬ 
duced  by  the  absorption  of  dye  laser  radiation  by  N02  mole¬ 
cules.  This  deflection  is  measured  by  a  position  sensitive 
gradient  detector.11  The  output  of  the  detector,  after  am¬ 
plification,  goes  to  a  LeCroy  WD  8256  transient  digitizer  in¬ 
terfaced  to  a  Commodore  PET  microcomputer  for  signal  av¬ 
eraging.  The  averaged  signal  is  viewed  on  the  microcomputer 
screen  and  plotted  on  a  Tektronics  plotter. 

Figure  3  shows  a  typical  photothermal  deflection  signal  due 
to  NO2  generated  in  the  flame.  The  detector  signal  is  pro¬ 
portional  to  the  deflection  of  the  probe  beam,  which  returns 
to  its  original  position  on  the  time  scale  of  the  thermal  diffu¬ 
sion  time  in  a  flame.  The  curve  in  Fig.  3  is  obtained  with  the 
pump  laser  beam  right  on  the  edge  of  the  flame  (where  the 
NO2  density  is  apparently  high),  ~2  mm  above  the  burner 
head,  and  represents  an  integration  over  4000  pulses.  We 
have  estimated  the  concentration  of  NO2  molecules  in  this 
region  by  calibrating  the  size  of  the  signal  with  known  con¬ 
centrations  NO2  in  an  atmospheric  pressure  of  N2.  To  be  able 
to  use  the  room  temperature  calibration  to  deduce  the  con¬ 
centration  of  NO2  molecules  in  a  flame,  three  assumptions 
must  be  made:  (1)  the  quenching  rate  of  NO2  molecules,  both 
for  flame  and  nonflame  conditions,  is  much  faster  than  the 
radiative  rates;  (2)  the  optical  absorption  by  NO2  at  flame 
temperatures  does  not  significantly  differ  from  that  at  room 
temperature;  and  (3)  the  relative  shift  of  the  two  beams  due 
to  beam  steering  effects  at  the  flame  interface  is  negligible. 
While  the  first  assumption  is  good, 12  the  second  and  third 
assumptions  may  not  be  strictly  valid.  The  effect  of  the  first 
two  assumptions  on  photothermal  signals  and  photoacoustic 
signals  are  similiar,  and  we  have  discussed  these  assumptions 
in  detail  in  Ref.  7  in  connection  with  the  photoacoustic  effect. 
Making  the  above  assumptions  we  find  that  the  number 
density  of  NO2  molecules  in  the  region  investigated  is  ~3  X 
1014  molecules/cm3  (—50  ppm).  In  the  above  experiment,  the 
probe  and  pump  beams  make  an  angle  of —2.6°  (near  collinear 
as  in  Fig.  2)  giving  low  spatial  resolution.  To  get  good  spatial 


Fig.  3.  Photothermal  deflection  signal  due  to  NO2  generated  in  a 
monomethylamine  seeded  methane-air  flame.  This  signal  was  ob¬ 
served  at  the  straight  edge  of  the  flame  (Fig.  2),  —2  mm  above  the 
burner  head,  with  near  collinear  laser  beams.  Laser  energy  was  8 
mj/pulse,  and  the  signal  was  averaged  over  4000  pulses. 


resolution,  the  pump  and  probe  beams  must  make  a  right 
angle  with  each  other  (crossed  beam).  We  have  determined 
that  the  sensitivity  of  the  technique  for  the  crossed  beam  case 
is  lower  by  only  a  factor  of  5  compared  with  that  for  the  col¬ 
linear  beam  case. 

Further  work  is  required  to  obtain  reliable  and  accurate 
number  densities  in  flames  using  this  technique.  Due  to  a 
low-absorption  cross  section  (5  X  10~3  cm-1  Torr-1),13  low- 
number  densities  (few  ppm),9  and  the  complexity  of  the 
spectrum10  of  N02  molecules,  quantitative  work  has  been 
difficult  in  our  experiment.  Nevertheless  we  have  successfully 
applied  the  technique  to  a  combustion  environment,  and  we 
have  determined  that  it  has  an  excellent  potential  for  devel¬ 
oping  into  a  good  combustion  diagnostic  tool.  Future  work 
in  our  laboratory  on  OH  molecule  (a  molecule  of  considerable 
interest  in  combustion)  will  yield  the  required  quantitative 
information.  Based  on  our  data  on  N02,  we  conclude  that  we 
can  obtain  sensitivities  of  a  fraction  of  a  ppm  for  OH  molecules 
with  good  spatial  resolution  (crossed  beam)  and  good  temporal 
resolution  (single  shot).  Also  local  temperature  measure¬ 
ments  in  flames  may  be  possible  by  measurement  of  thermal 
diffusion  times. 

The  assistance  of  Kevin  Tennal  on  this  experiment  is 
gratefully  acknowledged. 

This  work  was  supported  by  Air  Force  Aero  Propulsion 
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Hydroxyl  (OH)  distributions  and  temperature  profiles 
in  a  premixed  propane  flame  obtained  by 
laser  deflection  techniques 
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OH-concentration  distributions  and  temperature  profiles  have  been  measured  on  a  premixed  propane-air 
flame  by  laser  deflection  techniques.  Photothermal  deflection  spectroscopy  has  been  utilized  for  the  mea¬ 
surement  of  the  OH  radical.  Both  a  low-spatial-resolution  (near  collinear)  and  high-spatial-resolution 
(crossed-beam)  scheme  were  used  to  profile  the  premixed  llame.  An  optoacoustic  deflection  technique  was 
utilized  for  thermometry.  Both  average-temperature  profiles  and  probability  distribution  functions  were 
determined  by  this  technique.  A  comparison  with  data  obtained  by  the  CARS  technique  demonstrated  that 
no  significant  flame  perturhation  was  occurring. 


I.  Introduction 

The  availability  of  tunable  high-peak-power  laser 
sources  has  stimulated  research  in  the  area  of  combus¬ 
tion  diagnostics,  with  the  goal  being  to  understand  the 
basic  fluid  and  chemical  properties  of  combustion. 
Thermometry  and  majority  species  are  usually  detected 
by  means  of  Raman  techniques,1-  while  radical  inter¬ 
mediates  in  a  much  lower  concentration  are  often 
probed  using  laser-induced  fluorescence  (LIF).3-5 
Raman  methods,  however  (with  the  exception  of  elec¬ 
tronically  enhanced  Raman  techniques),6  7  are  insen¬ 
sitive  to  trace  species;  and  LIF  techniques  often  suffer 
from  collisional  quenching  of  the  fluorescence  in  high- 
pressure  combustion  environments.5  As  a  result  em¬ 
phasis  has  recently  been  placed  on  the  development  and 
application  of  techniques  which  are  not  only  sensitive 
to  minor  flame  species  but  also  free  from  uncertainties 
due  to  collisional  quenching.  Newly  developed  tech¬ 
niques  include  optoacoustic  spectroscopy,89  pho¬ 
toacoustic  deflection  spectroscopy  (PADS)1011  and 
photothermal  deflection  spectroscopy  (PTDS).1012-13 
These  techniques  not  only  complement  the  well-es¬ 
tablished  Raman  and  LIF  techniques  but  also  widen  the 
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applicability  of  laser  diagnostics  in  the  area  of  com¬ 
bustion  studies. 

Photothermal  deflection  spectroscopy  (PTDS),  as 
pioneered  by  Amer  and  co-workers,13  has  been  shown 
recently  to  have  excellent  potential  for  minority -species 
concentration  measurements,12  as  demonstrated  by 
observation  of  the  PTDS  signal  from  NO-;  produced  in 
a  methane-air  premixcu  flame.  It  was  further  dem¬ 
onstrated  that  the  OH  radical  could  be  observed  in  a 
premixed  methane-air  flame  by  the  PTDS  technique.10 
In  this  technique  two  laser  beams,  a  dye  laser  (pump) 
beam  and  a  He-Ne  (probe)  beam,  intersect  in  the  region 
where  the  molecules  of  interest  are  to  be  detected.  The 
pump  beam  is  tuned  to  an  absorption  line  of  the  mole¬ 
cules  of  interest,  and  the  laser  energy  absorbed  by  these 
molecules  is  lost  through  quenching  collisions  with  other 
flame  molecules,  resulting  in  the  heating  of  the  flame 
gases.  Due  to  the  spatial  profile  of  the  laser  (generally 
assumed  to  be  Gaussian)  and  thermal  diffusion  of  heat, 
a  refractive-index  gradient  is  produced.  The  probe 
beam  is  deflected  due  to  this  gradient  which  is  observed 
by  a  position-sensitive  optical  detector.  The  amplitude 
of  the  signal  is  proportional  to  the  concentration  of  the 
probed  molecules.  The  technique  has  high  sensitivi¬ 
ty,  I0. 12  which  is  appropriate  for  minority  species,  and 
displays  good  spatial  resolution  if  the  two  beams  in¬ 
tersect  at  approximate  right  angles.  Temporal  reso¬ 
lution  can  be  achieved  by  using  a  pulsed  laser.  The 
technique  is  nonperturbing,  a  typical  temperature 
change  produced  by  the  absorption  of  laser  energy  being 
of  the  order  of  1  K. 

Another  technique  which  has  been  shown  to  have 
high  potential  for  the  measurement  of  very  low  con¬ 
centrations  in  combustion  environments  is  the  opto- 
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acoustic  (photoacoustic)  technique.  Parts-per-million 
•  sensitivity  has  been  obtained  with  NO2  molecules,9  and 
higher  sensitivity  can  be  achieved  for  strongly  absorbing 
OH  molecules.14  Crosley15  recently  demonstrated  that 
OH,  NH2,  CO2,  and  H2O  could  be  monitored  by  means 
of  this  technique.  Achievement  of  spatial  resolution 
through  the  use  of  a  microphone  as  the  acoustic  detec¬ 
tor,  however,  is  difficult.  A  detection  method 
employing  laser  beam  deflection  (PADS)  has  been  used 
in  an  attempt  to  improve  the  spatial  resolution  of  this 
technique.1011  PADS  has  some  advantages  over 
PTDS,  although  its  sensitivity  is  lower.11 

One  interesting  application  of  the  optoacoustic 
technique  which  was  demonstrated  by  Tam16  involved 
determination  of  flame  temperature  by  measurement 
of  the  sound  velocity  between  two  probe  beams.  In  this 
method  an  intense  sound  pulse  was  generated  by  a 
plasma  spark  created  by  focusing  an  intense  1064-nm, 
10-nsec  Nd:YAG  laser.  Two  probe  beams  were  em¬ 
ployed  to  monitor  the  speed  of  the  sound  pulse  over  a 
distance  defined  by  the  probe-beam  separation.  Since 
the  velocity  of  sound  varies  with  the  square  root  of  the 
temperature,  the  temperature  can  be  determined  from 
the  sound  transit  time.  However,  the  spark  as  well  as 
the  blast  wave  generated  by  the  gas  breakdown  can 
greatly  disrupt  the  flow  and,  in  the  case  of  unburnt  fuel 
and  air  mixtures,  even  cause  ignition  of  the  gases.  In 
the  present  study  a  small  wire  was  employed  for  the 
target  of  the  pump  laser  for  sound  production,  which 
reduced  the  perturbation  of  the  flame  and  the  re¬ 
quirements  for  high  peak  powers.  The  sound  pulse 
produced  with  a  wire  target  is  of  sufficient  amplitude 
to  permit  thermometry  with  laser  powers  as  low  as  2 
mJ/pulse. 

Studies  with  both  the  optoacoustic  and  the  PTDS 
techniques  on  a  premixed  propane-air  flame  are  re¬ 
ported  in  this  paper.  The  PTDS  technique  was  em¬ 
ployed  to  determine  OH  distributions,  while  the  opto¬ 
acoustic  technique  was  used  to  determine  the  temper¬ 
ature  profile. 

II.  Apparatus 

The  experimental  setup  for  the  PTDS  studies  is 
shown  schematically  in  Fig.  1.  A  Quanta-Ray  model 
PDL  dye  laser  was  pumped  by  a  frequency-doubled 
Quanta-Ray  Nd:YAG  laser.  The  DCM  dye  employed 
typically  delivered  7  mJ  of  energy  in  a  pulse  length  of 
10  nsec  at  6200  A.  The  dye  laser  output  at  6200  A  was 
frequency  doubled  by  an  Inrad  autotracking  harmonic 
generator  assembly.  The  typical  UV  output  at  3100  A 
was  ~200  pJ/pulse  in  a  spectral  width  of  ~18  GHz.  The 
frequency-doubled  UV  output  was  tuned  to  one  of  the 
main  branch  transitions  of  the  OH  molecule  and  allowed 
to  pass  through  a  propane-air  flame.  Radiation  from 
a  Spectra-Physics  model  233  He-Ne  laser  intersected 
the  dye-laser  beam  inside  the  flame.  These  beams  were 
focused  in  the  flame  using  long-focal-length  lenses  (~50 
cm).  The  beam  diameter  near  the  focal  point  was  ~1 
mm.  Both  a  low-spatial-resolution  near-collinear  and 
a  high-spatial-resolution  12°  crossed-beam  configura¬ 
tion  were  used  to  profile  the  premixed  fiame.  Most  of 


Fig.  1.  Schematic  illustration  of  the  PTDS  experimental 
arrangement. 


the  dye-laser  energy  absorbed  by  the  OH  molecules 
eventually  appeared  as  heat  in  the  irradiated  region  due 
to  collisional  de-excitation.  Refractive-index  gradients 
were  produced  in  the  medium  due  to  the  spatial  profile 
of  the  pump-laser  beam,  which  causes  the  overlapped 
probe  beam  to  be  deflected.  This  deflection  was 
monitored  by  a  Silicon  Detector  Corp.  model  SD- 
380-23-21  position-sensitive  detector  having  four 
quadrants;  the  two  quadrants  oriented  in  the  direction 
of  the  deflection  were  used  in  the  present  experiment. 
The  signals  from  the  individual  quadrants  were  passed 
through  a  current-to-voltage  amplifier  and  fed  into  a 
difference  amplifier  which  was  used  to  gain  the  differ¬ 
ence  signal  The  output  of  the  difference  amplifier  was 
filtered  by  a  high-bandpass  filter  (3-dB  point  at  10  kHz) 
to  reduce  low-frequency  signal  fluctuations  due  to  the 
He-Ne  instabilities  and  the  index-of-refraction  gradi¬ 
ents  in  the  flame.  The  signal  shape  was  observed  on  a 
Tektronix  model  7904  oscilloscope  equipped  with  a 
programmable  digitizer  (model  7D20)  and  triggered  by 
the  Q -switch  pulse  from  the  Nd:  YAG  laser.  The  signal 
was  measured  by  a  PAR  model  boxcar  integrator  which 
was  also  triggered  by  the  Nd:YAG  laser.  The  boxcar 
gate  was  set  at  20  /usee  to  envelop  mest  of  the  PTDS 
signal,  and  the  output  of  the  boxcar  was  recorded  on  a 
chart  recorder. 

Before  measurements  were  made,  the  He-Ne  quies¬ 
cent  position  was  adjusted  to  give  a  zero  difference 
signal.  This  insured  that  the  maximum  deflection  was 
observed  and  aided  in  minimizing  the  high-frequency 
noise  of  the  probe  laser.  A  deflection  of  the  probe  laser 
would  result  in  an  imbalance  between  the  two  quadrants 
and  produce  a  difference  signal. 

The  arrangement  for  the  optoacoustic  experiment  is 
shown  in  Fig.  2.  The  frequency-doubled  output  from 
the  Quanta-Ray  Nd:YAG  laser  was  mildly  focused 
(50-cm  focal  length)  on  a  small  500-pm  wire.  Two 
He-Ne  lasers  were  used  for  the  probe  beams;  each  beam 
was  imaged  onto  a  separate  PIN  diode  detector.  The 
electronics  for  the  PIN  diodes  were  similar  to  those  of 
the  quadrant  detector,  except  that  no  difference-am¬ 
plifier  stage  was  employed.  The  probe  beams  were  lo¬ 
cated  2  cm  upstream  of  the  wire  sound  source  to  mini- 
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Fig.  2.  Schematic  illustration  of  the  optoacoustic  experimental 
arrangement. 


mize  flow  disturbances  within  the  probe  region.  The 
probe  beams  were  placed  2  mm  apart,  resulting  in  an 
estimated  spatial  resolution  of  0.5  mm3.  A  2-mJ 
532-nm  laser  pulse,  mildly  focused  in  ambient  air,  re¬ 
sulted  in  a  deflection  signal  of  0.2  V. 

The  burner  was  fabricated  from  stainless  steel  and 
is  ~7.6  cm  (~3  in.)  in  diameter.  A  fuel-rich  mixture  of 
propane  and  air  with  an  equivalence  ratio  of  1.48  was 
used.  The  flame  extends  ~18  cm  (~7  in.)  above  the 
burner  head.  A  chimney,  which  was  used  to  help  sta¬ 
bilize  the  flame,  greatly  limited  the  accessibility  of  the 
upper  part  of  the  flame  for  optical  measurements. 
Some  of  the  experiments  were  conducted  without  the 
chimney,  and  the  flame  in  these  conditions  was  unsta¬ 
ble.  The  burner  was  mounted  on  a  motor-driven  X •  Y 
translator  to  permit  horizontal  and  vertical  move¬ 
ments. 

III.  OH  Measurements 

A  typical  single-shot  OH  photothermal  signal  de¬ 
flection  is  shown  in  Fig.  3(a).  The  frequency-doubled 
dye  laser  was  tuned  to  the  Qi(7)  absorption  line  of  the 
v"  -  0  to  u'  -  0  band  of  the  X2ir — A22+  electronic 
transition  of  OH  at  3089.6  A.  The  pump  and  probe 
beams  were  arranged  in  the  near-collinear  configura¬ 
tion,  resulting  in  low  spatial  resolution.  At  the  instant 
of  laser  firing,  the  probe  beam  was  deflected  due  to  re¬ 
fractive-index  gradients  produced  by  the  adsorption  of 
laser  energy  by  the  OH  molecules  and  subsequent 
heating  of  the  irradiated  region  due  to  quenching  col¬ 
lisions.  The  deflection  of  the  probe  beam  gave  rise  to 
a  difference  signal  at  the  quadrant  detector.  The  probe 
beam  returned  to  its  original  position  on  the  time  scale 
of  the  thermal  diffusion.  The  deflection  of  the  probe 
due  to  absorption  of  the  OH  molecules  can  be  distin¬ 
guished  from  refractive-index  gradients  produced  by 
the  flame  (even  in  the  case  of  high  turbulence)  in  two 
ways.  First,  as  seen  in  Fig.  3,  the  frequency  of  the 
PTDS  signal  is  of  the  order  of  15-50  kHz,  while  the 
maximum  fluctuations  in  a  turbulent  flame  are  10  kHz 
(typically  1-2  kHz).  Thus,  electronic  Filtering,  as  em- 


(b) 

Fig.  3.  Typical  single-shot  photothermal  signal  from  OH  molecules 
in  propane-air  flame  with  probe  and  pump  beams  (a)  near-collinear 
and  (b)  12°  crossed.  Pump  laser  tuned  to  Q ,(7)  of  OH  at  3089.6  A. 


ployed,  can  remove  turbulence-induced  refractive  in¬ 
dices.  Second,  the  PTDS  signal  occurs  immediately 
after  the  laser  pulse,  thus  allowing  for  a  narrow  window 
to  minimize  laser  and  detector  noise. 

By  routing  the  amplified  and  Filtered  difference 
output  of  the  quadrant  detector  into  a  boxcar  integrator, 
the  relative  signal  strength  of  the  photothermal  de¬ 
flection  could  be  recorded  and  plotted  on  a  strip-chart 
recorder  as  the  flame  was  traversed.  This  allowed  the 
OH  profiles  shown  in  Fig.  4  to  be  measured.  The  boxcar 
integrator  gate  was  set  at  20  fisec  with  a  1-msec  inte¬ 
gration  time  constant.  The  zero  of  the  abscissa  of  Fig. 
4  corresponds  approximately  to  the  center  of  the  flame. 
These  measurements  were  repeated  at  different  heights 
above  the  burner  head,  as  indicated  in  the  diagram. 
Since  the  beam  configuration  was  not  changed  and  only 
the  flame  was  moved  through  the  beams,  the  photo¬ 
thermal  signal  strength  was  directly  proportional  to  the 
OH  density  (neglecting  any  corrections  for  the  tem¬ 
perature  nonuniformity  across  the  flame).  Note  that 
the  OH  density  is  highest  near  the  edges  of  the  flame. 
The  asymmetric  OH  density  was  reproducible  and 
consistent  from  run  to  run  and  believed  to  be  charac¬ 
teristic  of  the  burner  employed.  Due  to  the  presence 
of  the  chimney,  measurements  at  heights  >35  mm  above 
the  burner  head  could  not  be  made.  The  observed 
profiles  are  quite  similar  to  OH  profiles  obtained  by 
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Fig.  1.  OH  concentration  profiles  in  propane-air  flame  at  various 
heights  above  burner  head.  Probe  and  pump  beams  were  near-col- 
linear,  giving  low  spatial  resolution.  Zero  of  abscissa  represents  center 
of  burner. 
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Fig.  5.  Results  similar  to  those  of  Fig.  4,  with  the  flame  being  oper¬ 
ated  without  a  chimney.  In  these  conditions,  the  ilame  was  flickering 
at  the  rate  of  a  few  hertz;  small  oscillations  in  the  figure  represent  the 
effect  of  flicker  on  OH  density.  OH  peaks  are  reversed  compared  with 
those  in  Fig.  4,  since  the  direction  of  the  flame  scan  was  reversed. 


Alden  et  al. 17  and  Dyer  and  Crosley18  on  premixed  hy¬ 
drocarbon-air  flames. 

To  facilitate  measurements  at  heights  >35  mm  above 
the  burner  head,  the  stabilizing  chimney  was  removed 
and  the  flame  flickered  at  the  rate  of  a  few  hertz.  Fig¬ 
ure  5  shows  the  OH  profiles  at  various  heights  above  the 
burner  in  the  nonsteady  flame.  The  OH  concentration 
at  the  edges  appears  to  be  reversed;  however,  it  was  the 
direction  of  scan  which  was  reversed.  The  periodic 
oscillations  in  the  signal  are  believed  to  be  due  solely  to 
flicker  of  the  flame  and  do  not  represent  laser  pertur¬ 
bations  or  detector  noise.  If  laser  perturbations  were 
indeed  occurring,  they  would  also  havf  en  displayed 
in  Fig.  4.  The  likelihood  of  laser  perU  itions  of  this 
flame  is  small  due  to  the  low  powers  used  for  the  mea¬ 
surements  and  the  large  size  of  the  burner.  Small  jets, 
however,  are  very  sensitive  to  acoustic  perturbations, 
and  care  must  be  taken  with  these  systems  when  mea¬ 
surements  are  made  close  to  the  jet  nozzle. 19  The  flame 
flicker  in  our  experiment  can  be  avoided  by  using  a 
transparent  quartz  chimney. 

While  the  measurements  made  with  the  coltinear 
arrangement  displayed  strong  signals,  indicating  good 
detectivities  of  OH  in  the  flame,  the  spatial  resolution 
of  the  measurements  greatly  limits  the  usefulness  of  the 
data — especially  in  the  area  of  combustion-model 


evaluation  where  high  spatial  resolution  is  required  and 
a  cross-beam  configuration  must  be  employed.  To 
demonstrate  that  the  signal- to- noie  ratio  was  suffi¬ 
ciently  large — even  with  a  small  overlap  between  the 
pump  and  probe  beams — a  crossing  angle  of  12°  was 
chosen  as  a  test  case.  In  the  near-collinear  configura¬ 
tion  case,  the  interaction  zone  over  which  the  mea¬ 
surement  was  made  consisted  of  a  substantial  part  of 
the  8-cm  flame  width.  With  a  12°  crossed-beam  con¬ 
figuration,  the  interaction  length  is  ~3  mm  (3  mm3  vol). 
The  observed  signal  drop  shown  in  Fig.  3(b)  on  changing 
from  the  near-collinear  to  the  12°  crossed-beam  con¬ 
figuration  was  a  factor  of  4. 

The  spatially  resolved  OH  distribution  in  the  pre¬ 
mixed  flame,  as  measured  by  the  crossed-beam  tech¬ 
nique,  is  shown  in  Figs.  6  and  7.  In  Fig.  6  the  chimney 
was  replaced  on  the  burner  to  permit  a  relatively  stable 
flame  to  be  profiled.  Several  points  should  be  noted  in 
Fig.  6  relative  to  the  low-resolution  profile  shown  in  Fig. 
4.  The  two  peaks  in  OH  concentration  near  the  edge 
of  the  burner  are  much  sharper  in  the  crossed-beam  case 
than  in  the  collinear  case,  while  the  central  regions  of 
the  flame,  <35  mm  high,  show  a  much  lower  OH  num¬ 
ber  density.  This  is  due  to  the  large  interaction  region 
in  the  low-resolution  case  which  acts  to  smear  and 
broaden  the  observed  profiles. 


3876 


APPLIED  OPTICS  /  Vol.  23.  No  21  /  1  November  1984 


BURNER  POSmON  (CM) - - 

Fig.  6.  OH  density  profile  of  flame  with  higher  spatial  resolution  (3 
mm1).  Note  that  OH  density  is  lower  in  the  center  of  the  flame  and 
OH  density  peaks  at  the  edges  are  sharper  than  low-resolution  data 
indicate. 


Figure  7  shows  the  effect  of  the  flame  flicker  when  the 
chimney  is  removed.  Note  that  the  OH  profile  breaks 
up  into  four  peaks  at  about  the  midpoint  of  the  flame. 
This  is  most  evident  in  the  65-85-mm  range  in  Fig.  7. 
The  four  peaks  are  believed  to  be  an  artifact  of  the 
synchronization  of  the  low-frequency  flame  flicker  with 
the  10-Hz  data  acquisition.  As  one  moves  higher  up  the 
flame,  the  four  peaks  collapse  into  one.  Most  of  the 
low-frequency  noise  at  heights  above  25  mm  in  Fig.  7  is 
caused  by  flame  instability.  This  breakup  of  the  OH 
distribution  was  not  observed  in  Fig.  5  due  to  the  spatial 
averaging  that  was  occurring  with  the  small-angle  beam 
overlap. 

To  put  the  OH  concentration  measurements  on  an 
absolute  scale,  the  absolute  OH  density  was  determined 
at  one  place  in  the  flame  by  absorption  measurements. 
The  laser  was  tuned  to  the  Qi(7)  line  of  OH  molecules 
at  3089.6  A,  and  absorption  of  the  laser  energy  was 
measured  by  a  Scientec  power  meter.  The  absorption 
was  measured  to  be  8.6%  at  a  height  of  5  mm  above  the 
burner  head  which  corresponds  to  an  OH  density  of  ~5 
x  1014  molecules/cm3  at  the  edge  of  the  flame.  The 
flame  in  the  present  study  was  used  in  fuel-rich  condi¬ 
tions  (equivalence  ratio  =  1.48). 

In  Fig.  8  the  photothermal  deflection  spectrum  of  OH 
molecules  is  shown.  The  PTDS  signal  was  recorded 
using  a  boxcar  averager,  as  above,  at  a  fixed  point  in  the 
flame  while  scanning  the  frequency  of  the  dye-laser 
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Fig.  7.  Data  similar  to  that  of  Fig.  6  with  chimney  removed.  The 
flame,  in  this  case,  was  flickering  and  wandered  near  the  top. 


beam.  The  autotracker  rotated  the  second  harmonic 
crystal  for  optimum  UV  output  as  the  dye-laser  fre¬ 
quency  was  scanned,  giving  a  smooth  UV  output  as  a 
function  of  frequency.  The  features  in  Fig.  8  can  be 
identified  with  known  transitions  in  the  OH  spectrum. 
These  results  demonstrate  that  PTDS  can  be  used  as 
a  sensitive  spectroscopic  technique  for  atomic  and 
molecular  species. 
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Fig.  8.  Absorption  spectrum  of  OH  molecules.  Photothermal  signal 
strength  was  plotted  as  the  pump  laser  frequency  was  scanned. 


IV.  Thermometry 

As  mentioned  previously,  the  velocity  of  an  acoustic 
wave  which  is  propagating  through  a  flame  is  dependent 
on  the  temperature  of  the  flame.  The  relationship 
between  the  temperature  and  the  acoustic-wave- 
propagation  velocity  is  given  by 


Vim 

R 

+  Cl(T) 


(1) 


where  m  is  the  average  molecular  weight  of  the  gases  in 
the  flame,  R  is  the  universal  gas  constant,  V0  is  the 
sound  velocity,  and  CU(T)  is  the  temperature-depen¬ 
dent  average  molar  specific  heat  at  constant  volume  in 
the  flame. 

The  solution  of  Eq.  (1)  for  temperature  T  requires 
that  m  and  CU{T)  be  known.  In  a  premixed  propane- 
air  flame  in  the  experimental  conditions  of  the  present 
study,  the  main  gaseous  component  is  N2,  with  the  other 
major  components  being  C02  and  H20.  An  adiabatic 
flame  code20  can  be  used  to  yield  the  gaseous  composi¬ 
tion  of  the  flame  as  a  function  of  temperature  from 
which  m  and  CV(T)  can  be  calculated  and  used  to  ex¬ 
tract  a  temperature  from  a  sound-velocity  measure¬ 
ment.  In  the  most  accurate  case,  this  is  the  approach 
of  choice.  However,  to  a  first  approximation  the  com¬ 
position  can  be  assumed  to  be  constant  with  tempera¬ 
ture;  and  by  simply  ratioing  the  velocity  measured  by 
ambient  conditions  to  that  in  the  flame,  a  temperature 
can  be  determined, 


IL 

Ttt 


(2) 


If  the  gas  velocity  is  small  compared  to  the  speed  of 
sound,  Eq.  (2)  can  be  simply  written  as 


where  A t„  and  At/  are  the  measured  times  required  for 
the  acoustic  pulse  to  travel  between  the  two  probe 


beams  with  and  without  the  flame.  Equation  (3)  is 
found  to  give  only  a  small  underestimate  of  the  correct 
T  value  (in  the  present  flame  conditions)  compared  with 
Eq.  (1)  which  uses  the  appropriate  m  and  CV(T)  values 
as  well  as  takes  into  account  the  gas  velocities  of  the 
flame.  In  general,  this  will  not  be  the  case  in  a  turbulent 
diffusion  flame  where  m  can  vary  greatly,  and  thus,  Eq. 
(1)  must  be  employed. 

The  basic  experiment  is  to  measure  the  velocity  of  an 
acoustic  pulse  as  it  travels  through  the  flame.  A  small 
wire  which  was  pulsed  with  a  low-power,  <2  mJ/pulse, 
mildly  focused  frequency-doubled  Nd:YAG  laser  was 
used  as  the  acoustic  source  (see  Fig.  2).  Absorption  of 
the  pump  beam  by  the  wire  produces  a  localized  heating 
of  the  wire  which  acts  to  heat  the  surrounding  gases, 
giving  rise  to  a  pressure  increase.  This  acoustic  pulse 
travels  outward,  causing  a  change  in  the  refractive  index 
of  the  medium.  The  arrival  of  the  acoustic  pulse  at  a 
beam  was  measured  by  an  observation  of  the  deflection 
of  that  beam.  Two  probe  beams  separated  by  2  mm 
were  used  to  monitor  the  sound  velocity.  The  probe 
beams  were  arranged  upstream  of  the  wire  in  order  that 
no  significant  perturbation  of  the  flame  would  be  pro¬ 
duced  by  the  wire  at  the  position  of  the  probe  beams. 

The  photoacoustic  deflection  signals  in  the  absence 
and  presence  of  the  flame  are  shown  in  Fig.  9.  Note  the 
drop  in  amplitude  of  the  acoustic  signal  with  tempera¬ 
ture.  This  effect  is  due  to  the  lower  number  density  at 
the  elevated  temperature.  The  width  of  the  acoustic 
deflection  is  primarily  determined  by  the  transit  time 
of  the  sound  pulse  across  the  He-Ne  probe  beam.  The 
probe  beams  were  focused  to  decrease  their  size  and 
increase  the  time  resolution  (spatial  resolution)  of  the 
acoustic  measurement.  The  acoustic  deflection  signals 
were  recorded  on  a  transient  digitizer  which  allowed  the 
acoustic  transit  time  to  be  determined.  Both  single¬ 
shot  and  averaged  transit  times  were  recorded  and 
compared.  The  temperature  profiles  shown  in  Fig.  10 
were  determined  in  this  manner.  Note  that  the  tem¬ 
perature  profile  across  the  premixed  flame  was  essen¬ 
tially  constant,  with  a  slight  drop  in  temperature  at  the 
center.  As  the  flame  is  profiled  at  different  heights 
above  the  burner,  the  temperature  results  clearly  reveal 
the  narrowing  of  the  flame  along  with  a  gradual  drop  in 
temperature.  Similar  results  have  been  obtained  with 
the  CARS  technique  on  a  propane-air  premixed 
flame.21 

To  demonstrate  that  the  beam  steering  of  the  flame 
did  not  adversely  affect  the  temperature  measurements, 
the  stabilizing  chimney  was  removed  from  the  burner 
and  three  sets  of  100  single-shot  temperatures  were 
taken  above  the  flickering  flame.  The  resulting  tem¬ 
perature  probability  distribution  functions  (pdfs)  are 
shown  in  Fig.  11.  Low  in  the  flame  (4  cm  above  burner 
surface),  a  single-mode  pdf  is  observed  with  an  average 
temperature  of  1831  K  ±  67  K.  At  a  position  7  cm 
above  the  burner,  the  pdf  begins  to  show  signs  of  a  bi- 
modal  distribution.  The  average  temperature  has 
dropped  to  1525  K.  At  the  11 -cm  position,  a  distinctive 
bimodal  distribution  is  observed  with  an  average  tem¬ 
perature  of  1 196  K.  The  index-of-refraction  gradients 
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Fig.  9.  Optoacoustic  deflection  signals  (a)  in  room  air  and  (b)  in  a 
propane-air  flame. 
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Fig.  11.  Probability  distribution  functions  obtained  at  flame  loca¬ 
tions  (a)  4  cm,  (b)  7  cm,  and  (c)  11  cm  above  the  burner  surface. 
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Fig.  10.  Average-temperature  profiles  taken  in  a  propane-air  flame 
by  the  optoacoustic  technique. 


in  the  upper  part  of  the  flame  are  severe  due  to  the  large 
temperature  variation  which  occurs  there.  However, 
electronic  filtering  of  the  signal  which  blocked  the 
low-frequency  fiuctations  below  10  kHz  and  passed  the 
higher  frequencies  associated  with  the  acoustic  signal 
(500  kHz)  allowed  the  acoustic  signals  to  be  measured 
without  interference  from  the  flame  turbulence.  The 
observed  pdfs  in  this  flame  are  very  similar  to  reported 
results  on  a  turbulent  flame  obtained  by  the  CARS 
technique.22-23 

This  method  of  temperature  measurement  was 
compared  with  CARS,  which  is  an  established  technique 
for  temperature  measurements.  The  optoacoustic 
technique  indicated  a  temperature  of  1950  K,  at  a  po¬ 
sition  5  mm  above  the  burner  surface,  while  the  CARS 
technique  indicated  1970  K.  Both  methods  yielded 
consistent  results,  proving  the  reliability  of  this  tech¬ 
nique.  Also,  for  the  stoichiometry  of  the  flame,  both 
methods  yielded  results  in  agreement  with  theoretical 
predictions20  (equivalence  ratio  =  1.48,  T  =  1968  K), 
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proving  that  the  presence  of  the  thin  wire  caused  no 
significant  perturbation  of  the  flame  at  the  site  of 
measurement  (region  between  the  two  probe  beams). 

This  technique  of  temperature  measurement  is 
closely  related  to  photoacoustic  deflection  spectroscopy 
(PADS)11  and  to  optoacoustic  laser  deflection  (OLD).16 
In  PADS  the  acoustic  signal  is  generated  by  the  ab¬ 
sorption  of  the  pump-laser  energy  by  the  flame  mole¬ 
cules  themselves  (the  pump  laser  being  tuned  to  a 
transition  of  the  molecules).  The  PADS  technique  was 
not  utilized  as  the  sound  source  in  these  experiments 
due  to  the  limited  distribution  of  the  OH  molecules. 
However,  with  a  more  uniformly  distributed  absorbing 
species,  the  PADS  technique  could  be  employed.  The 
OLD  technique  was  not  employed  because  of  the  per¬ 
turbation  to  the  flame  caused  by  optical  breakdown,  as 
discussed  earlier. 

V.  Conclusions 

It  has  been  demonstrated  that  PTDS  can  be  used  to 
measure  concentration  profiles  of  a  minority  combus¬ 
tion  species.  In  particular,  OH  concentration  profiles 
have  been  measured  in  a  propane-air  flame.  The 
technique  is  nonperturbing  and  possesses  both  spatial 
and  temporal  resolution.  The  temporal  capabilities  of 
this  technique  have  not  been  exploited  in  this  particular 
experiment.  However,  an  examination  of  Fig.  3  shows 
that  complete  concentration  information  at  a  point  in 
the  flame  can  be  obtained  in  ~40  nsec.  Therefore,  data 
can  be  acquired  at  a  10-kHz  rate  if  a  suitable  laser  is 
available.  Local  temperatures  of  the  flame  can  be  de¬ 
duced  from  a  measure  of  the  thermal  diffusion  times. 
PTDS  was  not  used  for  this  purpose  in  the  present  study 
because  of  the  lack  of  a  quantitative  theoretical  model. 
By  using  several  probe  beams  at  right  angles  to  the 
pump  beam  along  the  length  of  the  pump  beam,  one 
can,  in  principle,  measure  concentration  and  tempera¬ 
ture  simultaneously  at  several  points  along  a  line  in  the 
flame.  Moreover,  a  theoretical  model  of  the  PTDS  is 
being  developed  which  will  permit  absolute  temperature 
and  concentration  measurements  of  OH  without  the 
need  for  calibration  by  absorption  measurements. 

It  has  also  been  demonstrated  that  the  optoacoustic 
deflection  technique  can  be  employed  for  thermometry, 
in  both  a  laminar  and  a  turbulent  flame  environment. 
The  advantages  of  acoustic  deflection  thermometry  over 
other  thermometry  techniques  are  that  it  is  relatively 
simple  to  implement,  it  does  not  require  the  high- 
peak-power  pulsed  laser  necessary  for  nonlinear  Raman 
techniques,  and  it  potentially  can  be  extended  to  the 
analysis  of  high-frequency  temperature  fluctuations  if 
a  suitable  laser  is  utilized  for  the  sound  production. 
However,  because  of  the  dependence  of  the  sound  ve¬ 
locity  on  m,  a  knowledge  of  the  flame  composition- 
especially  in  the  case  of  a  turbulent-diffusion  flame — is 
necessary.  It  is  in  the  high-frequency-thermometry 
area  that  the  acoustic  deflection  technique  will  be  ex¬ 
tended  in  the  near  future. 
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A  new  method  for  a  measurement  of  flow  velocities  in  flames  using  the  photothermal  deflection  technique  is 
demonstrated.  The  technique  has  been  applied  to  measure  the  velocity  profile  of  a  laminar  H2/O2  flame.  The 
method  is  nonintrusive  and  has  a  high  degree  of  spatial  and  temporal  resolution. 


There  is  extensive  interest  in  the  development  of  non¬ 
intrusive  techniques  for  a  measurement  of  flow  veloci¬ 
ties  in  flames  and  other  combustion  media.  These 
techniques  should  be  capable  of  giving  a  high  degree  of 
spatial  and  temporal  resolution.  Many  techniques 
have  recently  been  developed  to  measure  flows,  al¬ 
though  few  have  been  applied  to  combustion.  Miller 
and  Hanson1  and  Cheng  et  al.2  have  made  use  of  the 
Doppler  shift  in  laser-induced  fluorescence  to  obtain 
flow-field  measurements  in  gas  flows  seeded  with  I2 
and  Na,  respectively.  Gustafson  et  al.3  and  Moos- 
muller  et  al  *  have  demonstrated  the  use  of  Raman 
techniques  in  supersonic  flows  for  velocity  measure¬ 
ments.  Schenck  et  al.3  have  measured  flow  velocities 
in  an  analytical  flame  seeded  with  Na  using  laser- 
enhanced  ionization  (LEI).  An  important  class  of 
techniques  is  based  on  seeding  the  medium  with  parti¬ 
cles,  the  most  widely  used  of  these  being  laser  Doppler 
velocimetry  (LDV).6  However,  to  our  knowledge, 
only  the  applications  of  LDV  and  LEI  to  flames  have 
been  demonstrated.  In  this  Letter,  we  demonstrate 
the  application  of  a  new  method  based  on  the  photo¬ 
thermal  deflection  (PTD)  technique  for  flow- velocity 
measurements  in  a  flame.  The  flow-velocity  profile  of 
a  laminar  H2/O2  flame  has  been  obtained.  This  meth¬ 
od  is  nonintrusive  and  has  excellent  spatial  and  tem¬ 
poral  resolution.  This  technique  has  some  important 
advantages  over  other  (proposed  or  demonstrated) 
techniques,  and  in  one  aspect  it  is  complementary  to 
other  techniques.  Undoubtedly,  this  technique  will 
also  find  use  in  many  other  areas,  e.g.,  fluid  mechanics 
and  aerodynamics. 

In  this  technique  a  dye  laser  is  tuned  to  an  absorp¬ 
tion  line  of  a  species  of  the  medium.  In  this  case  the 
two  media  used  were  a  N2  jet  seeded  with  NO2  and  a 
H2/O2  flame.  The  absorbing  species  were  NO2  in  the 
jet  and  an  OH  radical  in  the  flame.  The  absorbed 
optical  energy  is  quickly  transferred  into  translational 
modes  of  the  flame  gases  because  of  quenching  colli¬ 
sions.  That  is,  the  dye-laser-irradiated  region  gets 
slightly  heated,  and  a  pulse  of  heat  is  produced  if  a 
pulsed  dye  laser  is  used.  The  heat  pulse  is  accompa¬ 
nied  by  changes  in  the  refractive  index  of  the  medium, 
which  can  be  detected  by  deflection  of  a  probe  (usually 


a  He-Ne  laser)  beam.  The  arrival  time  of  the  heat 
pulse  is  measured  downstream  at  two  points  a  known 
distance  apart.  A  measurement  of  the  transit  time 
between  the  two  positions  of  the  probe  beam  yields  the 
flow  velocity  of  the  medium. 

Sell7  has  demonstrated  the  use  of  the  PTD  tech¬ 
nique  for  flow-velocity  measurements  in  an  ethylene 
jet.  In  his  method,  however,  the  flow  velocity  is  de¬ 
rived  from  a  measurement  of  the  amplitude  of  the 
PTD  signal.  Therefore,  his  method  can  easily  be  ap¬ 
plied  only  to  media  that  have  uniform  and  constant 
concentrations  of  the  absorbing  species.  This  pre¬ 
cludes  the  application  of  this  technique  to  combustion 
media,  in  which  large  spatial  and  temporal  variations 
in  species  concentrations  may  exist.  In  our  technique 
the  flow  velocity  is  derived  from  the  transit  time  of  the 
heat  pulse,  which  depends  on  the  flow  velocity  alone 
(in  the  limit  that  the  thermal  diffusion  can  be  neglect¬ 
ed,  a  condition  that  generally  prevailed  in  our  experi¬ 
ments).  While  this  work  was  in  progress  we  learned  of 
a  similar  technique  used  simultaneously  and  indepen¬ 
dently  by  Sontag  et  al.s  for  a  measurement  of  flow 
velocity  in  an  aerosol  stream.  This  Letter,  however, 
represents  the  first  reported  demonstration  of  the  ap¬ 
plicability  to,  and  measurements  in,  a  flame. 

The  technique  demonstrated  here  has  several  im¬ 
portant  advantages  over  other  techniques  mentioned 
in  the  first  paragraph.  All  the  other  techniques,  with 
the  exception  of  Raman  techniques,  rely  on  seeding 
the  medium,  either  by  a  fluorescing  species  or  by  parti¬ 
cles.  Seeding  may  not  always  be  possible  in  a  practi¬ 
cal  combustion  device,  and  there  is  a  question  whether 
the  seeding  alters  the  combustion  parameters.  More¬ 
over,  it  is  well  known  that  particles  sometimes  lag 
behind  the  gas  flow.  Raman  techniques  require  ex¬ 
pensive  instrumentation,  and  difficult  phase-match¬ 
ing  conditions  must  be  met.  All  these  techniques, 
with  the  exception  of  LEI,  depend  on  Doppler  shift, 
which  makes  their  use  at  slow  velocities  difficult. 
PTD  in  this  sense  is  complementary  to  the  Doppler 
techniques,  as  it  can  measure  slow  velocities  accurate¬ 
ly,  the  ultimate  lower  limit  being  imposed  by  thermal- 
diffusion  effects.9  Again,  the  use  of  most  of  the  above 
techniques  in  a  combustion  environment  still  remains 
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to  be  demonstrated.  Finally,  the  PTD  technique  has 
an  additional  advantage  in  that  species  concentration 
can  be  measured  from  the  size  of  the  signal  and  local 
temperature  can  be  deduced  from  the  diffusion  con¬ 
stant.10  Thus  this  technique  has  the  potential  of 
yielding  species  concentration,  temperature,  and  the 
flow  velocity  simultaneously. 

The  experiment  is  shown  schematically  in  Fig.  1.  A 
laminar  H2/O2  flame  produced  by  a  glassblowing  torch 
was  used  for  convenience.  The  OH  radical  produced 
in  the  combustion  was  excited  by  frequency-doubled 
radiation  from  a  Chromatix  CMX-4  flash-lamp- 
pumped  dye  laser.  The  laser  was  tuned  to  the  Q2O) 
line  of  OH  at  309.2  nm,  and  it  typically  gave  ~130  m J  of 
energy  in  a  ~5.5-cm-1  bandwidth  and  a  ~l-Msec-dura- 
tion  pulse.  A  0.8-mW  He-Ne  laser  provided  the 
probe  beam.  The  probe  beam  could  be  translated  up 
or  down  to  record  the  arrival  time  of  the  photothermal 
pulse  at  different  heights  above  the  pump  beam.  De¬ 
flection  of  the  probe  beam  was  monitored  by  a  quad¬ 
rant  detector.  The  difference  signal  from  two  quad¬ 
rants  was  amplified  and  fed  to  a  LeCroy  WD8256 
transient  digitizer.  The  digitized  signal  was  trans¬ 
ferred  to  a  Commodore  PET  microcomputer  for  signal 
averaging,  if  necessary,  and  for  data  storage. 

In  order  to  check  the  reliability  of  results  given  by 
this  technique,  it  was  first  applied  to  a  gas  jet  where 
the  flow  velocity  and  its  profile  were  well  known.  For 
this  experiment,  the  torch  was  replaced  by  a  4.6-mm 
inside-diameter  X  25-cm-long  tube  through  which  N2 
seeded  with  500  parts  in  10°  of  NO2  passed.  Seeding 
was  necessary  because  N2  does  not  have  optical  ab¬ 
sorption  in  the  dye-laser  range.  The  dye  laser  was 
tuned  to  490  nm,  where  N02  has  high  absorption. 
The  insert  in  Fig.  2  shows  PTD  signals  for  three  posi¬ 
tions  of  the  probe  beam.  The  flow  velocity  was  de¬ 
rived  from  the  travel  time  of  these  signals.  The  signal 
shape  can  be  understood  easily,  and  it  is  simply  the 
derivative  of  the  spatial  profile  of  the  laser  beam.9 

Data  similar  to  those  shown  in  the  insert  were  taken 
across  the  jet  to  determine  the  velocity  profile  shown 
in  Fig  2.  The  X  component  of  the  velocity  is  plotted 
against  the  Y  position  in  the  jet.  The  data  were  taken 
4  mm  downstream  from  the  nozzle.  The  experimental 
data  were  least-squares  fitted  to  a  theoretical  curve,11 
u(r)  =  o0(l  ~  rl/R'1),  where  v0  is  the  velocity  at  the 


Fig.  1.  Schematic  illustration  of  the  experimental  arrange¬ 
ment.  The  pump  and  probe  beams  made  an  angle  of  54°  to 
provide  good  spatial  resolution  and  were  separated  by  a 
variable  distance  d  in  the  vertical  (X)  direction. 
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Fig.  2.  Velocity  profile  of  a  jet  measured  by  the  PTD  tech¬ 
nique.  The  solid  line  is  the  theoretical  fit  to  the  experimen¬ 
tal  data  points.  The  error  bars  represent  one  standard  devi¬ 
ation  of  the  mean  of  three  runs.  The  two  data  points  near 
the  edge  of  the  jet  were  not  included  in  the  fit,  as  they  were 
affected  by  thermal  diffusion.  The  insert  shows  the  pho¬ 
tothermal  signal  for  three  positions  of  the  probe  beam. 
Each  curve  represents  an  average  of  50  shots.  Signal  aver¬ 
aging  was  not  necessary,  it  was  performed  simply  for  conve¬ 
nience  in  data  acquisition.  Curve  (a)  corresponds  to  nearly 
overlapping  probe  and  pump  beams,  and  curves  (b)  and  (c) 
represent  successive  displacements  of  the  probe  beam  by 
0.62  mm  each.  The  asymmetric  shape  of  the  top  curve  is 
caused  by  thermal-diffusion  effects.9  Only  curves  (b)  and 
(c)  were  used  in  the  analysis. 

center  of  the  jet  and  R  is  the  radius  of  the  jet.  u0  and  R 
were  treated  as  parameters,  and  the  fitted  value  of  u0  * 
4.1  m/sec  is  in  excellent  agreement  with  that  derived 
from  the  measured  flow  rate  of  the  gases  F  and  the 
area  of  the  nozzle  A.  The  measured  values  of  F  and  A 
were,  respectively,  32.9  cm-Vsec  and  0.16  cm2,  giving  u0 
=  2 FI  A  =  4.0  m/sec.  The  fitted  value  of  R  was  2.5  mm, 
slightly  larger  than  the  inside  diameter  of  the  nozzle, 
owing  to  the  expansion  of  the  jet,  as  expected.  With 
such  excellent  agreement  between  the  theoretical  and 
experimental  value  of  the  velocity  and  its  profile,  we 
have  every  confidence  in  the  measurements  made  in  a 
flame. 

A  velocity  profile,  similar  to  that  described  above, 
was  obtained  for  a  H2/O2  torch  by  generating  the  PTD 
signals  on  OH,  and  it  is  shown  in  Fig  3.  The  velocity 
profile  was  measured  40  mm  above  the  torch  tip,  which 
was  ~30  mm  above  the  inner  cone  of  the  flame.  Since 
the  diffusion  constant  increases  with  temperature,  a 
small  correction  for  diffusion  effects  was  made  to  each 
data  point  in  Fig.  3.9  Surprisingly,  the  velocity  profile 
in  this  flame  fits  a  parabola  very  well,  except  near  the 
center  of  the  flame,  as  shown  in  the  figure.  It  should 
be  pointed  out  that  there  was  considerable  turbulence 
at  the  measurement  points  near  the  center  of  the  flame 
(which  was  directly  above  the  tip  of  the  inner  cone), 
which  is  also  indicated  by  larger  error  bars  on  these 
{joints  in  Fig.  3.  The  least-squares-fitted  values  of  p0 
and  R  were  found  to  be  55.4  m/sec  and  4.2  mm,  respec¬ 
tively.  The  fitted  value  of  R  is  in  good  agreement  with 
that  obtained  by  a  visual  observation  of  the  flame. 
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Fig.  3.  Velocity  profile  of  a  laminar  H2/O2  flame,  40  mm 
above  the  tip  of  the  torch.  The  inside  diameter  of  the  tip 
was  2.5  mm,  and  it  was  operated  with  H2  and  O2  flow  rates  of 
98.6  and  49.2  cm3/sec,  respectively,  representing  an  equiva¬ 
lence  ratio  of  one.  The  experimental  data  fitted  a  parabolic 
curve  quite  well.  The  error  bars  represent  one  standard 
deviation  of  the  mean  of  three  runs. 

The  fitted  value  of  u0  is  in  good  agreement  with  a  value 
55  m/sec,  obtained  by  a  simple-minded  estimate  based 
on  the  flow  rates  of  H2  and  O2,  the  area  of  cross  section 
of  the  flame  at  the  point  of  observation,  and  the  tem¬ 
perature  of  the  flame. 

The  spatial  resolution  in  the  transverse  directions  is 
given  by  the  widths  of  the  pump  and  probe  beams  (0.4 
and  0.2  mm,  respectively)  and  the  angle  between  them 
(54°).  The  spatial  resolution  in  the  longitudinal  di¬ 
rection  is  given  by  the  distance  between  the  two  posi¬ 
tions  of  the  probe  beam  (0.3  mm).  Thus  the  three- 
dimensional  spatial  resolution  in  our  flame  experi¬ 
ment  was  about  10-4  cm3.  Much  higher  spatial 
resolution  can  easily  be  achieved  without  any  signifi¬ 
cant  change  in  the  signal-to-noise  ratio.  In  principle, 
a  high  degree  of  temporal  resolution,  given  by  the 
transit  time  of  the  heat  pulse  between  the  two  posi¬ 
tions  of  the  probe  beam,  can  be  achieved.  Since  this 
experiment  was  primarily  a  demonstration  of  the  tech¬ 
nique,  and  because  different  instrumentation  would 
have  been  required,  no  attempt  was  made  to  obtain  a 
high  degree  of  temporal  resolution.  Temporal  resolu¬ 
tion,  if  desired,  could  be  obtained  in  the  following  way: 
Instead  of  translating  one  probe  beam  up  and  down, 
two  separate  probe  beams,  a  certain  distance  apart, 
would  be  used.  Each  beam  would  have  its  own  detec¬ 
tor,  difference  amplifier,  and  transient  digitizer.  The 
outputs  of  the  transient  digitizers  would  be  fed  to  one 


computer,  which  would  determine  the  transit  time  of 
the  heat  pulse  between  the  two  probe  beams.  The 
temporal  resolution  would  be  determined  by  this  tran¬ 
sit  time,  which  in  our  flame  experiment  was  ~5  psec. 
This,  of  course,  assumes  that  a  sufficient  signal-to- 
noise  ratio  can  be  obtained  in  a  single  shot.  Suffi¬ 
ciently  strong  single-shot  photothermal  signals  from 
OH  can  routinely  be  obtained  with  commercial  dye 
lasers  in  hydrocarbon  flames.12  In  principle  one  can 
even  obtain  an  entire  velocity  profile  (similar  to  that  of 
Fig.  3)  in  a  single  shot  with  proper  (and  expensive) 
instrumentation.  By  using  cylindrical  diverging 
lenses,  the  probe  beams  can  be  expanded  along  the 
direction  of  the  pump  beam  and  deflections  can  be 
recorded  by  a  diode  array  interfaced  with  a  multichan¬ 
nel  device.  Time-resolved  studies  of  turbulent  flames 
by  this  technique  would  be  particularly  valuable. 

In  summary,  we  have  demonstrated  a  new  nonintru- 
sive  technique  for  flow-velocity  measurements  in  a 
flame.  A  high  degree  of  spatial  resolution  was 
achieved,  and  a  high  degree  of  temporal  resolution  can 
be  achieved  in  a  straightforward  manner.  The  tech¬ 
nique  should  also  find  use  in  many  other  areas. 

This  research  was  supported  by  the  U.  S.  Air  Force 
Wright  Aeronautical  Laboratories. 
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Measurements  of  very  low  gas  flow  velocities  by 
photothermal  deflection  spectroscopy 


Y.-X.  Nie,  K.  Hane,  and  R.  Gupta 


A  technique  for  measurement  of  gas  flow  velocity  using  photothermal  deflection  spectroscopy  is  described. 
This  technique  is  especially  suited  for  measurements  of  very  low  velocities.  An  extensive  investigation  of  the 
technique  has  been  carried  out.  This  all-optical  technique  is  nonintrusive  and  has  high  degrees  of  spatial  and 
temporal  resolution. 


I.  Introduction 

There  is  extensive  interest  in  the  development  of 
nonintrusive  techniques  for  measurement  of  flow  ve¬ 
locities.  In  many  applications,  these  techniques  are 
required  to  have  high  spatial  and  temporal  resolution. 
Several  nonintrusive  techniques  have  recently  been 
developed.  For  example,  Cheng  et  al.1  have  used 
Doppler  shift  in  laser-induced  fluorescence  to  obtain 
flow-field  measurements  in  a  gas  flow  seeded  with 
sodium  vapor.  Hiller  and  Hanson2  have  used  I2  seed¬ 
ing  instead.  Moosmuller  et  al.3  and  Gustafson  et  al.* 
have  demonstrated  the  use  of  Raman  techniques  for 
flow  velocity  measurements  in  supersonic  flows.  Nev¬ 
ertheless,  laser  Doppler  velocimetry5  is  the  most  wide¬ 
ly  used  technique  for  flow  measurements.  In  this 
method,  the  medium  is  seeded  with  small  particles, 
and  the  velocity  is  derived  from  the  Doppler  shift  in 
Mie  scattering.  However,  seeding  with  particles  may 
not  be  possible  in  many  applications,  making  use  of 
this  technique  impractical.  All  the  above  methods 
depend  on  Doppler  shift  measurements.  Therefore, 
their  use  for  measurements  of  low  velocities  is  very 
difficult,  if  not  impossible.  Recently,  application  of 
photothermal  deflection  spectroscopy  (PTDS)  to  flow 
velocity  measurements  has  been  demonstrated.  Flow 
velocity  measurement  techniques  based  on  PTDS  are 
free  from  the  objection  cited  above.  Sell6  has  used  the 
variation  of  the  amplitude  of  the  PTDS  signal  with  the 
flow  velocity  of  the  medium  to  measure  flow  velocity  in 
a  jet  of  ethylene.  In  a  recent  paper,7  Sell  has  used  the 
change  in  shape  of  the  PTDS  signal  to  deduce  the  flow 
velocity  in  a  jet  of  ethylene.  Weimer  and  Dovichi,8  on 
the  other  hand,  have  used  the  change  in  shape  of  the 
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thermal  lensing  signal  (thermal  lensing  is  closely  relat¬ 
ed  to  PTDS)  to  deduce  flow  velocity  in  a  liquid  flow. 
Sontag  and  Tam,9  Rose  and  Gupta,10  and  Sell7  have 
demonstrated  a  novel  method  for  flow  velocity  mea¬ 
surements  in  gas  flows  using  a  measurement  of  the 
transit  time  of  a  photothermal  pulse  between  two 
probe  beam  positions.  Zharov  and  Amer 1 1  have  used  a 
similar  method  to  measure  flow  velocity  in  liquids. 
The  use  of  the  transit  time  method  for  very  low  veloci¬ 
ties  in  gases  is  difficult,  however,  due  to  broadening  of 
the  PTDS  signal  by  thermal  diffusion.  In  this  paper, 
we  demonstrate  a  new  method  based  on  PTDS  for 
measurement  of  very  low  velocities  when  the  transit 
time  method  becomes  difficult  to  use.  In  this  method 
the  probe  and  pump  beams  are  aligned  so  that  the 
centers  of  the  two  beams  coincide  giving  a  null  PTDS 
signal  in  a  stationary  medium  (see  below).  In  the 
presence  of  a  flow,  a  nonzero  signal  is  obtained  whose 
magnitude  is  proportional  to  the  flow  velocity. 

The  basic  principle  of  the  PTDS  technique  is  simple 
and  can  be  explained  with  the  aid  of  Fig.  1.  A  pulsed 
dye  laser  beam  (hereafter  referred  to  as  the  pump 
beam)  passes  through  the  medium  of  interest,  and  it  is 
tuned  to  one  of  the  absorp*:on  lines  of  the  medium. 
The  medium  absorbs  the  optical  energy  from  the  pump 
beam,  and,  if  the  pressure  is  sufficiently  high  (i.e.,  if  the 
quenching  rates  are  sufficiently  fast),  most  of  this  en¬ 
ergy  quickly  appears  in  the  rotational-translational 
modes  of  the  medium.  In  a  medium  at  atmospheric 
pressure,  this  condition  is  easily  satisfied,  and  only  a 
negligible  fraction  of  the  energy  appears  as  fluores¬ 
cence.  The  dye-laser-irradiated  region  thus  gets 
slightly  heated,  leading  to  changes  in  the  refractive 
index  in  that  region.  If  the  density  of  the  absorbing 
molecules  is  uniform  over  the  width  of  the  dye  laser 
beam,  the  refractive  index  acquires  the  same  spatial 
profile  as  the  dye-laser  beam  (e.g.,  a  Gaussian  profile  if 
the  dye  laser  is  working  in  the  TEMoo  mode).  Now,  if 
another  laser  beam  (called  the  probe  beam)  overlaps 
the  pump  beam,  it  is  deflected  due  to  changes  in  the 
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Pig.  1.  Schematic  illustration  of  a  photothermal  deflection  experi¬ 
ment.  A  probe  beam  is  deflected  by  the  refractive-index  change 
produced  by  the  absorption  of  a  dye  laser  in  the  medium.  The  inset 
shows  the  amplitude  of  the  photothermal  deflection  signal  in  a 
stationary  medium  plotted  against  the  distance  between  the  pump 
and  probe  beams. 


refractive  index  created  by  absorption  of  the  pump 
beam.  This  deflection  is  easily  measured  by  a  position 
sensitive  optical  detector.  If  a  pulsed  dye  laser  is  used, 
as  that  considered  in  this  paper,  a  transient  deflection 
of  the  probe  beam  is  obtained.  Consider  first  the 
behavior  of  the  signal  in  a  stationary  medium.  As¬ 
sume  that  the  pump  beam  has  a  Gaussian  spatial  pro¬ 
file  and  that  the  center-to-center  distance  between  the 
pump  and  probe  beams  is  x.  If  the  magnitude  (i.e.,  the 
peak  value)  of  the  probe  deflection  in  a  stationary 
medium  <t>m  is  plotted  against  the  position  of  the  probe 
beam  with  respect  to  the  pump  beam  x,  a  curve  of  the 
type  shown  in  the  inset  in  Fig.  1  is  obtained.  This 
curve  is  approximately  proportional  to  the  x -deriva¬ 
tive  of  the  spatial  profile  of  the  pump  beam,  because 
the  deflection  of  the  probe  beam  depends  on  the  gradi¬ 
ent  of  the  refractive  index.  We  note  that  the  signal  is 
zero  at  x  *»  0,  i.e.,  when  the  centers  of  the  two  beams 
coincide.  In  the  presence  of  a  flow,  however,  the  sym¬ 
metry  with  respect  to  the  center  is  destroyed,  the  curve 
shown  in  Fig.  1  is  distorted,  and  a  nonzero  signal  atxs 
0  is  obtained.  Physically,  of  course,  this  is  because 
heat  is  blown  in  the  direction  of  the  gas  flow,  and  the 
gradient  of  the  refractive  index  at  x  »  0  is  no  longer 
zero.  The  deflection  signal  at  x  =  0  is  then  directly 
proportional  to  the  flow  velocity.  Since  the  pump  and 
the  probe  beams  overlap  in  this  method,  the  peak  of 
the  PTDS  signal  (which  is  used  to  deduce  the  flow 
velocity)  occurs  shortly  after  the  pump  laser  firing. 
Therefore,  thermal  diffusion  effects  are  not  as  impor¬ 
tant  as  in  the  transit  time  method  where  the  pump  and 
probe  beams  are,  by  necessity,  separated  by  a  finite 
distance.  This  makes  this  method  particularly  suited 
for  measurements  of  very  low  flow  velocities.  As  a 
matter  of  fact,  this  method  is  complementary  to  the 
transit-time  method  because  its  sensitivity  decreases 
or  high  velocities  where  the  transit-time  method  is 
more  suitable.  High  spatial  and  temporal  resolution 
can  be  obtained  by  this  method,  just  as  they  can  be  by 
the  transit-time  method.  For  the  pump  and  probe 
beams  crossing  at  90°  (as  in  Fig.  1),  the  spatial  resolu¬ 
tion  of  ~10-5  cm3,  defined  by  the  overlap  volume  of  the 
two  beams,  can  be  obtained  with  mild  focusing  of  the 


beams.  If  the  spatial  resolution  is  not  important  in  a 
particular  application,  the  angle  between  the  pump 
and  probe  beams  can  be  decreased,  resulting  in  a  larger 
interaction  length  and  a  correspondingly  larger  SNR. 
Temporal  resolution  is  given  by  the  duration  of  the 
PTDS  signal,  if  the  SNR  is  large  enough  to  permit 
single-shot  measurements.  This  is  generally  of  the 
order  of  a  few  milliseconds.  Single-shot  measure¬ 
ments  are  possible  in  most  applications  due  to  the  high 
sensitivity  of  the  technique.  In  principle,  the  tech¬ 
nique  can  also  be  applied  with  modulated  cw  pump 
beam,  although  temporal  resolution  is  then  lost.  In 
this  paper,  however,  we  will  only  consider  pulsed 
PTDS. 

Our  method  can  be  thought  of  as  a  variant  of  Sell’s 
technique.6  We  are,  however,  presenting  a  compre¬ 
hensive  treatment  of  the  subject  in  which  Sell’s  meth¬ 
od  becomes  one  special  case  (long  pulse  lengths  and  a 
restricted  velocity  range).  For  completeness,  a  brief 
account  of  the  relevant  theory  will  be  given  in  Sec.  II, 
the  apparatus  will  be  described  in  Sec.  Ill,  and  the 
results  and  conclusion  will  be  given  in  Sec.  IV. 


II.  Theory 

Rose  et  a/.12  have  recently  given  the  theory  of  PTDS 
in  a  flowing  medium.  We  will  not  rederive  their  re¬ 
sults  here.  However,  for  completeness,  we  will  give 
below  a  very  brief  outline  of  the  relevant  theory.  De¬ 
flection  of  a  laser  beam  propagating  in  an  inhomogen¬ 
eous  medium  is  given  by  the  equation'3 


where  s  is  the  beam  path,  r  is  the  perpendicular  dis¬ 
placement  of  the  beam,  n(xyj,t)  is  the  (inhomogen¬ 
eous)  refractive  index,  and  no  is  the  unperturbed  re¬ 
fractive  index  of  the  medium.  Vj_  designates  the 
gradient  in  a  direction  perpendicular  to  the  beam  path. 
For  our  geometry  (see  Fig.  1)  and  small  deflections,  we 
may  write  the  deflection  angle  <p(x,y,t)  as 


0(x,t) 


J_  dn_  r  dT(xj.t)  ■ 
n0  dT  ]  dx  y' 


(2) 


The  temperature  distribution  T(x,y,t )  is  given  by  the 
solution  of  the  partial  differential  equation 


-  DV*T(xy,t) 
dt 


-  o,  +  J-  (3) 

dx  pCp 

In  Eq.  (3),  the  first  term  on  the  right  represents  the 
effect  of  the  thermal  diffusion,  D  being  the  thermal 
diffusion  constant  of  the  medium.  The  second  term 
represents  the  effect  of  the  flow  with  vt  as  the  flow 
velocity  assumed  to  be  in  the  x  direction.  The  last 
term  represents  the  source  term,  p  and  Cp  are  the 
density  and  heat  capacity  of  the  medium,  respectively, 
and  Q(xy,t)  is  given  by 
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Q(x.y.t)  - 


2  «£„ 
iraJ<0 
.  0 


exp|-2(i2  +  y-)/a-j 
for  t  >  f„. 


for  0  <  f  ^  (0 


(4) 


Here  a  is  the  absorption  coefficient  of  the  medium,  and 
the  medium  is  assumed  to  be  weakly  absorbing  so  that 
linear  absorption  can  be  considered  a  good  approxima¬ 
tion.  Eo  is  the  energy  in  the  dye  laser  pulse,  to  is  the 
pulse  duration,  and  the  dye  laser  is  assumed  to  have  a 
Gaussian  spatial  profile  with  (1/e2)  radius  a.  The 
solution  of  Eq.  (3)  has  been  found  by  Rose  et  al.12  to  be 


T(x,y,t) 


2  Cl  Efy  jlQ 

pCp  Jo 


exp(-2|(x  -  rT(f  -  r))2  -t-y2|/[a2  +  8D{t  -  r)]) 

X - - - — - — - —  dr. 

(a2  +  8D(f-r)| 


(5) 


The  solution  is  valid  for  t  >  to-  Substitution  of  Eq.  (5) 
into  Eq.  (2)  gives  the  final  expression  for  the  probe 
beam  deflection, 

_  _L  8 aE0  r'o  [x  -  ux(C  -  r)] 

**’*  ’  ^dT^t^cJo  [a2  +  8D(t  -  t)1m 

X  exp|-2|i  -  ujt  -  r)]2/[a2  +  8D(t  -  r)]|dr.  (6) 


Sell6  has  numerically  solved  Eq.  (3)  by  neglecting  ther¬ 
mal  diffusion  effects  (D  *  0)  and  has  presented  the 
results  graphically.  It  is  worth  pointing  out  that  if  D  is 
set  equal  to  zero  in  Eq.  (5),  one  can  write  4>{x,t)  in 
closed  form  as 


4>(x,t) 


1  dn  2aE0 
nodT  JirtopCpCW, 


(expt-2jx  -  o,U  -  fflllVa1! 


-  exp[— 2(x  -  i»,l )*/«*!). 


(7) 


Equation  (6)  has  been  integrated  using  a  standard 
International  Mathematical  and  Statistical  Library 
(IMSL)  subroutine  which  uses  the  adaptive  Romberg 
method.  Figure  2  shows  the  prediction  of  Eq.  (6). 
The  peak  value  of  the  probe  beam  deflection  4>mW  has 
been  plotted  as  a  function  of  the  pump-probe  distance 
x  for  ot  =  0,  Or  ■  0.5  m/s,  and  oT  =  2.0  m/s.  Gas  flow  is 
along  a  positive  x,  that  is,  a  positive  value  of  x  corre¬ 
sponds  to  a  probe  beam  being  downstream  from  the 
pump  beam.  For  vx  =  0,  as  expected,  the  PTDS  signal 
is  zero  at  x  ■  0,  and  it  is  antisymmetric  about  x  =  0. 
For  larger  values  of  o„  we  find  that  the  symmetry  of 
the  curve  about  x  =  0  is  broken,  as  expected,  and  a 
nonzero  deflection  signal  is  obtained  at  x  =  0.  As  a 
matter  of  fact,  the  signal  at  x  =  0  rises  monotonically 
with  ot.  We  also  note  that  the  curve  in  Fig.  2  splits  in 
two  branches  for  or  >  0  and  x  >  0.  This  can  be 
understood  with  the  aid  of  Figs.  3  and  4.  In  Fig.  3,  the 
probe  beam  deflection  0(f)  has  been  plotted  as  a  func¬ 
tion  of  time  for  several  different  values  of  the  velocity 
o,.  Figure  3(a)  shows  the  curves  for  x  =  0  while  (b) 
shows  similar  curves  for  x  =  a/2.  For  x  =  0,  the  signal 
is  zero  at  ox  =  0  and  increases  monotonically  with  ux  as 
the  flow  blows  the  positive  gradient  of  the  heat  pulse 
past  the  probe  beam,  as  shown  in  Fig.  4(a).  Now 
consider  x  =  a/2  shown  in  Fig.  3(b).  For  ot  =  0  the 


Fig.  2.  Peak  value  of  the  probe  beam  deflection  <t>m  plotted  aa  a 
fucntion  of  the  pump-probe  distance  x  for  vx  =  0.  u,  =  0.5  m/s,  and  vt 
=  2.0  m/s.  The  pump  laser  was  assumed  to  have  a  pulse  length  of  1 
ii s  and  a  pulse  energy  equal  to  1.4  mj,  and  the  radius  of  the  pump 
beam  was  assumed  to  be  0.3  mm.  The  medium  was  assumed  to  be 
N;  at  atmospheric  pressure  with  1025-ppm  NO?  (absorption  coeffi¬ 
cient  o  “  0.39  m-1). 


(a)  X  =o 


v„=o 


TIME  ( 10O«a/dM 


Fig.  3.  Probe  beam  deflection  <*(x,t )  as  a  function  of  time  for  several 
different  values  of  the  velocity  v,:  (a)  is  for  x  =  0,  while  (b)  is  for  x  « 
a/2.  The  pump  beam  radius  a  is  assumed  to  be  0.46  mm.  The  pulse 
energy  of  the  laser  was  1.65  mj,  the  pulse  length  was  1  ms,  and  the 
medium  was  assumed  to  be  N2  with  1025-ppm  N02. 


PROBE  BEAM  PROBE  BEAM 


SPATIAL  PROFILE  OF 
THE  HEAT  PULSE 


Fig.  4.  Configuration  of  the  pump  and  the  probe  beams  for  (a)  x  =  0 
and  tb)  x  -  all. 
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probe  beam  suffers  a  deflection  shortly  after  the  dye- 
laser  tiring,  and  it  returns  to  its  original  position  on  the 
time  scale  of  the  diffusion  of  heat  out  of  the  probe 
region.  The  deflection  is  negative  because  the  probe 
beam  experiences  a  negative  gradient  of  the  heat  pulse 
as  shown  in  Fig.  4(b).  For  vx  >  0,  the  negative  gradient 
is  blown  out  of  the  probe  region  by  the  gas  flow,  and  a 
positive  gradient  is  blown  in  [see  Fig.  4(b)].  This 
results  in  a  sharper  negative  deflection  signal  followed 
by  a  positive  deflection  signal.  As  the  velocity  in¬ 
creases,  the  deflection  signals  become  narrower.  The 
positive  and  negative  branches  of  the  signal  in  Fig.  2  for 
ux  >  0  and  x  >  0  correspond  to  the  positive  and  negative 
peaks  in  Fig.  3(b),  respectively. 

Figure  5  shows  the  peak  signal  at  x  ®  0,  <pm(Q),  as  a 
function  of  vx  for  several  different  laser  pulse  lengths 
to-  For  short  laser  pulses,  4>m(0)  increases  almost  lin¬ 
early  with  vx  at  first  and  then  seems  to  reach  a  satura¬ 
tion.  Our  technique  is  most  valuable  for  low  veloci¬ 
ties,  for  example,  vx  <  1  m/s.  For  longer  pulse  lengths 
and  moderate  velocities,  even  the  qualitative  behavior 
of  these  curves  changes.  It  is  interesting  to  point  out 
that  the  qualitative  behavior  of  these  curves  remains 
the  same  even  for  x  >  0.  However,  the  slope  for  low 
velocities  is  smaller  resulting  in  a  lower  sensitivity  for 
velocity  measurements.  This  can  be  seen  easily  by  an 
examination  of  Fig.  2.  Sell6  has  carried  out  some 
experiments  in  a  very  restricted  velocity  range  ( 1  m/s  < 
vx  <  5  m/s)  using  a  0.2-ms  pulse-length  laser.  Al¬ 
though  he  has  not  specified  the  distance  between  the 
probe  and  pump  beams  in  this  experiment,  his  result 
should  still  be  in  qualitative  agreement  with  Fig.  5.  In 
the  restricted  velocity  range  that  he  has  taken  his  data, 
he  finds  that  <j>m  is  proportional  l/u,  in  agreement  with 
Fig.  5.  We  wish  to  point  out,  however,  that  the  inverse 
dependence  of  <pm  on  ux  is  not  a  general  behavior,  and  it 
is  restricted  to  a  very  small  velocity  range.  As  a  matter 
of  fact,  one  can  see  that  the  last  point  on  the  low- 
velocity  side  in  Sell’s  data  starts  to  deviate  from  l/vx 
dependence.  <pm  depends  on  vx  in  a  rather  complicated 
manner  on  the  value  of  vx  and  the  laser  pulse  length. 
Even  for  a  1-ms  laser  pulse,  <j>m  shows  a  nearly  linear 
dependence  on  vx  for  low  velocities,  and  l/vx  depen¬ 
dence  occurs  in  a  very  limited  velocity  range.  In  his 
recent  paper,7  Sell  has  extended  the  measurements  to 
lower  velocities  when  <pm  increases  with  velocity. 
However,  it  appears  that  Sell  was  not  able  to  account 
for  this  behavior  theoretically  (Fig.  15  in  Ref.  7). 

ill.  Apparatus 

Our  experiment  is  shown  schematically  in  Fig.  6. 
The  pump  beam  is  provided  by  a  Chromatix  CMX-4 
fiashlamp-p'imped  dye  laser  (1-^s  duration  pulses), 
and  the  probe  beam  is  provided  by  a  0.8-mW  He-Ne 
laser.  The  experiments  are  performed  in  an  open  jet 
of  N2  seeded  with  1025-ppm  NO2.  Seeding  was  neces¬ 
sary  because  N2  does  not  have  optical  absorption  in  the 
dye  laser  spectral  range.  The  dye  laser  was  tuned  to 
490  nm,  where  NO2  has  a  high  absorption.  A  A6-mm 
i.d.  X  25-cm  long  stainless  steel  tube  was  used  to  form  a 
laminar  flow  of  the  gases.  The  tube  was  connected  to  a 


Fig.  5.  Peak  value  of  the  probe  beam  deflection  at  x  *  0,  <pm  (0), 
plotted  as  a  function  of  u,  for  several  different  laser  pulse  lengths  to. 


Fig.  6.  Schematic  illustration  of  the  experimental  arrangement. 


flowmeter,  so  that  the  flow  velocity  measured  by 
PTDS  could  be  compared  with  the  value  given  by  the 
flowmeter.  The  tube  was  mounted  on  a  translation 
stage  which  could  be  moved  along  a  direction  perpen¬ 
dicular  to  the  pump  beam.  In  this  way  the  velocity 
profile  of  the  jet  could  be  measured.  The  pump  beam 
was  focused  by  a  20-cm  focal  length  lens  at  the  center 
of  the  jet.  The  (1/e2)  radius  of  the  pump  beam  at  the 
focal  spot  was  measured  by  the  knife-edge  method  to 
be  0.3  mm.14  The  probe  beam  was  also  focused  by  a 
15-cm  focal  length  lens  at  the  center  of  the  jet.  The  (1/ 
e2)  radius  of  probe  beam  was  0.1  mm  at  the  focal  spot. 
The  focal  spots  of  the  two  beams  were  coincident  and 
intersected  at  right  angles.  To  vary  the  probe-pump 
distance,  a  mirror  mounted  on  a  micrometer-driven 
translation  stage  was  used  to  move  the  pump  beam  up 
and  down.  Moving  the  pump  beam  instead  of  the 
probe  beam  was  purely  a  matter  of  convenience,  only 
the  relative  motion  of  the  two  beams  being  important. 
The  deflection  of  the  probe  beam  was  measured  by  a 
Bi-cell  detector  (Silicon  Detector  Corp.  model  SD  113- 
24-21)  in  conjunction  with  a  difference  amplifier.  The 
probe  beam  was  arranged  on  the  Bi-cell  detector  so  as 
to  give  a  null  signal  in  its  quiescent  position.  At  the 
instant  of  pump  laser  firing,  the  probe  beam  deflected, 
giving  a  transient  signal  at  the  difference  amplifier. 
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The  output  of  the  difference  amplifier  was  fed  to  a 
LeCroy  WD  8256  transient  digitizer  for  recording  of 
the  transient  signal.  The  transient  digitizer  was  inter¬ 
faced  to  a  Commodore  PET  microcomputer  for  signal 
averaging,  if  necesary,  and  data  storage. 

IV.  Results 

Figure  7  shows  some  of  our  experimental  data.  The 
photothermal  deflection  signals  have  been  plotted  as  a 
function  of  time  for  overlapping  pump  and  probe 
beams  (x  =  0)  and  for  various  values  of  the  flow  veloci¬ 
ty.  These  curves  are  in  excellent  agreement  with  the 
theoretical  curves  shown  in  Fig.  3(a).  In  Fig.  8  we  have 
plotted  the  peak  values  of  the  deflections  <t>m(x)  as  a 
function  of  the  probe-pump-beam  distance.  The  sol¬ 
id  curve  correponds  to  ux  =  0,  the  dashed  curve  is  for  vx 
=  0.5  m/s,  and  the  dotted  curve  was  taken  for  ux  =  2  m/ 
s.  Comparison  with  Fig.  2  shows  that  the  general 
shape  of  these  curves  agrees  very  well  with  the  theoret¬ 
ical  predictions.  For  the  vx  -  0  curve,  the  maximum 
values  of  <pm(x)  occur  at  x  =  ±a/2.  We  find  that  in  Fig. 
8  the  separation  between  the  two  peaks  is  somewhat 
larger  than  the  pump- beam  radius.  This  discrepancy 
is  due  to  the  nonzero  width  of  the  probe  beam  which 
has  the  effect  of  broadening  the  curves  in  Fig.  815  and 
due  to  the  fact  that  the  spatial  profile  of  our  pump 
beam  is  not  a  Gaussian.12  (It  has  a  significant  amount 
of  light  in  higher-order  modes.)  Comparison  of  the 
magnitudes  in  Figs.  8  and  2  shows  that  the  experimen¬ 
tal  curves  agree  with  the  theoretical  ones  within  ~25%. 
In  view  of  the  experimental  uncertainties,  this  agree¬ 
ment  is  considered  to  be  very  good.  These  uncertain¬ 
ties  include  the  uncertainty  in  the  calibration  (±5%) 
and  reading  (~±5%  on  low  ranges)  of  the  flowmeter,  a 
pump-beam  spatial  profile  which  was  not  a  Gaussian 
as  assumed  by  the  theory,  uncertainties  in  the  beam 


Fig.  7.  Photothermal  deflection  signals  plotted  as  a  function  of 
time  lor  overlapping  pump  and  probe  beam  ( x  =  0)  for  various  values 
of  the  flow  velocity.  The  pulse  energy  of  pump  laser  was  1.65  mJ. 
F.ach  curve  is  the  result  of  averaging  over  100  laser  pulses. 


DISTANCE  BETWEEN  PUMP  A  NO  PROBE  BEAMS  (mm) 

Fig.  8.  Peak  values  of  the  deflections  plotted  as  a  function  of 
the  probe-pump- beam  distance  x  for  u,  =  0.  v,  ~  0.5  m/s,  and  u,  =  2 
m/s.  The  pulse  energy  of  the  pump  laser  was  1.4  mJ.  Each  point 
represents  averaging  over  100  pulses. 


Fig.  9.  Deflection  signal  for  overlapping  beams  *m(0)  plotted  as  a 
function  of  the  flow  velocity.  Circles  are  the  experimental  data 
points,  and  the  solid  line  is  the  theoretical  curve.  The  pulse  energy 
of  pump  laser  was  0.65  mJ,  the  pulse  length  was  1  ms.  and  the  radius 
of  the  pump  beam  was  0.3  mm.  Each  point  was  averaged  over  100 
laser  pulses. 


position  measurements,  and  uncertainties  in  the  cali¬ 
bration  of  the  position  sensitive  detector.  Better 
agreement  between  the  theory  and  experiment  can  be 
obtained  by  minimizing  these  uncertainties. 

Figure  9  shows  the  deflection  signal  for  overlapping 
beams  d>m(0)  as  a  function  of  the  flow  velocity.  Circles 
are  the  experimental  data  points,  while  the  solid  line  is 
the  theoretical  curve  computed  from  the  parameters 
given  in  the  caption.  The  flow  velocity  was  derived 
from  the  flow  Tate  of  the  gases  and  the  area  of  cross 
section  of  the  jet.  It  should  be  emphasized  that  the 
solid  curve  in  Fig.  9  is  not  a  fit  to  the  data;  it  is  an 
absolute  curve  with  no  adjustable  parameters. 

We  have  also  measured  the  velocity  profile  of  our  jet 
3  mm  above  the  nozzle,  and  it  is  shown  in  Fig.  10.  Flow 
velocity,  as  measured  by  PTDS,  is  plotted  against  the 
position  of  the  jet.  Circles  are  in  the  experimental 
data  points,  while  the  solid  line  is  the  best  fit  to  a  curve 
given  bylfi 
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Fig.  10.  Velocity  profile  of  a  laminar  open  jet,  as  measured  by 
PTDS,  plotted  against  the  position  of  the  jet.  Circles  are  the  experi¬ 
mental  data  points,  and  they  are  the  result  of  averaging  over  100 
laser  pulses.  The  solid  line  is  the  best  fit. 


o(r)  -  u0(l  -  rW).  (8) 

Here  u0  is  the  velocity  at  the  center  of  the  jet,  and  R  is 
its  radius.  The  experimental  data  points  match  exact¬ 
ly  a  parabolic  velocity  profile  expected  for  a  laminar 
flow.  The  fitted  value  of  R  is  ~3.5  mm,  larger  than  the 
inside  radius  (2.3  mm)  of  the  nozzle,  due  to  expansion 
of  the  jet,  as  expected. 

In  conclusion,  we  have  shown  that  the  photothermal 
deflection  signal,  where  the  centers  of  the  pump  and 
probe  beams  exactly  coincide,  can  be  used  to  measure 
very  low  gas  flow  velocities.  In  our  experiments,  veloc¬ 
ities  as  low  as  a  few  mm/s  could  be  measured.  This 
technique  is  nonintrusive  and  has  high  degrees  of  spa¬ 
tial  and  temporal  resolution. 
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Pulsed  photothermal  deflection  spectroscopy  in  a  flowing 
medium:  a  quantitative  investigation 


A.  Rose,  Reeta  Vyas,  and  R.  Gupta 


A  comprehensive  investigation  of  pulsed  photothermal  deflection  spectroscopy  in  a  flowing  medium  has  been 
carried  out.  A  rigorous  solution  of  the  appropriate  diffusion  equation  has  been  obtained,  and  experiments 
have  been  conducted  to  verify  the  theoretical  predictions.  Absolute  measurements  of  the  photothermal 
deflection  were  made  and  no  adjustable  parameters  were  used  in  the  theory.  Very  good  agreement  between 
the  theory  and  the  experiment  was  obtained. 


I.  Introduction 

Recently  there  has  been  extensive  interest  in  the 
technique  of  photothermal  deflection  spectroscopy 
(PTDS).  Since  the  initial  work  of  Davis,1  and  of  Boc- 
cara,  Fournier,  Amer  and  co-workers,-"'1  extensive  new 
applications  have  been  developed  by  Tam  and  co- 
workers0'9  and  by  others.10  Gupta  and  co-workers 
have  demonstrated  the  usefulness  of  this  technique  for 
combustion  diagnostics.1 1-17  Motivated  by  this  appli¬ 
cation,  here  we  present  results  of  a  comprehensive  and 
quantitative  investigation  of  pulsed  PTDS  in  a  flowing 
medium. 

The  principle  of  the  PTDS  technique  is  quite  sim¬ 
ple:  A  dye  laser  beam  (pump  beam)  passes  through 
the  medium  of  interest  and  is  tuned  to  one  of  the 
absorption  lines  of  the  molecules  that  are  to  be  detect¬ 
ed.  The  molecules  absorb  optical  energy  from  the 
laser  beam  and,  if  the  pressure  is  sufficiently  high  (i.e., 
if  the  quenching  rates  are  sufficiently  fast  compared  to 
the  radiative  rates),  most  of  the  energy  quickly  appears 
in  the  rotational-translational  modes  of  the  medium. 
The  dye  laser  irradiated  region  thus  gets  slightly  heat¬ 
ed,  leading  to  changes  in  the  refractive  index  of  the 
medium  in  that  region.  If  the  density  of  the  absorbing 
molecules  is  uniform  over  the  width  of  the  dye  laser 
beam,  the  refractive  index  acquires  the  same  spatial 
profile  as  the  dye  laser  beam  (e.g.,  a  Gaussian  profile  if 
the  dye  laser  is  working  in  the  TEMoo  mode).  Now  if 
another  laser  beam  (called  the  probe  beam)  overlaps 
the  pump  beam,  it  is  deflected  due  to  the  changes  in 
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the  refractive  index  created  by  the  absorption  of  the 
pump  beam.  This  deflection  is  easily  measured  by  a 
position-sensitive  optical  detector.  If  a  pulsed  dye 
laser  is  used,  a  transient  deflection  of  the  probe  beam  is 
obtained.  The  deflection  of  the  probe  beam  is  propor¬ 
tional  to  the  concentration  of  the  absorbing  molecules. 
Therefore  the  technique  can  be  used  to  measure  major¬ 
ity  and  minority  species  concentrations.11'13  If  the 
medium  is  flowing,  the  heat  pulse  produced  by  the 
absorption  of  the  dye  laser  travels  downstream  with 
the  medium.  The  heat  pulse  is,  of  course,  accompa¬ 
nied  by  changes  in  the  refractive  index  and  can  be 
measured  by  the  deflection  of  a  suitably  placed  probe 
beam.  The  flow  velocity  of  the  medium  can  be  mea¬ 
sured  from  a  measurement  of  the  transit  time  of  the 
heat  pulse  between  two  probe  beams  downstream  from 
the  pump  beam.7151019  The  heat  pulse  broadens  due 
to  thermal  diffusion  as  it  travels  downstream.  The 
thermal  diffusion  coefficient  of  the  medium  can  be 
measured  from  the  broadening  of  the  signal  which,  in 
turn,  yields  the  local  temperature  of  the  medium.14  6 
Therefore  photothermal  deflection  spectroscopy  is  a 
valuable  optical  diagnostic  technique  for  varied  appli¬ 
cations  (combustion  diagnostics  is  just  one  of  the  ap¬ 
plications).  Quantitative  measurements  of  species 
concentrations,  temperature,  and  velocity  are  more 
difficult,  however,  than  one  might  assume  from  the 
above  discussion.  The  PTDS  signal  in  a  flowing  medi¬ 
um  depends  in  a  complicated  manner  on  all  three 
parameters  (concentration,  velocity,  and  tempera¬ 
ture).  For  example,  the  amplitude  of  the  signal  de¬ 
pends  not  only  on  the  concentration  of  the  absorbing 
species  but  also  on  the  temperature  and  the  flow  veloc¬ 
ity.  The  width  of  the  signal  depends  on  both  the 
temperature  and  the  flow  velocity.  The  measurement 
of  the  transit  time  is  affected  by  the  broadening  due  to 
thermal  diffusion.  Therefore,  a  good  theoretical  and 
experimental  understanding  of  the  size  and  shape  of 


the  PTDS  signals  in  a  flowing  medium  is  essential  for 
quantitative  measurements.  For  this  purpose  the 
heat  diffusion  equation  in  a  flowing  medium  must  be 
solved.  Although  this  equation  has  been  solved  for 
various  special  cases  (for  example,  for  a  static  medi¬ 
um,5  for  negligible  thermal  diffusion,20  for  very  short 
laser  pulses,7  and  for  1-D  diffusion,18)  a  rigorous  solu¬ 
tion,  to  our  knowledge,  is  not  available.  Moreover, 
some  of  these  solutions  have  been  obtained  by  numeri¬ 
cal  methods,  with  the  results  presented  in  graphic 
form.  In  this  paper  we  present  a  general  solution  to 
this  equation.  The  Green’s  function  method  has  been 
used  which  permits  the  solution  to  be  written  down  for 
any  type  of  pump  beam  spatial  profile  which  can  be 
expressed  analytically.  Expressions  for  PTDS  signals 
under  various  geometries  of  the  pump  and  probe 
beams  have  been  derived.  Limits  of  the  validity  of 
approximate  solutions  have  been  determined  by  com¬ 
parison  with  the  exact  solution.  Absolute  measure¬ 
ments  of  the  photothermal  deflection  have  been  made 
(in  well-defined  conditions)  and  a  comparison  with 
theory  has  been  done  with  no  adjustable  parameters. 
To  our  knowledge,  these  are  the  first  such  measure¬ 
ments  of  the  pulsed  PTDS  signals.  Several  subtle 
effects  that  influence  the  size  and  shape  of  the  signals 
have  been  found.  The  work  presented  here  represents 
the  most  comprehensive  investigation  of  the  pulsed 
photothermal  deflection  spectroscopy  in  fluids  to  date. 
The  theory  is  presented  in  Sec.  II,  the  apparatus  is 
described  in  Sec.  Ill,  the  experimental  results  are  given 
in  Sec.  IV,  and  conclusions  are  drawn  in  Sec.  V. 


MWCMLCUC 

Fig.  1.  Pump  and  probe  beam  configuration  for  (a)  transverse 
PTDS,  (b)  collinear  PTDS,  and  for  the  (c)  general  case.  The  gas 
How  is  in  the  x  direction,  the  pump  beam  propagates  along  the  z  axis, 
and  the  probe  beam  is  in  the  y-z  plane. 


where  T(r,t)  is  the  temperature  above  the  ambient.,  D 
is  the  diffusivity,  p  is  the  density,  and  Cp  is  the  specific 
heat  at  constant  pressure  of  the  medium.  The  first, 
second,  and  the  third  terms  on  the  right  in  Eq.  (1) 
represent,  respectively,  the  effects  of  thermal  diffu¬ 
sion,  flow,  and  the  heating  due  to  pump  beam  absorp¬ 
tion.  If  we  assume  that  the  medium  is  weakly  absorb¬ 
ing,  the  heat  produced  per  unit  volume  by  the 
absorption  of  the  laser  energy  is  given  by 


Q(r,t)  =  a/(r,i)  = 


— J—  exp  (— 2r2/a2) 
0 


for  0  S  t  <  t0, 
for  t  >  V 


(2) 


II.  Theory 

Let  us  assume  that  the  pump  beam  propagates 
through  the  medium  in  the  z  direction  and  the  medium 
is  flowing  with  velocity  ux  in  the  x  direction,  as  shown 
in  Fig.  1.  The  pump  beam  is  assumed  to  be  centered  at 
the  origin  of  the  coordinate  system.  We  will  consider 
three  cases:  Probe  beam  propagating  in  the  y  direc¬ 
tion  (transverse  PTDS)  as  shown  in  Fig.  1(a),  probe 
beam  propagating  in  the  z  direction  (collinear  PTDS) 
as  shown  in  Fig.  1(b),  and  the  general  case  where  the 
probe  beam  is  in  the  y-z  plane  and  makes  an  arbitrary 
angle  0  with  respect  to  the  pump  beam  as  shown  in  Fig. 
1(c).  We  wish  to  derive  an  expression  for  the  deflec¬ 
tion  angle  <t>{xy,t)  of  the  probe  beam.  Our  first  task 
(Sec.  II.A)  would  be  to  determine  the  temperature 
distribution  created  by  the  absorption  of  the  pump 
beam  and  its  evolution  under  thermal  diffusion  and 
forced  convection  (i.e.,  flow).  Deflection  of  the  probe 
beam  will  be  derived  in  Sec.  II.B,  and  explicit  cases  of 
transverse  PTDS,  collinear  PTDS,  and  the  general 
case  will  be  considered  in  Sec.  II.C.  Some  special  cases 
will  be  considered  in  Sec.  II.D,  and  an  approximate 
analytical  solution  will  be  given  in  Sec.  II.E. 


A.  Temperature  Distribution 

The  temperature  distribution  is  given  by  the  solu¬ 
tion  of  the  differential  equation 


=  DV-'TI r,f)  -  t-,  +  J_  Q(r,f), 

at  ox  pL  p 


u> 


Here  a  is  the  absorption  coefficient  of  the  medium  and 
/(r,t)  is  the  intensity  of  the  pump  laser  beam.  The 
total  energy  in  each  pulse  is  E0.  The  spatial  profile  of 
the  pump  beam  is  assumed  to  be  a  Gaussian  with  (1/e2) 
radius  a.  It  is  further  assumed  that  the  laser  pulse 
turns  on  sharply  at  t  =  0  and  turns  off  sharply  at  t  —  to. 
The  Gaussian  spatial  profile  was  chosen  because  it  is 
the  most  frequently  used  profile  and  because  it  closely 
corresponds  to  our  experimental  situation.  Solutions 
for  other  types  of  spatial  profiles  can  be  found  in  an 
analogous  manner.  The  assumption  of  a  rectangular 
temporal  profile  is  a  good  one,  if  the  rise  and  fall  times 
of  the  laser  pulse  are  very  short  compared  with  the 
thermal  diffusion  time. 

Equation  (1)  is  essentially  the  equation  of  conserva¬ 
tion  of  energy.  For  a  general  solution  to  the  problem 
one  must  also  consider  the  conservation  of  mass  and 
momentum.  It  is,  however,  not  necessary  to  consider 
the  latter  two  if  the  effect  of  the  pressure  pulse12,21 
(photoacoustic  effect)  accompanying  the  photother¬ 
mal  signal  is  ignored.  The  pressure  pulse  occurs  on  a 
much  shorter  time  scale  than  the  thermal  diffusion12,21 
and  the  energy  carried  off  by  the  pressure  pulse  is 
negligible.22  Therefore,  we  will  neglect  the  effect  of 
the  pressure  pulse  on  the  photothermal  signal  and  will 
not  consider  the  conservation  of  mass  and  momentum 
here.  All  three  equations  will  be  considered  in  a  forth¬ 
coming  article  on  photoacoustic  deflection  spectrosco¬ 
py.22 
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Equation  (1)  was  solved  in  two  dimensions,  it  being 
assumed  that  the  effect  of  thermal  diffusion  along  the  z 
axis  is  negligible.  This  implies  that  any  inhomogene¬ 
ities  in  the  medium  along  the  pump  beam  are  negligi¬ 
ble.  The  following  boundary  conditions  are  assumed 
to  hold: 

TIi.v.Ol,.,,  =0.  T'(x.y.t)  l,,„  =0. 

7'(x..v./)l,»t.  =  0.  =  0. 

Here  T  is  the  gradient  of  the  temperature.  We  will 
use  the  Green’s  function  method  for  a  solution  to  Eq. 
( 1 ) .  The  solution  is  given  by 


The  original  Green’s  function  is  now  obtained  by  tak¬ 
ing  the  inverse  Fourier  transform  u{  Eq.  ( 10): 

H,U) 

G  =  - — - -  exp(-|r  -  |f  +  r,(t  -  r)||-/4/)U  -  r)) 

p/ Ml  —  t  ) 

x  exp(— (y  -  r i)-/4l)(t  -  r)|.  (12) 

Substitution  of  Eq.  (12)  into  Eq.  (4)  leads  to  the  de¬ 
sired  temperature  distribution,  T(x,y,t),  as  a  function 
of  x,  y,  and  t: 


2rcEn  f'o  exp(-2||x  -  v  U  -  r)|'  +  vJ|/|8D«  —  r)  +  a2|) 

T(x,y,t)  = - -  — 1 - - - - - - - - - -  dr  for  t  >  t„.  (13) 

xtapLp  ]„  1 80(1  -  r)  +  a-| 


Tlx.y.t)  =  j  I  I  Q(f,u,r)0'(x/f;y/ii;t/r)df(/itdr,  (4) 

where  the  functional  form  of  Q({,i7,r)  is  given  by  Eq. 
(2),  and  the  Green’s  function  satisfies  the  differential 
equation 

-nV:G  +  »  +  —  =  -i-  Mx  -  f)Mv  -  r,)Mt  -  r).  (5) 

fix  rtt  fiCp 

with  the  following  boundary  conditions: 

G(±<»/£;y/ij;f/r)  =  0, 

G(x/{;±<”/igt/r)  =  0,  (6) 

G(x/f;y/,;0/r)  =  0. 

The  solution  of  Eq.  (5)  can  be  found  conveniently  by 
first  Fourier  transforming  Eq.  (5)  from  x,y  space  to 
o)t,a>v  space: 


(ujj  +  u >~)DGF—  iu>IutGf  + 


SGf-  ~  l 
rlt  2rpC„ 


X  exp|i(u;rf  +  u>}ri)IS(t  -  r).  (7) 


Here  Gf  is  the  Fourier  transform  of  the  Green’s  func¬ 
tion.  Equation  (7)  can  be  further  simplified  by  taking 
its  Laplace  transform  from  t  space  to  its  complemen¬ 
tary  s  space.  The  result  is 

(u>;  +  uif)DGr<  -  imrvtGF,  +  sGFL  -  -  exp|i(u>,{  +  u>vi7)| 

2irpCp 

X  exp(-sr),  (8) 

where  Gf l  is  the  Laplace  transform  of  Gy.  Equation 
(8)  is  simply  an  algebraic  equation  with  the  solution 

exp(ioj,f)  expOw.n)  exp(-sr) 

Grt  » - - - - — - - -  (9) 

2*pCp\D(w\  +  «-)  -  iw,v,  +  *1 

Gf  can  now  be  obtained  by  taking  the  inverse  Laplace 
transform  of  Eq.  (9): 

„  exp(iuj,f)  exp<iwvi»)Wr(()  ,  ,  ,, 

Gp  « - — - expt|i«,nx  -  («;  +  oj;)Dj(l  -  r)|. 

2x()C. 


Here  H,(t)  is  the  unit  step  function  (Heavyside  func¬ 
tion): 


Unfortunately,  the  analytical  solution  of  Eq.  (13)  is  not 
possible  and  the  integration  over  t  must  be  performed 
numerically.  In  Fig.  2  we  have  plotted  the  spatial 
profile  of  the  heat  pulse,  as  predicted  by  Eq.  (13),  at 
several  times  after  elapse  of  the  laser  pulse.  Distance 
has  been  plotted  in  units  of  the  (1/e2)  radius  of  the 
pump  beam.  Equation  (13)  was  integrated  using  a 
standard  subroutine  (called  DCADRE)  which  used  the 
adaptive  Romberg  method  provided  by  IMSL  (Inter¬ 
national  Mathematical  and  Statistical  Library).  In 
Fig.  2  we  note  that  the  heat  pulse  moves  downstream 
with  the  flow,  and  as  it  does,  it  broadens  due  to  thermal 
diffusion.  The  heat  pulse  is  Gaussian  in  shape  initial¬ 
ly,  that  is,  it  has  the  same  spatial  profile  as  that  of  the 
pump  beam.  At  later  times  its  shape  does  not  seem  to 
deviate  significantly  from  a  Guassian  with  larger  radi¬ 
us  and  smaller  amplitude. 

For  future  reference,  we  write  below  the  gradient  of 
the  temperature  dT/dx  obtained  by  differentiating  in¬ 
side  the  integral: 


0  4a  8a  t2a  20a 

Distance 

Fig.  2.  Spatial  profile  of  the  heat  pulse  in  a  flowing  gas  at  different 
times  after  the  end  of  the  excitation  pulse.  The  medium  was  as¬ 
sumed  to  be  N2  at  room  temperature  seeded  with  1025  ppm  of  NO? 
(absorption  coefficient «  =  0.39  m"1)  and  flowing  with  velocity  v,  * 
0.5  m/s.  The  pump  laser  was  assumed  to  have  an  energy  En  =  1  mJ 
in  a  pulse  of  (n  =  1-jis  durat  ion.  (1/c2)  radius  of  the  pump  beam  was 
0.35  mm.  For  the  values  of  all  the  other  parameters,  see  Appendix 

A. 
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dTix,y,t)  _  _  Wt.A',,  r'„  x  -  vxU  -  r) 
dx  xtypCp  I  [8 D(t  -  r)  +  <r|2 

X  exp(-2||x  -  u,U  -  r)|2 
+  y2|/|8£)(£  —  r)  +  a~l)dr  for  £  >  £,,.  (14) 


B.  Probe  Beam  Deflection 

The  propagation  of  an  optical  beam  in  an  inhomo¬ 
geneous  medium  is  governed  by  the  equation24 

=  (15) 


where  s  represents  the  beam  path,  6  is  the  perpendicu¬ 
lar  displacement  of  the  beam  from  its  original  direction 
(see  Fig.  3),  and  V  in(r.t)  is  the  gradient  of  the  refrac¬ 
tive  index  perpendicular  to  the  beam  path.  The  re¬ 
fractive  index  n(r,f)  is  related  to  the  unperturbed  re¬ 
fractive  index  no  by 


n(r,t) 


"o 


„  T(r,t), 
Ta 


(16) 


where  T A  stands  for  the  ambient  temperature.  There¬ 
fore, 


ds 

ds 


l_dn  f 
n0  &T  Jpath 


V  xT(r,t)ds, 


(17) 


where  the  integration  is  carried  out  over  the  path  of  the 
beam.  In  our  geometry  (Fig.  1),  and  for  small  deflec¬ 
tions,  we  may  simply  write  the  deflection  angle  4>  as 


J  dn  [  dT(xj,t ) 
«o  dT  jp.u,  dx 


(18) 


Equation  (14)  may  now  be  used  in  Eq.  (18)  to  derive 
4>(x,y,t)  explicitly. 


C.  Explicit  Expressions  for  PTDS 
1 .  Transverse  PTDS 

For  the  transverse  PTDS  shown  in  Fig.  1(a),  Eq.  (18) 
reduces  to 


<t>lix,t) 


1  dn  I  dT(x,y,t ) 


.1*1 
n0dT . 


dx 


dy. 


(19) 


Using  the  explicit  expression  for  dT/dx  from  Eq.  (14), 


<t>r{x,t)  =  - 


l  dn  8 <«/?„  f'o 
- I  d  t 

nw  dT  itypC  p  Jo 


X0  exp|-2v2/|8D(£  -  r)  +  a2]|dy j 

x  ~  t >,(£  -  r) 

|8D(£  -  r)  +aT2 

X  exp(-2(x  -  u,U  -  r)|2/(8D(£  -  r)  +  a2]|.  (20) 


The  integrand  in  the  y  integral  vanishes  outside  an 
interaction  length,  which  is  of  the  order  of  [a2  +  8 D(t  — 
r)],/2.  It  is  therefore  permissible  to  choose  the  limits 
as  on  this  integral.  This  integral  can  be  solved 
analytically,  with  the  result 


Fig.  3.  Diagram  showing  the  relationship  between  the  probe  beam 
path  s,  perpendicular  displacement  6,  and  the  deflection  angle  <p. 


Fig.  4.  Photothermai  deflection  signal  shapes  in  a  flowing  medium 
for  several  different  pump-to-probe  beam  distances,  x  =■*  0  corre¬ 
sponds  to  the  case  when  the  centers  of  the  two  beams  coincide. 
Negative  x  corresponds  to  the  probe  beam  being  upstream  from  the 
pump  beam  and  positive  x  corresponds  to  it  being  downstream. 
Flow  velocity  of  the  medium  (N2  seeded  with  1025-ppm  N02)  was 
assumed  to  be  2.0  m/s.  Laser  pulse  energy  was  assumed  to  be  1.65 
mJ,  beam  radius  a  was  0.33  mm,  and  all  the  other  parameters  used  in 
this  computation  are  given  in  the  caption  for  Fig.  2. 

_  J  dn  8«£p  t‘°  lx  -  vjt  -  r)) 

*  X,t  "0  dT  •ffiit0pCp  Jo  [8D(t  -  r)  +  a2]322 

X  exp|— 2[x  -  vjt  -  t)]2/[8 DU  -  r)  +  a2|| dr 

for  t  >  £0.  (21) 

Figure  4  shows  some  of  the  results  predicted  by  Eq. 
(21).  For  this  purpose,  the  integral  in  Eq.  (21)  was 
evaluated  using  the  IMSL  subroutine  (DCADRE)  used 
earlier  to  evaluate  Eq.  (13).  In  Fig.  4  photothermai 
deflection  has  been  plotted  as  a  function  of  time  for 
different  positions  of  the  probe  beam,  x  represents 
the  center-to-center  distance  between  the  pump  and 
the  probe  beams.  A  negative  value  of  x  corresponds  to 
the  probe  beam  being  upstream  from  the  pump  beam 
while  a  positive  value  of  x  corresponds  to  the  probe 
beam  being  downstream.  We  note  that  as  the  probe 
beam  is  moved  upstream,  the  signal  becomes  smaller 
and  narrower  quickly  because  the  heat  has  to  diffuse 
against  the  gas  flow.  A*  the  probe  beam  is  moved 
downstream,  the  signal  gets  stronger  at  first  and  then 
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TIME  (ms) - *- 

Fig.  5.  Photothermal  deflection  signal  in  a  stationary  medium  (v, 
-  < '  i  for  several  probe-to-pump  beam  distances  as  indicated  above. 
1  .aser  energy  was  assumed  to  be  En  =■=  1  m.J  and  all  the  other  parame¬ 
ters  used  in  this  calculation  are  the  same  as  for  Fig.  4.  Two  curves  on 
t  he  bottom  have  been  expanded  by  the  indicated  factors  for  clarity. 


acquires  a  shape  which  is  essentially  the  derivative  of 
the  spatial  profile  of  the  pump  beam  (which  is  assumed 
to  be  a  Gaussian  here).  This  shape,  of  course,  can  be 
understood  easily.  As  the  heat  pulse  passes  by,  the 
probe  beam  at  first  experiences  a  positive  gradient  of 
the  heat  followed  by  a  negative  gradient.  As  x  is 
increased  further,  the  signal  becomes  broader  and 
smaller  due  to  thermal  diffusion.  Flow  velocity  of  the 
medium  can  be  measured  in  several  different  ways 
using  these  signals.  The  simplest  method  is  based  on 
the  measurement  of  the  time  of  flight  of  the  heat  pulse 
between  two  probe  beam  positions  downstream  from 
the  pump  beam71,51819  as  mentioned  earlier.  One  may 
also  determine  the  flow  velocity  by  fitting  the  shape  of 
the  PTDS  signal.18-25  Yet  another  way  is  to  use  ampli¬ 
tude  of  the  signal  which  depends  on  the  flow  veloci¬ 
ty.20-28 

Figure  5  shows  results  similar  to  that  of  Fig.  4  but  in 
a  stationary  medium  (ur  =  0).  In  this  case,  the  signal  is 
zero  for  x  =  0  because  dT/dx  is  zero  at  this  point,  and 
reverses  sign  as  x  changes  sign,  as  expected.  For  small 
values  of  x  (0  <  x  <  a)  the  signal  consists  of  a  sharp 
deflection  of  the  probe  beam  shortly  after  the  pump 
laser  firing,  followed  by  a  gradual  return  of  the  probe 
beam  to  its  original  position  on  the  time  scale  of  the 
diffusion  time  of  the  heat  out  of  the  probe  region.  The 
signal  attains  its  maximum  value  for  x  =  a/2  where  the 
gradient  of  7’(x,y,f)  is  a  maximum.  For  larger  values 
of  x,  the  peak  of  the  signal  occurs  later  in  time,  and  the 
signal  is  broader  and  weaker,  as  expected. 

Since  one  of  our  goals  is  the  application  of  PTDS  to 
flames,  we  have  investigated  the  dependence  of  the 


TIME  (ms) - * 

Fig.  6.  Dependence  of  the  photothermal  deflection  signal,  in  a 
stationary  medium,  on  the  temperature  of  the  medium.  In  this 
calculation  pump  laser  radius  a  =  0.33  mm,  pump-probe  distance  x 
=  a/2,  pump  energy  Eo  =  1  mJ,  pulse  width  to  =  1  ms.  absorption 
coefficient  n  =  0.39  m"1  (corresponding  to  1025-ppm  NO?),  and  the 
diffusion  coefficient  D  is  assumed  to  vary  as  T1 7  (see  Appendix  A  for 
other  parameters).  Curves  at  elevated  temperatures  have  been 
expanded  by  the  indicated  factors  for  clarity. 


Fig.  7.  Dependence  of  the  photothermal  deflection  signal,  in  a 
flowing  medium,  on  the  temperature  of  the  medium.  Curves  at 
elevated  temperatures  have  been  expanded  by  the  factors  indicated. 
The  flow  velocity  of  the  medium  was  taken  to  be  4  m/s,  and  the 
probe-pump  distance  x  =  1 .5  mm.  All  the  other  parameters  are  the 
same  as  in  Fig.  6. 


signals  on  the  temperature  of  the  medium.  Figure  6 
shows  the  PTDS  signals  in  a  stationary  medium  for 
various  temperatures  up  to  3200  K.  In  this  calcula¬ 
tion,  the  change  in  the  absorption  coefficient  of  NO2 
with  temperature  has  not  been  taken  into  account. 
We  note  that  the  signal  gets  much  narrower  and  weak¬ 
er  as  the  temperature  increases.  The  diffusion  con¬ 
stant  has  been  assumed  to  increase  as  T17  in  these 
plots.27  The  signal  gets  narrower  at  elevated  tempera¬ 
tures  because  the  heat  is  able  to  diffuse  through  the 
probe  beam  much  faster.  Figure  7  shows  similar 
curves  for  vx  =  4  m/s.  We  note  that  in  this  case  the 
signal  becomes  weaker  and  broader  as  the  temperature 
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increases.  The  increase  in  D  with  temperature  mani¬ 
fests  itself  as  broadening  of  the  curves  for  vf  ^  0  (for 
nonoverlapping  beams)  while  it  manifests  itself  as  nar¬ 
rowing  for  v,  =  0.  As  the  diffusion  constant  becomes 
large  at  elevated  temperatures,  the  PTDS  signal  be¬ 
comes  more  and  more  asymmetric  (the  second  peak 
being  much  broader  compared  with  the  first)  due  to 
the  variation  in  the  thermal  diffusion  rate  during  the 
duration  of  the  signal.  The  temperature  dependence 
of  the  amplitude  of  PTDS  signals  is  summarized  in  Fig. 
8.  The  temperature  dependence  of  these  signals,  in 
general,  depends  on  both  the  values  x  and  vx  in  a 
complicated  manner.  However,  for  x  =  a/2  and  vx  =  0, 
we  find  that  the  amplitude  of  PTDS  signals  can  be 
fitted  to  a  simple  power  law,  <*>m  T~lA  (not  shown). 


2.  Collinear  PTDS 

Consider  the  collinear  PTDS  shown  in  Fig.  1(b)  now. 
Equation  (18)  reduces  to 


<hSx,y,t) 


an  f  dT(x,y,t)  ^ 
n0  dT  j  dx 


(22) 


Substitution  of  dT/dx  from  Eq.  (14)  leads  to  the  final 
result, 


L  ii  lx  ~uA‘  ~  t)) 

n0  aT  rfypCp  ju  [8D(f  —  t)  +■  a"|“ 


X  e*p<-2|[x  -  vxU  -  r)|- 
+  rl/l80(t-r)  +  a-’l)dr,  (23) 

where  /  is  the  interaction  length.  If  the  probe  and 
pump  beams  are  aligned  as  shown  in  Fig.  1(b),  y  may  be 
set  equal  to  zero  in  Eq.  (23).  (Note  that  in  all  cases 
considered  in  this  paper,  the  probe  beam  is  assumed  to 
be  infinitesimally  thin.)  The  signals  predicted  by  Eq. 
(23)  have  the  same  general  shape  as  those  predicted  by 
Eq.  (21).  However,  the  amplitude  of  the  signals  is 
larger  than  in  the  transverse  case  and  it  depends  on  the 
length  of  interaction  between  the  probe  and  the  pump 
beams  l.  Moreover,  the  width  of  the  signal  in  a  sta¬ 
tionary  medium  is  narrower  than  for  transverse  PTDS 
(see  Fig.  10  in  the  next  section).  An  examination  of 
Figs.  1(a)  and  (b)  shows  the  physical  reasons  for  the 
difference  in  widths.  In  the  case  of  collinear  PTDS, 
the  width  of  the  pump  beam  in  the  y  direction  (for  an 
infinitesimally  thin  probe  beam)  does  not  contribute 
significantly  to  the  width  of  <t>i(t).  However,  in  the 
case  of  transverse  PTDS,  the  probe  beam  samples  heat 
from  different  parts  of  the  heat  source  in  the  y  direc¬ 
tion.  Since  it  takes  longer  for  the  heat  to  diffuse  out  of 
the  probe  beam  for  y  ^  0  than  fory  =  0,  the  4>-rit)  signal 
is  broader. 


3.  General  Case 

If  the  pump  and  the  probe  beams  cross  at  an  arbi¬ 
trary  angle  as  shown  in  Fig.  1(c),  then 


,  1  dn 

0U-V’M  =  n'dT 


ST(x,y,t ) 
dx 


( dy 2  +  dr2)1 


(24) 


where  the  path  elements  dy  and  dz  are  related  by  dy  = 
-dz  tand.  Therefore  Eq.  (24)  may  be  written  as  either 


Fig.  8.  Dependence  of  the  amplitude  of  the  photothermal  deflec¬ 
tion  signal  on  temperature  of  the  medium  for  a  few  representative 
values  of  the  How  velocity,  as  indicated  on  the  curves.  In  the  case  of 
v,  *  0,  the  amplitude  of  the  larger  peak  (see  Fig.  6)  has  been  used. 
All  the  parameters  used  in  this  calculation  were  the  same  as  in  Figs.  6 

and  7. 


Y 


Fig.  9. 


Y 


Diagram  showing  the  configuration  of  the  probe  and  the 
pump  beams  for  (a)  H  >  0n  and  (b)  6  <  l)0. 


,  a  .  Un  I  Cl  dT(x,y,t)  , 

Mx,e,t)  =  -  —  —  ;  - t~“— -■  dy, 

nu  dT  stntf  l  Un<  dx 


(25) 


or 


J_  dn  _1_  (7 
n0dT  cost) 


dTlxj  tan 6,t) 
dx 


dz. 


(26) 


where  l  is  the  length  of  the  cell,  as  shown  in  Fig.  9. 
Both  forms  are  equivalent.  However,  Eq.  (25)  be¬ 
comes  indeterminant  for  6  -  0  and  Eq.  (26)  becomes 
indeterminant  for  8  =  t/2.  Therefore  it  is  more  conve¬ 
nient  to  use  Eq.  (25)  for  8  >  20o  and  to  use  Eq.  (26)  for 
8  ?  20o,  where  the  angle  0o  is  defined  by 


l  tantfo  =  2 (a2  +  8 Dt)in, 


(27) 


as  shown  in  Fig.  9.  (a2  +  8 Dt)l/2  is  the  diffusion 

broadened  radius  of  the  heat  source,  which,  for  conve¬ 
nience,  is  simply  indicated  by  a  in  Fig.  9.  20o,  which 
corresponds  to  two  times  the  (1/e)2  radius  of  the  heat 
source,  has  been  arbitrarily  chosen  as  a  convenient 
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Fig  10  Dependence  of  the  photothermal  deflection,  signal  in  a 
stationary  medium,  on  the  angle  lietween  the  pump  and  the  probe 
beams.  In  this  calculation  the  following  values  were  used:  a  =  0.3ft 
mm.  x  =  a/2.  /„  =  1  as.  1  =  I  cm,n  =  0.39  m-1,  and  T  =  300  K.  Todis- 
play  the  change  in  width  clearly,  the  peak  values  of  all  the  curves 
have  lieen  normalized  to  the  tt  =  0  curve.  The  normalizing  factors 
are  1 .2  for  0  »  2°.  1.7  for  11  =  4°,  2.4  for  0  «  6°,  and  22.8  for  0  =  90° 

boundary.  For  ft  £  20n  the  limits  of  integration  in  Eq. 
(25)  may  be  replaced  by  ±«,  as  explained  in  the  discus¬ 
sion  leading  to  Eq.  (21).  <j>(x,0,t)  may  then  be  written 
explicitly  using  Eq.  (14)  as 

1  1  f'»  |x  -  u,(f  -  r)| 

n()  ftT  sinW  J«  |8D(t  -  rl  +  <rF'2 

x  exp|-'2|x  -  utU  -  r)|-’/|8D(t  -  r)  +  <r|ldr 

for  20„  <  0  <  «r/2  and  t  >  l,„  (28) 

1  dn  8o£„  f "  I*  ~  t’,(<  ~  r)j 
'  nndT  r(„pCp  cos«  [8D(1  -  r)  +  a2]2 

x  exp|-2|x  -  t’,(t  -  r)|2/[8D(f  -  r)  +  a*’|| 

X  ^  |  exp|-2z‘:  tan20/|8D(f  -  r)  +  a*’]|dz^  dr 

for  0  <  0  <  20,1  and  t  >  t„.  (29) 

Figure  10  shows  the  PTDS  signal  for  various  values 
of0  for  u,  =  0,x  -  a/2,  and  ftn  =  4°.  The  double  integral 
in  Eq.  (29)  was  evaluated  by  using  an  IMSL  subroutine 
DBLIN,  which  also  utilizes  the  adaptive  Romberg  meth¬ 
od.  The  collinear  PTDS  signal  (ft  =  0)  is  much  narrow¬ 
er  than  the  transverse  signal  (ft  =  90°),  as  mentioned 
previously.  As  the  angle  ft  is  increased,  the  signal 
broadens  rapidly  at  First,  and  then  for  ft  i  2ft a  (8°)  it 
attains  its  broadest  width  (which  is  the  same  as  for  9  = 
90°).  In  order  that  the  widths  of  various  curves  be 
compared,  their  magnitudes  have  been  normalized  to 
the  same  value.  Various  normalizing  factors  have 
been  given  in  the  caption  and  they  indicate  the  change 
in  amplitude  of  the  PTDS  signal  with  angle.  If  the 
PTDS  signals  are  to  be  used  for  temperature  measure¬ 
ments,  it  is  important  that  the  dependence  of  these 
curves  on  ft  be  fully  appreciated.  While  transverse 
PTDS  is  quite  insensitive  to  the  angle,  a  slight  mis¬ 
alignment  of  the  pump  and  probe  beams  in  the  case  of 


Fig.  li.  Dependence  of  the  photothermal  deflection,  signal  in  a 
flowing  medium,  on  the  angle  between  the  probe  and  the  pump 
beams.  In  this  calculation  the  following  values  were  used:  c,  =  1 
m/s.  a  =  0.3ft  mm.x  =  1.0  mm.  f,,  =  1  gs.  I  =  1  cm.  o  =  0.39  m_1.and  T 
=  300  K .  First  peaks  of  all  the  curves  have  been  normalized  to  the  0 
=  0  value.  The  normalizing  factors  are  1.3  for  0  =  4°.  and  16.3  for 
0  =  90°. 


coiiinear  PTDS  can  lead  to  substantial  errors.  Collin¬ 
ear  PTDS  also  broadens  if  the  beams  are  misaligned  in 
the  y  direction  (i.e.,  if  v  ^  0).  Figure  1 1  shows  curves 
similar  to  that  of  Fig.  10  but  for  ur  ^  0.  In  this  case  x  = 
3a,  and  0{)  is  still  4°.  All  three  curves  have  been  nor¬ 
malized  on  the  First  peak,  with  the  normalization  fac¬ 
tors  given  in  the  caption.  In  this  case  we  find  that  the 
signal  width  is  quite  insensitive  to  the  angle  between 
the  pump  and  the  probe  beams. 

It  should  be  noted  that  angle  0O  in  general  is  a  very 
small  angle.  Therefore,  in  the  range  of  validity  of  Eq. 
(29),  0  0,  and  the  z-integral  [in  Eq.  (29)]  may  be  set 

equal  to  l  in  applications  where  the  width  of  the  signal 
is  not  of  primary  importance  (e.g.,  if  the  signal  is  not 
used  to  deduce  the  temperature  of  the  mediufn).  In 
this  case  we  may  summarize  the  results  simply  as 

( 0r/sin0  fur  20„  <  0  <  n-/2. 

<t>Ll cos0  forO  <  0  <  0n. 

D.  Special  Cases 

In  the  following  we  will  consider  some  special  cases 
where  analytical  integration  of  Eq.  (14)  is  possible.  As 
before,  the  solutions  are  valid  only  for  t  >  fp. 

1.  PTDS  Signal  in  the  Absence  of  a  Flow  (vx  =  0 ) 

In  this  case  Eq.  (14)  can  be  ;ntegrated  [note  that  Eq. 
(13)  still  cannot  be  integrated)  with  the  result: 

dT{x,y,t )  _  iEq1 _ 

0x  2xtpf)C  pD{x2  +  y2) 

x  (exp|-2(x2  +  y2)/(o2  +  8 D(1  -  t0)|| 

-  expi— 2<x2  +  y2)/|o2  +  8Dt||).  (30) 

This  result  agrees  with  that  of  Jackson  et  al .5  who 
solved  the  thermal  diffusion  equation  for  a  stationary 
medium.  Using  Eqs.  (19)  and  (22)  we  get  explicit 
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expressions  for  transverse  and  collinear  photothermal 
deflection  signals,  respectively, 


_  1  tan  \  «E„  /  f  r  2x2  -m 

«II  Ur /  'It^CyD  ^er  |  ^a2  +  8 D(t  -  t0) J  J 


(31) 


ij>L{xy,t)  »  — 


«£<>* 

2xt0pCpD(xi  +  y-) 


X  (exp|-2(x2  +  y2)/[a2  +  8£>(f  -  r0)|| 
-  exp[-2(x2  +  y2)/(a2  +  8£)t)|). 


(32) 


The  predictions  of  Eqs.  (31)  and  (32)  have  already 
been  shown  in  Figs.  5  and  10. 


2.  PTD  Signal  in  Flow  Dominated  Conditions 

If  the  flow  velocity  is  very  large  and  the  PTDS  signal 
is  observed  downstream  from  the  pump  beam  on  such 
a  short  time  scale  that  no  appreciable  thermal  diffu¬ 
sion  takes  place,  we  may  set  D  =  0  in  Eq.  (14).  This 
can  then  be  integrated  analytically,  with  the  result: 


0T(x,y,t)  2a£„exp(— 2y2/a2) 


Sx  xloaCpd'V, 

-  exp|-2u  -  *,l)*/n*l). 


(exp|— 2[x  -  u,(£  -  £0)l2/a2l 


(33) 


Sell20  has  considered  the  flow  dominated  situation  pre¬ 
viously.  He  was,  however,  not  able  to  get  an  analytical 
solution  and  his  numerical  results  were  presented  in  a 
graphic  form.  Using  Eq.  (33)  in  Eqs.  (19)  and  (22),  we 
are,  however,  able  to  get  explicit  expressions  for  trans¬ 
verse  and  collinear  PTDS  signals,  respectively,  in 
closed  form: 


ipjix.t)  =  —  -pr - - - <exp|-2(x  -  vM(t  -  t0)j2/a‘ 

no  \°‘  /  yj2rtupCpaux 

-  exp(— 2(x  -  u,£)2/a2]), 


(34) 


4>l(*0'.(' 


l  dn  2a£0  exp(— 2y2/a2) 
no  rCopCpa'vt 

x  (exp|-2[x  -  c,(l  -  <„>]2/a2| 
-  exp|— 2(x  -  L',£)-y<r|). 


(35) 


It  should  be  noted  that  in  gaseous  media  Eqs.  (34)  and 
(35)  are  valid  only  for  very  large  flow  velocities.  These 
expressions  are  useful,  however,  in  liquids  where  the 
diffusion  rates  are  very  low. 


3.  PTDS  Signals  in  the  Impulse  Approximation 

If  the  laser  pulse  duration  tu  is  very  short  compared 
to  the  observation  time  t,  the  analytical  solutions  of 
Eqs.  (13)  and  (14)  are  possible  by  simply  recognizing 
that 

lim  f  /(r)dr  *  /(0)to. 

'a  JO 

This  gives,  for  T(x,y,t)  and  dT(x,y,t)/dx,  respectively, 


Fig.  12.  Comparison  of  the  results  of  the  impulse  approximation 
(dotted  curve)  with  the  exact  results  (solid  curve)  for  three  values  of 
the  laser  pulse  length  to.  When  only  one  curve  is  shown,  the  two 
curves  overlap.  Parameters  used  in  this  calculation  were  o,  =  2  m/s, 
u  =  0.35  mm,  x  =  2  mm,  a  -  0.39  m_1,  and  T  =  300  K.  Each  dotted 
curve  has  been  shifted  to  the  right  by  tJ2  to  make  the  centers  of  the 
curves  match. 


2  aEn 

T(x,y,t)  = - - - T 

icpCp(SDt  +  a2) 

X  exp|— 2|(x  -  M)2  +  y2]/[a2  +  8Dt||,  (36) 

dT(x.y,t)  _  8tt£o  <*  ~  U‘Q 

Ox  »pCp  (a2  +  8Df)2 

X  exp|— 2((x  -  o2t)2  +  y2l/(a2  +  8Dt)|.  (37) 


This  approximate  solution  is  very  useful  because  it 
shows  very  clearly  the  motion  of  the  heat  pulse  in  time 
(see  Fig.  2).  The  heat  pulse  moves  downstream  with 
velocity  vx  and  has  a  Gaussian  spatial  profile  of  (l/ez) 
width  (a2  +  8 Dt)m,  where  8 Dt  gives  the  broadening 
due  to  thermal  diffusion.  Sontag  and  Tam28  recently 
derived  Eqs.  (36)  and  (37)  by  a  phenomenological 
modification  of  the  Jackson  et  al .5  solution  for  a  sta¬ 
tionary  medium.  Weimer  and  Dovichi25  also  obtained 
a  similar  solution  based  on  the  results  of  Twarowski 
and  Klinger.29  It  is  easy  to  obtain  explicit  expressions 
for  the  transverse  and  collinear  PTDS  using  Eqs.  (19) 
and  (22),  respectively, 

1  dn  8«E0  (x  -  u,t) 

^ *’  n0dTj2ipCpWt  +  a2)™ 

X  exp[-2(x  -  u,l)2/(a2  +  8 Dt)],  (38) 


<t>L(xj,t)  =  - 


f  fa  8 aEp  (x  -  i>,t) 
n0  0T  irpCp  (SDt  +  o2)2 


x  exp|— 2(<x  -  u,t )2  +  y2)/(o2  +  8Dt)|.  (39) 


Equations  (38)  and  (39)  are  very  useful  expressions 
because  they  give  the  PTDS  signals  in  closed  form. 
One  must,  however,  be  aware  of  the  limits  of  validity  of 
the  impulse  approximation.  Since  the  results  of  Son- 
tag  and  Tam28  are  in  widespread  use,  we  have  explored 
the  limits  of  validity  of  these  results  and  give  some 
important  conclusions  below. 

Figure  12  shows  the  dependence  of  the  signal  on  the 
laser  pulse  length  £o-  These  signals  were  calculated  for 
room  temperature  (300  K).  The  solid  curves  show  the 
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results  of  the  exact  theory  [Eq.  (21)]  while  the  dashed 
curves  show  the  results  of  the  impulse  approximation 
[Eq.  (38)].  The  distance  between  the  pump  and  the 
probe  beams  is  x  =  2  mm  and  the  flow  velocity  is  vt  —  2 
m/s.  We  note  that  the  agreement  between  the  exact 
and  the  approximate  results  is  good  for  short  laser 
pulses  and  gets  progressively  worse  for  longer  pulses, 
as  expected.  In  all  the  curves  plotted  in  Fig.  12,  the 
approximate  result  has  been  shifted  forward  in  time  by 
tj 2  to  make  the  centers  of  the  curves  match.  This  fact 
must  be  kept  in  mind  when  using  the  impulse  approxi¬ 
mation  for  velocity  measurements.  We  also  note  that 
the  approximate  results  are  narrower  and  larger  in 
magnitude  than  the  exact  results.  This  result  must  be 
kept  in  mind  if  the  approximate  expression  is  to  be 
used  for  species  concentration  or  temperature  mea¬ 
surements.  The  agreement  between  the  approximate 
and  the  exact  results,  of  course,  improves  as  the  dis¬ 
tance  x  increases,  making  the  observation  time  t  larger 
compared  to  t0.  This  result  is  shown  in  Fig.  13.  The 
percent  error  in  the  magnitude  of  the  signal  is  plotted 
against  the  observation  time  for  various  values  of  to- 
We  note,  for  example,  that,  if  the  error  is  to  be  kept 
below  5%,  then  t/to  should  be  >5. 

We  have  also  investigated  the  dependence  of  the 
signals  on  the  flow  velocity,  as  shown  in  Fig.  14  for  T  = 
300  K  and  to  =  0.5  ms.  The  approximate  and  exact 
results  agree  exactly  for  vx  =  0  and  t  >  t0  (the  exact 
results  are  valid  only  for  t  >  to) .  Note  that  the  approx¬ 
imate  results  have  been  shifted  by  to/2  as  in  Fig.  12  to 
obtain  the  agreement.  As  the  velocity  increases,  the 
agreement  between  the  two  results  gets  progressively 
worse.  Note  that  in  the  bottom  three  curves  t/to  is 
held  constant  (equal  to  2)  by  increasing  x  as  vx  in¬ 
creases.  For  Ujto  2:  2a,  the  exact  signal  changes  shape 
drastically,  while  the  approximate  signal  maintains 
its  shape.  This  is  because  a  significant  part  of  the  heat 
is  carried  out  of  the  pump  beam -irradiated  region  by 
the  flow  even  before  the  laser  pulse  is  over.  As  such, 
the  heat  pulse  spatial  profile  looks  more  like  a  top  hat 
than  a  Gaussian.  We  have  also  investigated  the  de¬ 
pendence  of  these  signals  on  temperature  (not  shown) 
and  we  find  that,  as  the  temperature  increases,  the 
agreement  between  the  approximate  and  the  exact 
results  gets  better.  We  conclude  that  overall  the  im¬ 
pact  approximation  works  very  well  for  laser  pulse 
lengths  t n  <  10  /is,  but  care  must  be  exercised  in  its  use 
for  longer  pulse  lengths. 

E.  Approximate  Analytical  Solution 

The  forms  of  Eqs.  (30)  and  (33)  suggest  that  an 
analytical  expression  of  the  following  type  may  be  a 
good  approximation  to  the  exact  solution: 

dT(x.y.t)  _ 2aEp _ 

d*  »t0/)C(,l4Di  +  v,a 2  +  4Dv,U  -  t„)| 

x  (exp(-2|[x  -  ujt  -  <0)12  +  y2|/(a2  +  8D(t  -  t0)|) 

-  exp|-2|(x  -  u,()2  +  y2I/(a2  +  8001],  (40) 

Note  that  Eq.  (40)  is  simply  a  conjectured  expression 
that  reduces  to  the  exact  solutions  in  the  extreme 


Fig.  13.  Percent  error  in  the  peak  value  of  the  signal  introduced  by 
the  use  of  impulse  approximation  as  a  function  of  the  observation 
time  of  the  signal  for  various  values  of  the  laser  pulse  lengths. 


TIME  (ms) - - 

Fig.  14.  Comparison  of  the  results  of  the  impulse  approximation 
(dotted  curves)  with  the  exact  results  (solid  curves)  for  different 
velocities.  The  dotted  curves  have  been  moved  to  the  right  by  to/2, 
as  in  Fig.  12.  In  these  curves  a  =  0.35  mm,  (0  =  0.5  ms,  8  «  90°,  and  T 
=  300  K  were  used. 


limits,  vx  -  0  and  D  -  0  [Eqs.  (30)  and  (33),  respective¬ 
ly].  Using  Eq.  (40)  we  may  write  down  the  explicit 
expressions  for  the  transverse  and  collinear  PTDS  sig¬ 
nals: 


1  dn 


2a  E a 


j2itnPCp\4Dx  +  i \or  +  4 Du,it  -  (0)j 
x  (Jo2  +  8D(t  -  t0))1/2 

X  exp(— 2||x  -  (),((  -  f0)]2|/[a2  +  8D(f  -  („)]) 

-  (a2  +  8 Dt)'n  exp|— 2[(x  -  i',t)2)/(a2  +  8Dt)|),  (41) 


<t>i.ix,y.t )  = 


I  dn 


2aEn 


no  ST  rt^CpUDx  +  t’,o2  +  4 DvtU  -  t0)j 

X  (exp(-2||x  -  i\(t  -  £0))2  +  y2|/[a2  +  800  -  („))) 

-  exp|— 2|<x  -  vst)2  +  y2)/(a2  +  8Df)|).  (42) 


We  have  explored  the  limits  of  validity  of  Eqs.  (41) 
and  (42)  by  comparing  the  results  given  by  these  equa¬ 
tions  with  the  exact  results,  while  these  equations  re¬ 
duce  to  the  exact  equations  in  the  limits  of  very  low  and 
very  high  velocities  [Eqs.  (30)  and  (33),  respectively], 
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Ki(>.  15.  Comparison  of  the  results  of  the  approximate  analytical 
lormula  with  the  exact  results  for  intermediate  values  of  velocity  at 
f  =  :100  K.  In  these  curves  t)  =  0  (collinear  PTDS),  t„  =  1  as  tor  (a) 
,md  (hi.  and  l„  =  1  ms  for  (c)  and  (d).  Other  parameters  are  given  in 
the  diagram.  When  a  single  curve  is  shown,  approximate  and  exact 
results  coincide. 

the  intermediate  velocity  range  needed  to  be  explored. 
We  find  that  these  equations  have  a  much  larger  range 
of  validity  than  the  impulse  approximation  solutions 
of  Sontag  and  Tam28  and  that  of  Weimer  and  Dovi- 
chi.JS  We  find  that  at  room  temperature  this  expres¬ 
sion  gives  perfect  agreement  with  the  exact  solution  for 
short  laser  pulses,  for  the  entire  range  of  vx  and  x  that 
we  have  tried.  Two  examples  are  shown  in  Figs.  15(a) 
and  (b).  These  curves  have  been  plotted  for  the  collin¬ 
ear  case  [Eq.  (42)]  for  t„  =  1  ns.  Values  of  vx  and  x  are 
given  in  the  diagram.  The  exact  and  the  approximate 
solutions  lie  on  top  of  each  other  within  the  widths  of 
the  lines.  The  difference  between  the  two  becomes 
noticeable  only  when  to  becomes  large.  Two  cases  are 
shown  in  Figs.  15(c)  and  (d)  for  to  =  1  ms.  Again,  the 
two  solutions  agree  exactly  for  vx  =  0  and  for  vx »  (Dx)/ 
a 1  (in  our  case  vx  >  5  m/s  gives  almost  perfect  agree¬ 
ment).  The  cases  shown  in  Figs.  15(c)  and  (d)  repre¬ 
sent  the  worst  agreement  cases,  i.e.,  long  pulse  and 
intermediate  value  of  velocity.  Similar  excellent 
agreement  is  obtained  for  the  transverse  PTDS.  At 
very  high  temperatures  (3000  K),  intermediate  veloci¬ 
ties  (i.e.,  the  worst  case),  and  short  pulses  the  agree¬ 
ment  between  the  exact  and  the  approximate  expres¬ 
sions  is  still  perfect  for  collinear  PTDS  while  it  is  little 
worse  for  transverse  PTDS  as  shown  in  Fig.  16  for  vx  - 
4  m/s.  The  agreement,  of  course,  gets  better  as  vx  is 
increased,  because  then  u,  gets  closer  to  (Dx)/a'z.  For 
long  pulses  (1  ms)  the  agreement  is  somewhat  worse 
than  that  shown  here  for  t0  =  1  ^s. 


Fit;.  16.  Comparison  of  Ihe  results  of  the  approximate  analytical 
lormula  with  the  exact  results  for  T  =  3000  K.  The  parameters  used 
in  this  calculation  were  o,  =  4  m/s,  t„  -  1  as,  a  *  0.35  mm,  and  x  m  3.0 
mm.  Curves  la)  are  for  transverse  PTDS  and  curves  (b)  are  for 
collinear  PTDS.  Two  curves  in  (b)  overlap  completely. 


Fi|j.  17.  Schematic  illustration  of  the  apparatus.  Optical  elements 
(mirrors,  lenses,  etc.)  have  been  omitted  for  clarity. 


Overall,  we  conclude  that  the  approximate  analyti¬ 
cal  formula  gives  excellent  agreement  with  the  exact 
results  for  a  vast  range  of  parameters  to,  x,  vx,  and  T. 
In  particular,  this  formula  gives  good  results  even  for 
long  laser  pulse  lengths  (e.g.,  f0  =  1  ms  and  longer) 
where  the  impulse  approximation  breaks  down. 

III.  Apparatus 

Our  experimental  arrangement  is  shown  schemati¬ 
cally  in  Fig.  17.  The  pump  beam  was  provided  by  a 
Chromatix  CMX-4  flashlamp  pumped  dye  laser.  This 
laser  typically  gave  2  mJ  of  energy  in  an  ~l-jis  long 
pulse.  For  this  experiment,  the  laser  was  operated 
without  an  etalon  and  had  a  bandwidth  of  ~3  cm-1.  A 
Uniphase  0.8-mW  He-Ne  laser  provided  the  probe 
beam.  An  open  jet  of  N2  gas  was  used  for  the  medium. 
Laminar  flow  was  produced  by  passing  the  gas  through 
a  25-cm  long  path  in  a  6.2-mm  o.d.  X  4.6-mm  i.d. 
stainless  steel  tube.  The  flow  rate  of  the  gas  through 
the  tube  could  be  measured  by  a  flowmeter.  Since  N2 
does  not  have  optical  absorption  in  the  dye  laser  spec¬ 
tral  range,  it  was  seedea  with  1025-ppm  NO2  which  has 
good  optical  absorption  throughout  the  visible  region. 
In  some  of  our  experiments,  a  stationary  medium  was 
required.  In  this  case,  a  glass  cell  of  square  cross 
section  (1  cm  on  the  side  and  4  cm  long)  was  substitut- 


15  December  1986  /  Vol  25,  No.  24  /  APPLIED  OPTICS  4635 


ed  for  the  open  jet.  The  cell  was  filled  with  atmo¬ 
spheric  pressure  of  Nj  seeded  with  1025-ppm  NOo. 
The  dye  laser  was  tuned  to  490  nm  where  N02  has  a 
high  optical  absorption.  The  deflection  of  the  probe 
beam  was  measured  by  a  silicon  bicell  (Silicon  Detec¬ 
tor  Corp.  model  SD-113-24-21-021).  The  difference 
signal  from  two  halves  of  the  bicell  was  measured. 
The  probe  beam  was  arranged  to  produce  a  null  signal 
at  the  detector  in  its  quiescent  position.  Shortly  after 
the  firing  of  the  pump  laser,  the  probe  beam  suffered  a 
transient  deflection  which  was  recorded  as  a  difference 
signal  from  the  bicell.  The  output  of  the  bicell  was 
amplified  (amplifier  bandwidth  ~2  MHz)  and  fed  to  a 
LeCroy  WD8256  transient  digitizer.  The  digitizer  was 
interfaced  to  a  Commodore  PET  microcomputer  for 
signal  averaging,  if  needed,  and  for  data  storage. 

The  optical  elements  in  the  probe  and  the  pump 
beam  paths  are  not  shown  in  Fig.  17  for  clarity.  Both 
beams  were  focused  in  the  interaction  region  using 
lenses.  The  pump  beam  was  generally  focused  using  a 
20-cm  focal  length  lens  while  the  probe  beam  was 
focused  by  a  15-cm  focal  length  lens.  No  other  lenses 
were  used  anywhere  in  the  beam  paths.  The  pump 
and  probe  beam  spot  sizes  were  measured  at  the  focal 
point  using  the  knife-edge  technique.10  The  1/e2  radi¬ 
us  of  the  probe  beam  at  its  focal  point  was  ~0.1  mm. 
The  pump  beam  at  its  focal  point  was  found  to  have 
different  dimensions  in  two  orthogonal  directions. 
The  1/e2  radii  in  two  orthogonal  directions  were  a  few 
tenths  of  a  millimeter  and  the  exact  values  are  given  in 
the  next  section.  Further  comments  on  the  spatial 
profile  of  the  pump  beam  will  be  made  in  the  next 
section. 

Several  mirrors  were  used  to  steer  the  beams.  For 
transverse  PTDS,  the  pump  and  probe  beams  made  an 
angle  of  90°  as  shown  in  the  figure.  For  collinear 
PTDS,  a  dielectric  mirror  with  99%  reflectivity  at  490 
nm  (45°  angle  of  incidence)  and  90%  transmission  at 
633  nm  was  used  to  combine  the  two  beams.  Other 
arbitrary  angles  between  the  two  beams  could  also  be 
obtained  by  proper  arrangement  of  mirrors.  The  dis¬ 
tance  between  the  interaction  region  and  the  bicell 
detector  (the  lever  arm  of  the  probe  beam)  was  ~1  m, 
giving  a  probe  beam  spot  size  of  ~1  cm  at  the  detector. 
For  many  of  our  investigations,  the  distance  x  between 
the  pump  and  the  probe  beams  needed  to  be  variable. 
For  this  purpose,  the  probe  beam  was  left  unchanged 
while  the  pump  beam  was  moved  using  a  mirror 
mounted  on  a  translation  stage.  Care  was  exercised  to 
move  the  focusing  lens  with  the  pump  beam,  so  that 
the  pump  beam  always  passed  through  the  same  part 
of  the  lens.  All  position  measurements  (i.e.,  measure¬ 
ments  of  x)  were  made  with  reference  to  the  x  =  0 
position,  which  was  determined  from  the  disappear¬ 
ance  of  the  PTDS  signal  in  a  stationary  medium. 

The  bicell  detector  output  (volts)  was  calibrated  to 
yield  absolute  value  of  the  deflection  (radians)  in  the 
following  way:  Deflection  of  the  probe  beam  at  the 
interaction  region  results  in  the  displacement  of  the 
probe  beam  spot  on  the  detector.  Leaving  the  probe 
beam  undisturbed,  the  detector  was  moved  (only  the 


Fig.  18.  Photothermal  deflection  signals  for  transverse  geometry  in 
a  stationary  medium  (closed  cell)  for  various  pump-to-probe  dis- 
I  ances.  Dots  represent  the  experimental  signals  and  they  have  been 
plotted  on  an  absolute  scale  except  the  bottom  curve  which  has  been 
expanded  by  a  factor  of  2  for  clarity.  Solid  lines  are  the  theoretical 
curves  computed  from  Eq.  (21)  using  the  parameters  in  the  text. 
Theoretical  curves  have  been  multiplied  by  the  scaling  factors  given 
on  each  curve  to  facilitate  accurate  comparison  of  the  shapes  of  the 
theoretical  and  experimental  curves.  The  scaling  factors  them¬ 
selves  indicate  the  degree  of  agreement  between  theory  and  experi¬ 
ment  for  the  amplitude  of  the  signals. 

relative  displacement  of  the  two  being  important)  in  a 
direction  in  which  the  probe  beam  would  normally 
move  using  a  precision  translation  stage.  Change  in 
the  output  voltage  for  a  given  displacement  was  noted. 
The  angular  displacement  of  the  probe  beam  is  simply 
the  lateral  displacement  at  the  detector  divided  by  the 
lever  arm  (distance  between  the  interaction  region  and 
the  detector).  The  output  of  the  detector  was  thus 
calibrated  to  yield  the  deflection  angle  directly.  The 
calibration  factor  was  found  to  be  very  sensitive  to  the 
precise  position  of  the  probe  beam  spot  on  the  detec¬ 
tor.  Therefore  a  new  calibration  factor  was  obtained 
for  each  experimental  run.  Based  on  the  observed 
statistical  deviation,  our  calibration  accuracy  is  be¬ 
lieved  to  be  within  ±10%.  A  typical  signal  of  2  pR 
generally  gave  a  voltage  output  at  the  difference  ampli¬ 
fier  (with  amplifier  gain  of  5)  of  ~50  mV. 

IV.  Experimental  Results 

Experiments  performed  to  verify  the  results  of  the 
theoretical  model  described  in  Sec.  II  are  described 
below.  The  experimental  results  have  been  compared 
with  the  theoretical  results  without  using  any  adjust¬ 
able  parameter.  Results  obtained  in  a  stationary  me¬ 
dium  will  be  described  first,  followed  by  those  ob¬ 
tained  in  a  flowing  medium. 

A.  Results  in  a  Stationary  Medium 

Figure  18  shows  the  photothermal  deflection  signal 
in  a  stationary  medium  (i.e.,  in  a  cell)  for  different 
values  of  the  distance  between  the  pump  and  the  probe 
beams,  x  =  0,  which  corresponds  to  the  centers  of  the 
pump  and  the  probe  beams  being  coincident,  was  de- 
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termined  from  the  disappearance  of  the  PTDS  signal. 
These  data  were  taken  for  the  transverse  geometry  ( 0  =? 
90°).  The  solid  lines  are  the  theoretical  curves  while 
the  dots  are  the  experimental  points.  The  experimen¬ 
tal  results  in  this  figure  and  in  all  subsequent  figures 
represent  signal  averaging  over  100  laser  shots.  S  ignal 
averaging  was  not  necessary  to  observe  the  signal,  it 
was  performed  simply  to  average  out  the  pulse-to- 
pulse  fluctuations  in  the  laser  energy.  Since  the  object 
of  this  experiment  was  not  to  demonstrate  the  sensitiv¬ 
ity  of  the  technique,  no  attempt  was  made  to  optimize 
the  signal-to-noise  ratio.  Theoretical  curves  have 
been  calculated  using  Eq.  (21),  and  no  adjustable  pa¬ 
rameters  were  used  in  the  theory.  All  parameters 
needed  were  either  obtained  from  tables  or  were  mea¬ 
sured.  In  this  calculation  we  used  u,  =  0,fl  =  0.46  mm 
as  measured  by  the  knife-edge  technique,30  to  =  i  ms  as 
measured  by  a  PIN  diode,  E0  =  2  mJ  as  measured  by  a 
Scientech  power/energy  meter,  and  all  the  other  pa¬ 
rameters  (e.g.,  aJ),p,Cp,no,dn/dT)  were  obtained  from 
the  literature  and  are  given  in  Appendix  A.  For  ease  of 
comparison  of  signal  shapes  the  theoretical  curves  in 
Fig.  18  have  been  scaled  by  the  factors  indicated  on 
each  curve  to  matck  the  experimental  curves  at  t  =  to 
(which  corresponds  to  the  peak  of  the  signal  for  small 
values  of  x).  The  experimental  curves  have  been  plot¬ 
ted  on  an  absolute  scale. 

First,  we  note  in  Fig.  18  that  the  experimental  signal 
in  general  agrees  quite  well  with  the  theory.  The 
probe  beam  suffers  a  transient  deflection  shortly  after 
pump  laser  firing  and  returns  to  its  original  position  on 
the  time  scale  of  thermal  diffusion  time.  The  signal 
vanishes  at  x  =  0,  reverses  sign  as  one  goes  from  nega¬ 
tive  x  to  positive  x,  and  it  gets  weaker  and  broader  for 
larger  x.  Moreover,  amplitude  of  the  observed  signal 
agrees  quite  well  with  the  theoretical  predictions  (the 
scaling  factors  noted  on  the  curves  give  the  degree  of 
agreement  between  theory  and  experiment),  consider¬ 
ing  the  uncertainties  involved  (see  details  below).  We 
note,  however,  that  the  widths  of  the  experimental 
curves  are  considerably  narrower  than  the  theoretical 
curves.  We  have  made  a  very  careful  investigation, 
both  theoretical  and  experimental,  to  pinpoint  the 
cause  of  this  anomaly.  On  the  experimental  side,  we 
have  repeated  the  experiment  numerous  times  over  a 
six-month  period  with  different  mirror  and  lens  con¬ 
figuration  (in  the  pump  and  the  probe  beams)  each 
time.  Although  sometimes  a  much  better  agreement 
between  the  theory  and  the  experiment  than  that 
shown  in  Fig.  18  was  obtained,  in  general  the  experi¬ 
mental  width  remained  narrower  than  the  theoretical 
one.  These  experiments  were  also  conducted  for  col- 
linear  beams  and  for  arbitrary  angles  between  the 
pump  and  the  probe  beams,  and  essentially  the  same 
conclusions  were  reached  as  in  the  case  of  transverse 
PTDS.  A  thorough  investigation  of  the  instrumental 
effects  was  also  carried  out,  e.g.,  the  time-scale  calibra¬ 
tion  of  the  transient  digitizer,  bandwidth  limitations  in 
the  difference  amplifier.  No  instrumental  effect  could 
be  identified  which  would  account  for  an  artificial 
narrowing  of  the  experimental  signals.  On  the  theo¬ 


retical  side,  there  are  only  two  parameters,  the  pump 
beam  radius  a  and  the  diffusion  constant  D,  which 
affect  the  width  of  the  signal  in  a  significant  way.  To 
investigate  the  effect  of  the  uncertainties  in  the  knowl¬ 
edge  of  these  parameters,  we  plotted  the  theoretical 
curves  for  different  values  of  D  and  a.  We  found  that 
D  would  have  to  increase  by  a  factor  of  2,  or  a  would 
have  to  decrease  by  a  factor  of  2  to  account  for  the 
observed  width.  Both  of  these  possibilities  were  con¬ 
sidered  to  be  well  outside  of  the  uncertainties  in  D  and 
a.  From  the  available  literature  (see  Appendix  A  for 
references)  we  conclude  that  D  is  known  to  within  ±5% 
at  room  temperature  for  N2  gas.  The  pump  beam 
radius  was  measured  by  the  knife-edge  technique,  and 
it  was  in  complete  agreement  with  that  determined 
independently  using  the  amplitude  of  the  photother- 
mal  signal  itself  (see  Appendix  C).  During  the  investi¬ 
gation  of  the  beamwidth,  we  discovered  that  the  1/e2 
radius  of  our  pump  beam  was  different  in  two  orthogo¬ 
nal  directions  (the  radius  was  0.46  mm  in  the  x  direc¬ 
tion  while  it  was  0.14  mm  in  the  y  direction).  This 
difference  also  varied  somewhat  depending  on  the  par¬ 
ticular  mirror  configuration  used  to  manipulate  the 
beam.  It  is  an  easy  matter  to  calculate  the  signal 
shapes  for  a  beam  of  elliptical  cross  section,  as  shown  in 
Appendix  B.  In  this  calculation,  the  1/e2  radius  in  the 
direction  of  the  probe  beam  displacement  (x  direction) 
is  assumed  to  be  a,  while  that  in  the  orthogonal  direc¬ 
tion  (y  direction)  is  assumed  to  be  6.  Surprisingly,  we 
find  (Appendix  B)  that  for  transverse  PTDS  the  sig¬ 
nal  shape  and  width  are  identical  to  that  for  a  beam  of 
circular  cross  section  of  radius  a.  However,  for  collin- 
ear  PTDS,  the  signal  width  is  narrower  for  an  elliptical 
beam  with  b  <  a  (as  was  true  in  our  case)  than  for  a 
circular  beam  of  radius  a.  Since  the  data  presented  in 
Fig.  18  are  for  transverse  geometry,  elliptical  cross 
section  of  the  beam  cannot  be  a  reason  for  narrow 
widths  of  the  observed  signals.  After  eliminating  all 
other  possibilities  we  have  concluded  that  the  reason 
for  the  disagreement  between  the  widths  of  the  theo¬ 
retical  and  the  experimental  signals  is  the  spatial  pro¬ 
file  of  the  pump  beam,  which  is  not  a  Gaussian  (see 
Appendix  C)  as  was  assumed  in  the  theory.  Our  pump 
beam  has  quite  a  large  fraction  of  light  in  higher-order 
spatial  modes,  as  could  easily  be  seen  by  eye  in  the  far 
field.  Moreover,  spatial  mode  structure  changed  from 
shot  to  shot,  perhaps  due  to  thermal  gradients  in  the 
dye  solution.  The  higher-order  modes  could  not  be 
eliminated  by  an  intracavity  spatial  filter,  perhaps  due 
to  the  flat  mirror  design  of  the  cavity.  In  principle,  our 
theory  is  capable  of  predicting  PTDS  signals  for  any 
type  of  spatial  profile  which  can  be  expressed  in  ana¬ 
lytical  form.  However,  it  was  considered  impractical 
to  calculate  the  precise  shape  in  our  case  because  we 
did  not  know  the  exact  mode  structures  and  the  energy 
distribution  among  different  modes. 

Figure  19  shows  the  comparison  of  the  amplitude 
(peak  value)  of  the  PTDS  signal  with  the  theoretical 
results.  The  PTDS  amplitude  has  been  plotted 
against  the  distance  between  the  pump  and  the  probe 
beams.  Circles  are  the  experimental  points  taken 
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Fig.  19.  Peak  photothermal  deflection  signal  for  transverse  geome- 
irv  plotted  as  a  function  of  the  probe-pump  distance.  Circles  are 
the  experimental  points  and  the  solid  line  is  the  theoretical  predic- 
t  ion  using  the  parameters  given  in  the  text  in  connection  with  Fig.  18. 


from  the  same  experimental  run  as  the  curves  in  Fig.  18 
and  therefore  correspond  to  the  same  parameters  as  in 
Fig.  18.  The  solid  line  is  the  theoretical  curve  corre¬ 
sponding  to  the  parameters  given  earlier  in  connection 
with  Fig.  18.  First,  we  note  that  the  amplitude  of  the 
signal  agrees  very  well  with  the  theory.  The  maximum 
deviation  of  the  experiment  from  the  theory  is  in  the 
30-40%  range.  Considering  that  no  adjustable  param  - 
eters  have  been  used  anywhere  and  considering  vari¬ 
ous  uncertainties  in  measurements,  we  consider  this 
degree  of  agreement  very  good.  Perhaps  the  most 
important  source  of  error  is  the  spatial  profile  of  the 
pump  beam  which  has  been  assumed  to  be  a  Gaussian 
in  the  theory,  as  mentioned  above.  Moreover,  the 
probe  beam  had  a  nonzero  size  (0.15-mm  1/e2  radius  at 
the  interaction  region  in  this  case),  whereas  the  theory 
assumed  it  to  be  a  single  ray  (vanishingly  small  size). 
The  effect  of  the  probe  beam  diameter  on  the  signal  is 
discussed  in  Appendix  C.  Other  important  uncertain¬ 
ties  include  those  in  the  calibration  of  the  detector 
(volts/radian),  in  the  measurement  of  the  beam  posi¬ 
tions,  in  the  measurement  of  laser  energy  (which  drift¬ 
ed  in  addition  to  the  pulse-to-pulse  fluctuations),  and 
in  the  knowledge  of  the  absorption  coefficient  of  NO2. 

Figures  20  and  21  show  the  effect  of  changing  the 
angle  between  the  pump  and  the  probe  beams.  Figure 
20  shows  the  effect  on  the  width  of  the  signal.  To 
make  the  comparison  of  different  curves  easier,  all  four 
curves  have  been  normalized  to  the  same  amplitude. 
The  normalizing  factors  are  given  in  the  caption.  As 
predicted  by  the  theory,  the  PTDS  signal  broadens  as 
the  angle  between  the  pump  and  the  probe  beams 
increases,  achieving  its  maximum  width  for  the  trans¬ 
verse  geometry.  Moreover,  most  of  this  broadening 
occurs  over  a  very  small  angular  range,  in  accordance 
with  the  theory.  The  amplitude  of  the  signal  de¬ 
creases  in  going  from  the  coilinear  PTDS  (8  =  0°)  to  the 
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Fig.  20.  Effect  of  the  angle  between  the  pump  and  the  probe  beams 
on  the  width  of  the  photothermal  deflection  signal.  To  permit 
accurate  comparison  of  the  widths  of  different  curves,  all  the  curves 
have  been  scaled  to  the  same  amplitude.  The  scaling  factors  are  1.3 
(for  8  =  1.4),  2.2  (for  8  *  2°),  and  8.4  (for  8  =  90°).  The  maximum 
interaction  length  occurred  for  the  coilinear  case  and  it  was  ~1  cm 
(width  of  the  cell). 


Fig.  21 .  Effect  of  the  angle  between  the  pump  and  the  probe  beams 
on  the  amplitude  of  the  photothermal  deflection  signal.  Circles  are 
the  experimental  data  points  and  the  solid  line  is  the  theoretical 
curve.  The  theoretical  curve  has  been  normalized  to  the  experimen¬ 
tal  data  at  8  =  1 0  for  ease  in  comparison.  These  data  were  taken  in  a 
cell  different  from  that  corresponding  to  Fig.  20.  and  the  maximum 
interaction  length  (corresponding  to  8  =  0°)  was  19  cm. 


transverse  PTDS  (8  =  90°),  approximately  in  propor¬ 
tion  to  the  decrease  in  the  interaction  length.  Smaller 
SNR  for  the  transverse  PTDS  compared  with  the  coi¬ 
linear  PTDS  can  clearly  be  seen  in  the  figure.  An 
exact  comparison  of  the  dependence  of  amplitude  of 
the  PTDS  signal  on  the  angle  between  the  pump  and 
the  probe  beams  with  that  expected  from  the  theory  is 
shown  in  Fig.  21.  The  circles  are  the  experimental 
values  for  the  PTDS  amplitude  (peak  value)  and  the 
solid  line  is  the  theoretical  curve.  Whenever  the  error 
bars  cannot  be  seen,  they  are  within  the  widths  of  the 
points.  The  error  bars  in  the  amplitude  correspond  to 
one  standard  deviation  of  three  runs.  The  error  bars 
in  the  angle  are  estimated  uncertainties,  and  the  per- 
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•'  ll!  22.  l’holothermal  deflection  signals  for  transverse  geometry  in 
,i  flowing  medium  (open  jet  of  N  .  seeded  with  NOj)  tor  dilterent 
pump-to-proheseparationsund  a  fixed  flow  velocity  (2.1  in/sl.  Dots 
ore  experimental  data  points  and  they  have  been  plotted  on  an 
absolute  scale.  The  solid  lines  are  the  corresponding  theoretical 
curves  calculated  from  Eq.  (21)  using  the  parameters  given  in  the 
•  ext.  To  permit  accurate  comparison  of  signal  shapes,  the  theoreti 
fill  curves  have  been  multiplied  by  the  scaling  factors  indicated  on 
each  curve. 

cent  uncertainties  are,  naturally,  large  for  small  angles. 
Since  we  are  only  interested  in  the  variation  of  PTDS 
amplitude  with  angle  here,  the  theoretical  curve  has 
been  normalized  to  the  experimental  point  at  6  =  1°. 
For  technical  reasons,  these  data  were  taken  in  a  cell 
different  from  that  for  Fig.  20.  This  cell  was  ~19  cm 
long  and  this  fact  is  reflected  in  our  data.  The  signal 
amplitude  changes  by  >2  orders  of  magnitude  corre¬ 
sponding  to  a  change  in  the  interaction  length  by  ap¬ 
proximately  that  factor. 

B.  Experiments  in  a  Flowing  Medium 

Experiments  were  also  conducted  in  a  flowing  medi¬ 
um  (open  jet  of  Nj  with  1025-ppm  NCL)  and  some  of 
the  results  are  described  below.  Figure  22  shows  the 
PTDS  signals  for  transverse  geometry  for  various  sep¬ 
arations  between  the  pump  and  the  probe  beams.  The 
flow  velocity  in  the  center  of  the  jet  was  2.1  m/s.  The 
dots  are  the  experimental  data  points  while  the  solid 
curves  are  the  theoretical  curves.  To  permit  an  accu¬ 
rate  comparison  of  signal  shapes,  the  theoretical  sig¬ 
nals  have  been  multiplied  by  the  scaling  factors  indi¬ 
cated  on  each  curve.  The  experimental  results  have 
been  plotted  on  an  absolute  scale.  As  before,  the 
scaling  factors  themselves  give  the  degree  of  agree¬ 
ment  between  theory  and  experiment  for  the  signal 
amplitudes.  Negative  x  corresponds  to  the  probe 
beam  being  upstream  from  the  pump  beam  while  the 
opposite  is  true  for  positive  x.  x  =  0  was  determined 
from  the  disappearance  of  a  negative  peak  in  the  signal 
( note  that  for  x  >  0  the  deflection  has  a  negative  as  well 


as  a  positive  peak).  Theoretical  curves  were  calculat¬ 
ed  using  the  following  parameters:  l\  =  2.1  m/s  as 
measured  by  a  Linde  model  4334  flowmeter,  a  =  0.25 
mm  and  b  =  0.12  mm  as  measured  by  the  knife-edge 
technique,  Eu  =  0.8  mJ  as  measured  by  a  Scientech 
power  meter,  and  the  1/e-  radius  of  the  probe  beam  was 
0.1  mm.  The  size  of  the  pump  beam  in  y  direction  b 
and  the  radius  of  the  probe  beam  were  not  required  in 
this  calculation  and  are  given  here  for  completeness. 
All  other  parameters  are  given  in  Appendix  A.  As  we 
noted  in  Sec.  II,  the  signal  has  one  peak  for  x  <  0  and  it 
has  two  peaks  for  x  >  0.  As  the  probe  beam  is  moved 
downstream,  away  from  the  pump  beam,  the  signal 
grows  in  magnitude  and  acquires  a  shape  which  essen¬ 
tially  is  a  derivative  of  the  spatial  profile  of  the  pump 
beam.  In  this  case  the  heat  pulse  is  carried  down¬ 
stream  by  the  flow,  and  the  diffusion  simply  broadens 
the  signal.  An  examination  ot  the  figure  shows  that 
the  experiment  is  in  excellent  agreement  with  the  the¬ 
ory.  We  find  that  the  75-90%  agreement  between  the 
experiment  and  the  theory  seen  here  is  typical  as  long 
as  the  probe  beam  is  smaller  than  the  pump  beam 
(probe  <  1/2  pump),  and  as  long  as  the  probe  beam  is 
not  small  enough  to  resolve  the  higher-order  spatial 
mode  structure  of  the  pump  beam  (see  Appendix  C). 
(A  discrepancy  of  ~50%  for  x  =  —0.35  mm  is  perhaps 
due  to  uncertainty  in  the  measurement  of  x.)  Signal 
shapes  are  also  in  much  better  agreement  with  the 
theoretical  predictions  than  in  the  case  of  stationary 
medium.  In  a  flowing  medium  the  spatial  profile  of 
the  pump  laser  appears  to  be  a  less  important  problem. 
Our  flowmeter  has  a  ±5%  calibration  accuracy  and  we 
had  a  ±5%  reading  uncertainty  for  low  velocities.  We 
also  noticed  that  the  velocity  was  not  completely  stable 
through  the  run.  We  feel  that  a  much  better  agree¬ 
ment  of  the  signal  shapes  can  be  obtained  using  a  more 
accurately  measured  velocity.  As  a  matter  of  fact,  the 
PTDS  signal  itself  gives  a  much  better  measurement  of 
the  velocity than  our  flowmeter.  The  bottom  curve 
in  Fig.  22  clearly  shows  that  the  true  velocity  was  a 
little  smaller  than  2.1  m/s  (but  still  within  the  uncer¬ 
tainty  range  of  the  flowmeter).  In  these  investiga¬ 
tions,  however,  no  adjustable  parameters  were  used, 
and  therefore  the  flowmeter  reading  was  used  to  calcu¬ 
late  the  theoretical  results. 

Figures  23  and  24  show  the  effect  of  varying  the 
velocity  at  two  different  positions  of  the  probe  beam. 
Both  sets  of  data  are  part  of  the  same  experimental  run 
as  that  in  Fig.  22,  and  therefore  they  correspond  to  the 
same  experimental  parameters  as  in  Fig.  22  (except  for 
the  laser  power  which  drifted  slightly).  Various  veloc¬ 
ities  as  measured  by  the  flowmeter  are  indicated  on 
each  curve.  Again,  the  theoretical  curves  have  been 
scaled  to  match  the  peaks  of  the  experimental  curves 
for  ease  in  the  comparison  of  the  signal  shapes.  The 
scaling  factors  are  given  in  the  figures.  Consider  Fig. 
23  corresponding  to  x  =  0  first.  We  find  that  the  signal 
increases  monotonically  with  velocity  and  therefore  it 
can  be  used  to  measure  very  low  flow  velocities  as 
demonstrated  by  Nie  et  a/.-b  At  zero  velocity  (not 
shown)  the  signal  is  zero  as  shown  in  Fig.  18.  We  also 
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Kig.  211.  Photothermal  deflection  signals  for  coincident  pump  and 
probe  beams  (x  =  0)  for  different  flow  velocities.  Dots  represent  the 
experimental  signals  while  the  solid  lines  are  the  theoretical  curves 
corresponding  to  the  parameters  given  in  the  text  and  scaled  by  the 
factors  given  on  each  curve. 
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Kig.  24.  Photothermal  deflection  signals  similar  to  those  shown  in 
Kig.  2d  but  forx  =  0.21  mm  Dots  represent  experimental  points  and 
the  solid  lines  are  the  theoretical  curves  scaled  bv  the  indicated 
factors. 

note  that  the  signal  gets  narrower  as  the  velocity  in¬ 
creases,  in  accordance  with  our  intuitive  expectations. 
The  agreement  between  the  theory  and  the  experi¬ 
ment  is  again  excellent  for  relatively  high  velocities. 
The  agreement  gets  worse  for  low  velocities.  This 
could  be  due  to  two  reasons:  First,  the  spatial  profile 
of  the  pump  laser  may  become  more  important  in 
determining  the  signal  shapes  at  lew  velocities.  Sec¬ 
ond,  our  velocity  measurements  (using  the  flowmeter) 
at  low  velocities  are  more  inaccurate.  Moreover,  at 
low  velocities,  the  jet  spreads  out  more,  making  the 


actual  velocity  lower  than  that  derived  from  the  flow¬ 
meter  reading. 

Figure  24  shows  data  similar  to  that  in  Fig.  23  for  x  = 
0.21  nm.  We  see  a  gradual  evolution  of  signal  shape 
from  that  essentially  given  by  diffusion  at  very  low 
velocities  to  the  dispersion-type  shape  for  larger  veloc¬ 
ities.  The  amplitudes  of  the  experimental  signal  agree 
very  well  with  the  theoretical  predictions,  as  before. 
Moreover,  the  shapes  of  the  signals  agree  quite  well 
also,  except  at  very  low  velocities  as  in  Fig.  23,  and 
perhaps  for  the  same  reasons.  The  slight  displace¬ 
ment  between  the  experimental  and  the  theoretical 
signals  seen  in  the  top  four  curves  may  be  primarily 
due  to  inaccuracy  in  the  measurements  of  x  and  vx. 

V.  Conclusions 

We  have  given  a  complete  and  comprehensive  theo¬ 
retical  description  of  the  pulsed  photothermal  effect  in 
a  flowing  medium  in  its  most  general  form.  Special 
case  solutions,  whenever  available,  have  been  com¬ 
pared  with  the  rigorous  theory  to  determine  the  limits 
of  validity  of  the  special  case  solutions.  The  theoreti¬ 
cal  results  have  been  verified  experimentally.  To 
make  an  absolute  comparison  of  the  theory  with  ex¬ 
periment,  no  adjustable  parameters  were  used.  In 
general,  the  experiment  agrees  very  well  with  the  the¬ 
ory.  Many  subtle  effects  which  affect  the  size  and 
shape  of  the  signals  have  been  described. 

We  are  truly  grateful  to  Brian  Monson  and  Yu-Xin 
Nie  for  assistance  with  this  experiment.  The  work  was 
supported  by  Air  Force  Wright  Aeronautical  Labora¬ 
tories. 

Note  added  in  proof:  Andrew  C.  Tam  has  pointed 
out  (private  communication)  that  the  discrepancy  be¬ 
tween  theory  and  experiment  in  Fig.  18  may  be  due  to 
convection  induced  by  the  pump  beam. 

Appendix  A 

In  this  Appendix  we  give  the  constants  that  were 
used  in  the  computation  of  the  theoretical  signals. 
The  unperturbed  refractive  index  of  N?  at  room  tem¬ 
perature  and  atmospheric  pressure  was  taken  to  be31 
nn  =  1.000294.  The  variation  of  the  refractive  index 
with  temperature  dn/dT  was  derived  according  to  the 
ideal  gas  law: 

dn  l^n  —  DTn 

,if  =  r1  (A1) 

and  a  value  of  9.4  X  10~7  K_1  was  used  at  room  tem¬ 
perature. 

The  absorption  coefficient  of  NO?  was  derived  from 
the  published12  value  of  a  =*  5  X  10~3  cm'1  Torr-1. 
For  a  1025-ppm  mixture  of  NO?  at  atmospheric  pres¬ 
sure,  this  gives  a  =  0.39  m-1. 

There  is  extensive  literature  on  the  diffusion  con¬ 
stant  D.  We  have  used  the  value  D  =  2.04  X  10-5  m2/s 
at  room  temperature  and  atmospheric  pressure  from 
Ref.  27.  Other  values  in  the  literature  are  consistent 
with  this  value  within  experimental  errors.  The  ther¬ 
mal  conductivity  k  is  related  to  D  and  to  pCp  by  the 
following  relation: 
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We  have  used  the  value  of  k  =  2.48  X  10"2  Jm-1  s-1  K-1 
at  room  temperature  (along  with  that  of  D )  from  Ref. 
27  to  deduce  pCp. 

To  calculate  PTDS  signals  at  elevated  temperatures 
D  was  assumed  to  increase  as  T17  and  k  was  assumed  to 
increase  as  T°  8  as  deduced  from  the  data  of  Ruther¬ 
ford  et  al ,27  (between  200  and  1100  K)  and  extrapolat¬ 
ed  to  higher  temperatures.  dn/dT  was  assumed  to 
follow  Eq.  (Al). 


Appendix  B 

In  this  Appendix  we  derive  expressions  for  photo- 
thermal  deflection  signals  when  the  pump  beam  has  an 
elliptical  cross  section.  This  situation  closely  corre¬ 
sponds  to  our  experimental  situation.  This  derivation 
also  demonstrates  the  versatility  of  our  Green’s  func¬ 
tion  approach  which  allows  for  a  solution  for  any  type 
of  spatial  profile  that  can  be  expressed  in  analytical 
form.  The  derivation  shows  that  for  transverse  geom¬ 
etry  the  results  are  identical  to  those  for  a  circular 
beam,  while  they  are  different  for  the  collinear  case. 

In  this  case  the  source  term,  Eq.  (2),  is  modified  to 
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for  0  <  t  <  t0, 
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where  a  is  the  major  radius  of  the  pump  beam  (as¬ 
sumed  to  be  along  the  x  axis)  and  6  is  the  minor  radius 
(assumed  to  be  along  the  y  axis).  Since  the  Green’s 
function  is  independent  of  the  form  of  the  source  term, 
it  is  still  given  by  Eq.  (12).  Substitution  of  Eqs.  (Bl) 
and  (12)  into  Eq.  (4)  gives  the  desired  temperature 
distribution: 
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We  will  assume  that  the  probe  beam  displacement  is  in 
the  x  direction,  as  before.  Again,  dT/dx  can  be  calcu¬ 
lated  by  differentiating  inside  the  integral.  We  can 
therefore  derive  the  expressions  for  transverse  PTDS 
and  collinear  PTDS  using  Eqs.  (19)  and  (22),  respec¬ 
tively,  as  we  did  in  Sec.  II.  The  results  are,  for  t  >  t0, 
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We  find  that  the  expression  for  transverse  PTDS  for 
an  elliptical  beam  is  identical  to  that  for  a  circular 


beam  of  radius  a,  Eq.  (21).  However,  the  expression 
for  collinear  PTDS  is  different  from  the  corresponding 
expression  for  a  circular  beam,  Eq.  (23).  Equation 
(B4)  predicts  that  for  an  elliptical  beam  (b  <  a)  the 
signal  is  stronger  and  its  width  is  narrower  than  for  the 
circular  case. 

Appendix  C 

In  this  Appendix  we  describe  the  effect  of  probe 
beam  size  on  the  PTDS  signal.  We  find  that,  when  the 
probe  beam  diameter  is  very  small  compared  with  the 
pump  beam  diameter,  the  higher-order  mode  struc¬ 
ture  in  the  spatial  profile  of  our  pump  beam  can  easily 
be  seen.  However,  as  the  probe  beam  diameter  is 
increased,  this  structure  cannot  be  seen  due  to  the  loss 
of  resolution.  Moreover,  as  the  probe  beam  diameter 
is  increased,  the  amplitude  of  the  PTDS  signal  de¬ 
creases;  this  effect  becomes  quite  apparent  by  the  time 
the  probe  beam  diameter  becomes  greater  than  one- 
half  of  the  diameter  of  the  pump  beam. 

We  start  by  reexamining  Fig.  19.  The  shape  of  the 
curve  in  Fig.  19  closely  corresponds  to  the  derivative  of 
the  spatial  profile  of  the  pump  beam,23  therefore  it  can 
be  used  to  measure  its  radius  as  demonstrated  by  Rose 
et  aL33  The  two  extrema  occur  at  x  =  ±a/ 2,  and  a 
simple  measurement  of  the  distance  between  the  two 
extrema  gives  the  pump  beam  radius.  This  is  found  to 
be  0.47  mm,  in  good  agreement  with  the  results  of  the 
knife-edge  technique  (0.46  mm).  As  mentioned 
above,  our  pump  beam  was  not  Gaussian  but  it  was  a 
combination  of  modes.  This  mode  structure  cannot 
be  seen  in  Fig.  19,  because  the  resolution  in  the  experi¬ 
ment  was  not  high  enough  to  resolve  this  structure.  As 
mentioned  previously,  the  probe  beam  radius  was  0.15 
mm  compared  with  the  pump  beam  radius  of  0.46  mm 
at  their  focal  points  (the  interaction  region).  To  illus¬ 
trate  this  point,  Fig.  25  shows  a  curve  similar  to  Fig.  19, 
but  taken  at  a  different  time  in  different  conditions. 
At  this  time  the  pump  beam  was  only  mildly  focused 
[Fig.  25(a)]  and  therefore  it  was  much  larger  in  size 
(~0.8-mm  radius  as  seen  from  the  diagram)  than  the 
probe  beam.  The  crosses  are  the  experimental  points 
and  the  solid  line  is  the  theoretical  curve.  Only  the 
shape  of  the  curve  is  important  here,  therefore  the 
peak  of  the  theoretical  curve  has  been  normalized  to 
the  experimental  data.  We  can  clearly  see  that  the 
spatial  profile  of  the  pum  p  beam  has  bumps  in  it  and  it 
is  not  Gaussian  by  any  means.  Figure  25(b)  shows  the 
measured  spatial  profile  of  the  same  pump  beam  after 
it  was  more  tightly  focused  (~0.4  mm  as  seen  in  the 
diagram).  The  probe  beam  diameter  remained  un¬ 
changed.  In  this  case  the  probe  beam  did  not  have 
enough  resolution  to  be  able  to  resolve  the  mode  struc¬ 
ture  in  the  spatial  profile  of  the  pump  beam.  As  the 
pump  beam  is  focused  even  more  tightly  (leaving  the 
probe  beam  size  unchanged),  the  mode  structure,  of 
course,  remains  unresolved;  however,  the  experimen¬ 
tal  curve  becomes  broader  and  smaller  than  the  theo¬ 
retical  curve.  Figure  25(c)  illustrates  this  point.  Data 
shown  here  are  from  an  experimental  run  different 
from  those  shown  in  Figs.  25(a)  and  (b),  nevertheless, 
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Fig.  '25.  Diagram  showing  the  effect  of  the  relative  sizes  of  the 
pump  and  the  probe  beams  on  peak  photothermal  deflection  signal. 
Crosses  are  experimental  points  and  the  solid  lines  are  the  theoreti¬ 
cal  curves.  Theoretical  curves  have  been  scaled  so  that  their  peaks 
match  the  experimental  values.  Curve  (a)  is  for  the  case  when  the 
pump  beam  diameter  is  very  large  compared  with  the  probe  beam 
diameter.  In  this  case  the  probe  beam  is  able  to  resolve  the  spatial 
mode  structure  of  the  pump  beam  which  is  non-Gaussian.  In  (b)  the 
pump  beam  has  been  focused  down  to  ~0.4  mm  and  the  probe  beam 
is  no  longer  able  to  resolve  the  structure.  When  the  pump  beam  size 
becomes  about  equal  to  (or  smaller  than)  the  probe  beam,  the 
experimental  curve  becomes  broader  than  the  theoretical  curve  as 
shown  in  (c). 


they  illustrate  our  point.  In  this  case  the  pump  beam 
radius  was  0.14  mm  while  the  probe  beam  radius  was 
0.1  mm  (both  measured  by  the  knife-edge  technique). 
We  see  clearly  that  the  experimental  curve  is  broader 
than  the  theoretical  curve.  This  effect  becomes  very 
obvious  by  the  time  the  pump  beam  diameter  becomes 
about  equal  to  the  probe  beam  diameter.  When  the 
pump  and  the  probe  beams  are  about  equal  in  size,  we 
find  that  the  amplitude  of  the  experimental  signal  is 
about  a  factor  of  2  smaller  than  the  theoretical  predic¬ 
tion.  This,  of  course,  is  totally  expected  because  the 
theory  assumes  that  the  probe  beam  is  a  single  ray  of 
1  ight.  Obviously,  for  quantitative  agreement  with  the¬ 
ory  it  is  important  to  keep  the  probe  beam  diameter 
much  smaller  (<l/3)  than  the  pump  beam  diameter.3,1 
In  our  experiments,  we  were  frustrated  in  these  at¬ 
tempts  due  to  the  non-Gaussian  mode  structure  of  the 
pump  beam  which  showed  up  prominently  whenever 
the  probe  beam  size  was  made  too  small  compared  with 


the  pump  beam  size.  We  feel  that  much  better  agree¬ 
ment  between  the  theory  and  the  experiment  can  be 
obtained  using  a  laser  with  good  spatial  profile.  In  our 
numerous  experiments,  we  have  noticed  an  unmistak¬ 
able  correlation  between  the  quality  of  our  experimen¬ 
tal  data  (i.e.,  the  degree  of  agreement  with  the  theory) 
and  quality  of  the  spatial  profile  of  the  pump  beam. 
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Continuous  wave  photothermai  deflection  spectroscopy  in 
a  flowing  medium 
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A  complete  and  rigorous  theoretical  treatment  of  the  continuous  wave  photothermai  deflection  spectroscopy 
in  a  flowing  medium  is  given.  The  theoretical  results  have  been  verified  experimentally. 


I.  Introduction 

There  is  presently  extensive  interest  in  the  tech¬ 
nique  of  photothermai  deflection  spectroscopy 
(PTDS),1"'1  and  this  technique  has  found  a  wide  range 
of  applications.  In  this  paper  we  present  a  compre¬ 
hensive  and  rigorous  theoretical  treatment  of  the  cw 
PTDS  technique  for  the  most  general  conditions,  i.e., 
for  a  flowing  medium.  The  results  for  a  stationary 
medium  appear  as  a  special  case.  Very  interesting 
results  have  been  found,  and  these  results  will  extend 
the  range  of  applications  of  cw  PTDS  in  fluids.  Re¬ 
sults  of  an  experiment  used  to  verify  the  theory  are  also 
presented. 

The  principle  of  the  PTDS  technique  is  as  follows: 
A  dye  laser  beam  (pump  beam)  passes  through  the 
medium,  and  it  is  tuned  to  an  absorption  line  of  the 
molecules  or  atoms  of  interest.  The  molecules  absorb 
the  laser  energy,  and  in  the  presence  of  quenching 
collisions  some  of  this  energy  appears  in  the  rotation¬ 
al-translational  modes  (heating)  of  the  molecules  of 
the  medium.  If  the  quenching  rates  are  high  com¬ 
pared  with  the  radiative  rates,  almost  ail  the  absorbed 
energy  appears  in  the  heating  of  the  laser  irradiated 
region.  The  temperature  change  of  the  laser  irradiat¬ 
ed  region  results  in  a  change  of  the  refractive  index  of 
that  region.  This  change  in  the  refractive  index  can  be 
probed  by  a  second,  and  weaker,  laser  (probe  beam). 
In  general,  the  refractive  index  is  nonuniform,  and  the 
refractive-index  gradient  deflects  the  probe  beam. 
The  deflection  of  the  probe  beam  may  be  detected 
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conveniently  using  a  position  sensitive  optical  detec¬ 
tor.  In  the  case  of  a  cw  pump  beam,  it  is  generally 
convenient  to  intensity  modulate  the  pump  beam  at 
some  frequency  /.  In  this  way,  the  deflection  is  also 
modulated  at  frequency  [,  which  can  then  be  detected 
conveniently  using  a  phase  sensitive  detector. 

The  only  previous  theoretical  study  of  the  cw  PTDS, 
to  our  knowledge,  is  that  of  Jackson  et  al.4  These 
authors,  however,  consider  only  a  stationary  medium. 
Our  study  is  more  general  (i.e.,  a  flowing  medium),  and 
Jackson  et  al.' s  results  appear  as  a  special  case  (flow 
velocity  =  0)  in  our  solutions.  Moreover,  this  treat¬ 
ment  of  the  cw  PTDS  unifies  the  theory  of  cw  PTDS 
with  that  of  pulsed  PTDS  in  a  flowing  medium,  pub¬ 
lished  earlier  by  Rose  et  al ,5 

The  theory  of  cw  PTDS  is  given  in  Sec.  II.  The 
theoretical  results  are  discussed  in  Sec.  III.  The  appa¬ 
ratus  is  described  in  Sec.  IV,  and  the  experimental 
results  are  presented  in  Sec.  V. 

II.  Theory 

Figure  1  shows  the  basic  geometry  of  the  pump  and 
probe  beams.  Two  cases  are  considered:  Transverse 
PTDS,  in  which  the  probe  beam  is  perpendicular  to  the 
pump  beam,  and  the  collinear  PTDS,  in  which  the 
pump  and  probe  beams  are  parallel.  We  assume  the 
pump  beam  to  be  propagating  along  the  z  axis.  The 
origin  of  the  coordinate  system  lies  on  the  axis  of  the 
pump  beam.  For  the  transverse  PTDS,  the  probe 
beam  propagates  along  the  y  axis,  and  for  the  collinear 
PTDS,  the  probe  beam  propagates  in  the  z  direction. 
In  both  cases,  the  medium  flows  with  velocity  vx  in  the 
x  direction.  The  pump  and  probe  beams  do  not  neces¬ 
sarily  intersect,  and  they  may  be  separated  by  a  vari¬ 
able  distance  x  in  the  x  direction.  For  the  collinear 
case,  they  may  also  be  separated  by  a  distance  y  in  the  y 
direction  (not  shown  in  Fig.  1).  The  general  case, 
where  the  pump  and  probe  beams  make  an  arbitrary 
angle  8  will  not  be  considered  here.  This  case  has  been 
treated  by  Rose  et  al.h  previously  in  connection  with 
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Fig.  1.  Pump  and  the  probe  beam  configuration  for  (a)  transverse 
and  (b)  colhnear  PTDS. 
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Fig.  2.  Deflection  of  a  probe  beam. 


pulsed  PTDS,  and  expressions  for  cw  PTDS  can  be 
derived  analogously.  Deflection  of  the  probe  beam  in 
the  x  direction  <p(x,y,t)  is  measured,  and  our  aim  is  to 
derive  an  expression  for  <p(x,y,t).  The  temperature 
distribution  created  by  the  absorption  of  the  pump 
beam  is  derived  in  Sec.  II. A,  and  expressions  for  the 
resulting  deflection  of  a  pr  be  beam  propagating  in 
this  region  are  derived  in  Sec.  II. B. 

A.  Temperature  Distribution 

The  temperature  distribute,  n  created  by  the  ab¬ 
sorption  of  the  pump  beam  in  a  flowing  medium  is 
given  by  the  solution  of  the  differential  equation: 

Wr.t  dT(r.t)  1 


=  Dv-T(r.f)  -  v 


where  T{r,t)  is  the  temperature  above  the  ambient,  D 
is  the  diffusivity,  p  is  the  density,  and  Cp  is  the  specific 
heat  at  constant  pressure  of  the  medium.  The  first, 
second,  and  third  terms  on  the  right-hand  side  of  Eq. 
(1)  represent,  respectively,  the  effects  of  the  thermal 
diffusion,  flow,  and  heating  due  to  the  pump  beam 
absorption.  If  we  assume  the  medium  to  be  weakly 
absorbing,  the  heat  produced  by  the  medium  per  sec¬ 
ond  per  unit  volume  is  given  by 

2P..ot 

Q(r,t)  =  ,  exp(-2r~/a*)(l  +  cosojO,  (2) 

ira- 

where  a  is  the  absorption  coefficient  of  the  medium. 
The  laser  beam  is  assumed  to  have  a  Gaussian  spatial 
profile  with  a  1/e-  radius  a.  The  laser  beam  is  sinusoi¬ 
dally  modulated  at  a  frequency  /  =  w/2 ir.  The  average 
power  of  the  laser  beam  is  Pav;  i.e.,  the  laser  power 
oscillates  between  0  and  P0  =  2 Pav. 

Equation  (1)  has  been  solved  in  two  dimensions 
U  and  y).  Implicit  in  this  is  the  assumption  that  there 
are  no  inhomogeneities  in  the  medium  along  the  pump 
beam  (z  direction).  The  boundary  conditions  are 

=■  0,  rixo-.Dl/.u  =  0. 

T’u.y.Dl,.*,  *  o.  ruo'.oL.j.  =  o, 

where  the  laser  is  turned  on  at  t  =  0,  and  7V  represents 
the  gradient  of  the  temperature.  The  solution  of  Eq. 
( 1 )  is  given  by 


TUo'.f) 


Q(  f, 17.  r)G(x  |  fo  |  ij;f  |  rjdfdijdr, 


where  G  is  the  Green’s  function  appropriate  for  Eq.  ( 1 ), 
and  the  functional  form  of  Q  is  given  by  Eq.  (2).  The 
Green's  function  satisfies  the  differential  equation 


ap  tip  I 

-Dv:.G  +  v  +  =  ,  o(x  -  0Hy  —  n)o(t  -  7 ),  (5) 

cix  ot 

with  appropriate  boundary  conditions.  Rose  et  al.b 
have  found  the  Green’s  function  for  Eq.  (5)  in  connec¬ 
tion  with  pulsed  PTDS  to  be 
H  (t) 

G=  '  exp(-|x  -  |f  +  t,((  -  r)||;/(-»£)(f  -  r)|) 

4ir ~  t ) 

x  exp|-|.v  -  ij|-/|4D(f  -  r)]j,  (6) 

where  Hr(t)  is  the  Heaviside  unit  step  function.  The 
Green’s  function  is  independent  of  the  source  term, 
Eq.  (2),  and,  therefore,  the  same  Green’s  function  is 
valid  for  pulsed  PTDS,  cw  PTDS,  modulated  cw  PTDS, 
etc.  This  is  indeed  the  most  attractive  feature  of  our 
theoretical  treatment.  The  temperature  distribution 
can  be  found  easily  using  Eqs.  (4)  and  (6)  for  any  type 
of  source  function,  e.g.,  a  laser  operating  in  a  TEMoo 
mode  or  a  laser  with  elliptical  Gaussian  profile  etc. 
Substitution  of  Eqs.  (6)  and  (2)  in  Eq.  (4)  leads  to  the 
desired  result 

rr,,  2uP„,  (i  (l  +  coso) 7) 


T(x  \  U  + cosuit) 

y’  ’Tf'CV  ill  (a-  +  8 D(t  -  7>1 


X  exp(-2|(x  -  L’.d  -  r)|J  +  >"|/|a-  +  8 D(t  -  rl])d7. 


B.  Probe  Beam  Deflection 

The  propagation  of  an  optical  beam  in  an  inhomo¬ 
geneous  medium  is  governed  by  the  equation6 


(-2)- 


v  n(r.t), 


where  s  represents  the  beam  path,  6  is  the  perpendicu¬ 
lar  displacement  of  the  beam  from  its  original  position, 
as  shown  in  Fig.  2,  and  V  xnlr.t)  is  the  gradient  of  the 
refractive-index  perpendicular  to  the  beam  path.  The 
refractive  index  n(r,t)  is  related  to  the  unperturbed 
refractive  index  n0  by 

n(r.r)  =  r?„  +  .  Tlr.r),  (9) 

where  TA  stands  for  the  ambient  temperature.  There¬ 
fore, 

v-r,r'nds-  "O' 

ds  n„drj|1Jlh 

where  the  integration  has  been  carried  out  over  the 
path  of  the  beam.  In  our  geometry  (Fig.  1)  and  for 
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small  deflections,  we  may  simply  write  the  deflection 
angle  <t>  as 


1  dn  I  dT(x,v,i)  j 
AT  jpaih  Ax 


(11) 


For  transverse  and  collinear  PTDS  (Fig.  1),  this  equa¬ 
tion  reduces  to 


and 


4>1\x.t) 


1  an  ATix.y.l )  , 
ax. 

n„  AT  Ax 


'!>l(X,X.t  )  =  — 


1  An 
n„  AT 


AT(x.x.t) 

Ax 


dz. 


112) 


(13) 


respectively.  Using  Eq.  (7)  in  Eqs.  (12)  and  (13),  4>r 
and  <t>i.  may  be  written  explicitly  as 

1  an  8<»/>11  /'  (l  +  COSaT»(i  -  r,lt  —  r)| 

<bt\x,t)  -  —  _  , 

n„AT  ,  2tri>L\. |a- +  8D(t  -  r)[  - 

x  exp)-2|i  -  i\<t  -  r))7(a-  +  RDU  -  ri||<fr,  (14) 

I  dn  8orP„  ['  (1  +  cosuir)|.t  -  r,(/  -  r)| 

'  n„AT  ir pC„  I„  |a  ’  +  8D(t  —  r)|- 

X  exp(— 2||x  -  r,(f  -  r 1 1"  +  \"V|<T  +  80(1  -  r)|)dr. 

(15) 

respectively,  where  /  is  the  interaction  length  for  the 
collinear  case.  The  last  step  in  the  evaluation  of  the 
temperature  [Eq.  (7)[  and  the  deflection  signal  [Eqs. 
(14)  and  (15)|  is  the  integration  over  r. 

The  evaluation  of  these  integrals  was  problematic  as 
the  integrand  is  highly  oscillatory  due  to  the  presence 
of  a  coswr  factor,  and  it  rises  very  steeply  near  r  «  t  due 
to  the  presence  of  the  exponential  factor.  T o  evaluate 
these  integrals,  the  range  of  integration  0  to  t  was 
divided  into  three  regions:  0  to  0.9t,  0.9t  to  0.99t,  and 
0.99t  to  t.  These  regions  were  further  divided  into 
many  small  intervals.  The  integral  in  each  of  these 
small  intervals  was  evaluated  using  Gaussian  quadra¬ 
ture  of  sixty-four  points.  The  length  of  these  intervals 
was  chosen  according  to  the  steepness  and  oscillation 
frequency  of  the  integrand.  They  were  smaller  in  the 
region  where  the  integrand  was  changing  rapidly.  For 
example,  for  frequencies  above  10  Hz,  one  interval  was 
chosen  for  each  oscillation  in  the  first  region  (0  to  0.9t). 
In  the  time  range,  0.9t  to  0.99t,  two  intervals  were 
chosen  for  each  oscillation.  In  the  third  region  (0.99t 
to  t)  four  intervals  were  chosen  for  each  oscillation. 
The  number  of  intervals  had  to  be  increased  further 
with  increasing  velocities. 


III.  Theoretical  Results 

Figure  3  shows  the  temperature  distribution  created 
by  the  pump  laser  beam  calculated  using  Eq.  (7) .  The 
temperature  has  been  plotted  as  a  function  of  distance 
from  t*'?  '•enter  of  fhe  leser  F>eam.  This  distance  x  is 
measured  in  units  of  the  beam  radius  a  for  conve¬ 
nience.  The  four  curves  correspond  to  the  stationary 
medium  and  to  the  medium  moving  with  flow  velocity 
v,  =  1  cm/s,  v,  =  10  cm/s,  and  vx  =  1  m/s,  as  labeled. 
The  laser  beam  is  assumed  to  be  unmodulated  [oo  =  0  in 
Eq.  (7)].  The  following  values  of  various  parameters 


x/ a 

Fi(j.  3.  Temperature  distribution  produced  by  a  pump  beam  of 
power  1  W,  1/e-  radius,  a  =  0.5  mm,  in  a  medium  of  absorption 
coefficient  a  =  0.39  m_l.  These  temperature  distributions  have 
been  computed  for  a  stationary  medium  (t\  =  0)  and  for  three 
different  flow  velocities  as  labeled.  Top  two  curves  have  been 
expanded  by  the  indicated  factors  for  clarity. 


have  been  used  in  this  computation  (and  all  subse¬ 
quent  computations  presented  in  this  section):  Laser 
beam  power  Pav  =  1  W,  pump  beam  radius  a  =  0.5  mm, 
absorption  coefficient  a  =  0.39  m_l  (corresponding  to 
1000-ppm  NO2  in  atmospheric  pressure  N2  and  X  =  490 
nm),  and  pCp  and  D  are  taken  to  be  1.22  X  10s  J  m-3 
K-1  and  2.04  X  10~s  m2  s-1,  respectively,  correspond¬ 
ing  to  atmospheric  pressure  of  N2-  All  the  tempera¬ 
ture  distributions  shown  in  Fig.  3  have  been  computed 
for  5  s  after  turning  on  the  laser  beam.  We  have 
studied  the  temporal  evolution  of  these  distributions 
and  find  that  a  true  steady  state  is  never  reached, 
particularly  in  a  stationary  medium.  That  is,  the  tem¬ 
perature  keeps  rising  forever.  This  is  a  consequence  of 
the  fact  that  we  have  assumed  the  medium  to  have 
open  boundaries.  However,  for  distances  close  to  the 
beam,  a  quasi-steady  state  is  established;  that  is,  the 
rate  of  temperature  increase  becomes  negligible  after  a 
certain  time  (a  few  seconds  for  a  stationary  medium). 
This  time  shortens  considerably  as  the  flow  velocity  is 
increased.  An  examination  of  Fig.  3  shows  that  the 
temperature  distribution  in  a  stationary  medium  ex¬ 
tends  far  beyond  the  radius  of  the  pump  beam.  (The 
temperature  distribution  extends  to  infinity  at  infinite 
time.)  As  the  flow  velocity  is  increased,  the  tempera¬ 
ture  extends  farther  downstream.  Moreover,  the 
magnitude  of  the  temperature  rise  decreases  with  in¬ 
creasing  velocity,  as  expected.  Since  the  photother- 
mal  deflection  signal  is- proportional  to  the  gradient  of 
the  temperature,  one  would  expect  the  signal  to  be 
antisymmetric  about  x  =  0  for  the  stationary  medium 
and  lose  the  symmetry  for  nonzero  flow  velocities. 
Moreover,  the  largest  signal  would  be  found  slightly 
upstream  since  the  gradient  if  highest  there.  On  the 
other  hand,  the  signal  would  be  very  small  down¬ 
stream,  although  the  temperature  distribution  ex¬ 
tends  quite  far  downstream,  since  the  gradient  is  small 
there.  This  is  in  contrast  to  pulsed  PTDS. 
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Fig.  4.  Collinear  PTDS  signals  corresponding  to  the  temperature 
distribution  shown  in  Fig.  3. 


TRANSVERSE  PTDS 
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Fig.  5.  Transverse  PTDS  signals  corresponding  to  the  temperature 
distribution  of  Fig.  3. 


Figure  4  shows  the  steady  state  PTDS  signals  for 
collinear  geometry  evaluated  using  Eqs.  (15)  with 
w  =  0.  In  contrast  to  the  temperature  distribution,  the 
photothermal  deflection  signal  does  reach  a  steady 
state.  In  this  computation  the  interaction  length  l  =  1 
cm,  (dn)/(dt)  *  9.4  X  10"7  K-1  appropriate  for  N->  at 
room  temperature,  and  all  other  parameters  are  the 
same  as  those  in  Fig.  3.  Again,  the  four  curves  corre¬ 
spond  to  ox  *  0,  1  cm/s,  10  cm/s,  and  1  m/s.  As 
expected,  the  PTDS  signal  for  n,  =  0  is  antisymmetric, 
it  loses  its  symmetry  as  ux  increases,  and  the  largest 
signal  occurs  slightly  upstream.  Figure  5  shows  the 
PTDS  signals  for  the  transverse  geometry.  These 
curves  follow  the  same  general  trend  as  the  collinear 
ones,  except  that  the  signal  magnitudes  are  smaller 
(due  to  the  shorter  interaction  length)  and  that  the 
wings  of  the  signal  for  vx  =  0  extend  farther  out.  The 
apparent  symmetry  of  the  signal  for  vx  =  1  m/s  about 
x  =  0  is  fortuitous. 

To  measure  the  PTDS  signals,  it  is  generally  conve¬ 
nient  to  modulate  the  pump  beam  intensity  and  detect 
the  oscillating  component  of  the  deflection  using 
phase-sensitive  (lock-in)  techniques.  The  observed 
signal  is  then  the  rms  value  of  the  oscillating  compo¬ 
nent  of  the  deflection.  Figure  6  shows  the  tempera¬ 
ture  distribution  at  four  different  times  in  the  modula¬ 
tion  cycle  of  the  pump  laser  for  a  modulation  frequent’ 
of  10  Hz,  and  vx  =  10  cm/s.  The  solid  curve  corre¬ 
sponds  to  the  peak  of  the  laser  intensity,  the  dashed 
curve  (t  =  0.15  s)  corresponds  to  the  off  portion  of  the 
laser  intensity,  and  the  other  two  curves  are  for  the 
intermediate  values  of  time.  The  temperature  distri¬ 
bution  goes  through  drastic  changes  with  time.  What 
is  significant  is  the  fact  that  outside  the  pump  beam  on 
the  downstream  side,  the  gradient  of  the  temperature 
even  changes  sign  as  a  function  of  time.  It  is  impor¬ 
tant  to  appreciate  this  point  to  understand  physically 
the  rms  signals.  Figure  7  show  the  deflection  for  the 
collinear  case  at  four  different  times  in  the  modulation 
cycle,  and,  as  expected,  the  signal  on  the  downstream 


Fig  6.  Temperature  distribution  at  four  different  times  in  the 
modulation  cycle  of  the  pump  laser  for  u ,  =  10  cm/s.  The  modula¬ 
tion  period  is  0. 1  s. 


COLLINEAR  PTDS 


x/a  - - 

Fig.  7.  Collinear  PTDS  signals  at  four  different  times  when  the 
pump  laser  is  modulated  at  f  =  10  Hz.  These  signals  correspond  to 
the  temperature  distributions  shown  in  Fig.  6. 
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Fig.  8.  Raot-mean-square  values  of  the  deflection  signals  for  the 
eollinear  case  plotted  as  a  function  of  the  pump-to-probe  distance 
for  four  different  flow  velocities,  as  labeled.  Solid  curves  are  for  a 
modulation  frequency  of  10  Hz,  while  the  dotted  curves  are  for  100 
Hz.  The  top  curves  have  been  expanded  by  the  indicated  factors  for 
clarity. 


side  changes  sign  as  a  function  of  time.  Figure  8  shows 
the  rms  values  of  the  oscillating  part  of  the  deflection 
signal  for  the  eollinear  case.  Again,  four  different  flow 
velocities  are  considered  as  labeled.  As  expected,  the 
signals  show  increasing  asymmetry  with  increasing 
flow  velocity.  The  solid  curves  are  for  a  modulation 
frequency  of  10  Hz,  while  the  dashed  ones  are  for  100 
Hz.  We  note  that,  in  general,  the  signal  decreases  with 
increasing  modulation  frequency.  This  is  because  the 
medium  is  unable  to  respond  to  fast  changes  due  to 
thermal  inertia.  Moreover,  for  a  stationary  medium, 
the  peak  of  the  signal  is  pulled  closer  to  the  pump  beam 
center  with  increasing  modulation  frequency.  This  is 
because  the  heat  is  only  able  to  diffuse  through  a  short 
distance  during  the  modulation  cycle  at  a  high  modula¬ 
tion  frequency.  Figure  9  shows  curves  analogous  to 
those  of  Fig.  8  for  the  transverse  case.  In  general  the 
signal  shapes  are  similar  to  those  for  the  eollinear  case, 
and  the  magnitude  of  the  signals  is  smaller  by  about  an 
order  of  magnitude,  as  expected. 

An  examination  of  magnitudes  of  the  signals  at  x  =  0 
shows  that  the  PTDS  signal  grows  with  velocity  for  low 
values  of  the  velocity.  This  fact  may  be  used  to  mea¬ 
sure  the  flow  velocity.  This  method  of  flow  velocity 
measurement  is  analogous  to  the  method  demonstrat¬ 
ed  by  Nie  et  al.7  for  the  case  of  pulsed  PTDS. 

IV.  Apparatus 

A  schematic  diagram  of  the  apparatus  used  for  the 
experiment  is  shown  in  Fig.  10.  The  pump  beam  was 
supplied  by  a  Coherent  Radiation  model  CR12  Ar+ 
laser  tuned  to  514  nm.  The  Ar+  laser  was  intensity 
modulated  at  a  frequency  of  10  or  100  Hz  using  a  sine 
wave  from  a  function  generator.  The  pump  beam 
passed  through  a  glass  cell  of  square  cross  section  (1X1 
cm).  N2  gas  seeded  with  1000-ppm  N02  passed 
through  the  cell.  N02  was  added  to  N2  to  make  the  gas 


Fig.  9.  Root-mean-square  values  of  the  deflection  signals  for  the 
transverse  case. 


Fig.  10.  Schematic  illustration  of  the  experiment. 


absorb  optical  radiation  in  the  visible  region.  The 
flow  rate  of  the  gases  through  the  cell  could  be  con¬ 
trolled  with  a  valve  and  measured  using  a  flowmeter. 
The  probe  beam  was  supplied  by  an  0.8-mW  Uniphase 
He-Ne  laser  operating  at  628  nm.  In  this  experiment, 
the  angle  6  between  the  pump  and  probe  beams  was 
arranged  to  be  tr/2  (transverse  PTDS).  The  pump 
beam  could  be  translated  so  as  to  vary  the  distance  x 
between  the  pump  and  probe  beams.  The  deflection 
of  the  probe  beam  was  measured  by  a  Silicon  Detector 
Corp.  bicell  detector.  The  difference  signal  from  the 
two  cells  was  measured.  A  deflection  of  the  probe 
beam  resulted  in  a  change  in  the  difference  signal. 
Since  the  pump  beam  was  sinusoidally  modulated,  the 
difference  signal  was  also  sinusoidally  modulated. 
The  oscillatory  part  of  the  deflection  signal  was  mea¬ 
sured  using  a  Princeton  Applied  Research  model  HR8 
lock-in  amplifier.  The  lock-in  amplifier  gave  a  signal 
proportional  to  the  rms  value  of  the  deflection,  which 
was  plotted  on  a  chart  recorder. 
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Fig.  11.  Meas'ired  values  of  the  rms  deflections  for  the  transverse 
case  for  three  different  velocities  and  for  modulation  frequencies  /  = 
U)and  100  Hz.  as  labeled.  The  top  three  curves  have  been  expanded 
for  clarity,  as  indicated.  These  curves  correspond  approximately  to 
the  theoretical  curves  of  Fig.  9. 


V.  Experimental  Results 

Figure  1 1  shows  some  of  the  experimental  results  for 
the  transverse  PTDS.  The  rms  values  of  the  deflec¬ 
tion  are  plotted  as  a  function  of  the  distance  between 
the  pump  and  probe  beams.  This  distance  has  been 
plotted  in  units  of  the  pump  beam  radius.  Positive 
values  of  x  correspond  to  the  probe  beam  being  down¬ 
stream  from  the  pump  beam.  Data  are  displayed  for 
three  How  velocities,  ux  =  Icm/s.i1,  =  10  cm/s,  and  vx  = 
1  m/s,  as  labeled.  The  solid  circles  correspond  to  a 
modulation  frequency  f  =  10  Hz,  while  the  crosses 
correspond  to  j  -  100  Hz.  The  lines  drawn  through 
the  data  points  are  not  the  result  of  a  fit;  they  have 
been  drawn  to  guide  the  eye.  These  data  were  taken 
with  an  average  pump  power  PM  of  1  W,  pump  beam 
radius  a  was  0.46  mm  as  measured  by  the  knife-edge 
technique, s  and  the  probe  beam  radius  was  estimated 
to  be  0.1  mm.  The  flow  velocity  was  estimated  using 
the  area  of  cross  section  of  the  cell,  the  gas  flow  rate  as 
measured  by  a  flowmeter,  and  the  assumption  of  a 
laminar  flow  within  the  cell.  No  attempts  were  made 
in  these  experiments  to  measure  the  absolute  values  of 
the  deflection. 

An  examination  of  the  experimental  results  shown 
in  Fig.  1 1  confirms  the  essential  validity  of  the  theoret¬ 
ical  results  presented  in  Sec.  III.  We  note  that  the 
signal  changes  shape  with  increasing  velocity  in  accor¬ 
dance  with  the  theoretical  predictions  of  Fig.  9,  and  the 
peak  signal  amplitude  decreases  and  its  position  shifts 
with  increasing  velocity,  as  expected.  Moreover,  the 
signal  decreases  with  increasing  modulation  frequen- 


x/a  - *- 

Fig.  12.  Measured  rms  deflection  for  the  transverse  case  for  v,  =  10 
cm/s  and  /  =  10  Hz. 


cy,  as  predicted  by  the  theory.  However,  we  note  that 
the  exact  shape  of  the  curve  is  somewhat  different  from 
those  shown  in  Fig.  9,  particularly  for  the  case  of  ux  = 
1U  cm/s.  We  believe  that  the  actual  flow  velocity  was 
larger  than  10  cm/s  for  this  case  due  to  inaccuracy  in 
the  measurement  of  the  gas  flow  rate  and  probably  due 
to  some  turbulence.  There  are  four  observations  that 
support  this  assertion:  (1)  The  magnitude  of  the  sig¬ 
nal  is  a  factor  of  ~2  smaller  than  that  for  vx  =  1  cm/s, 
while  the  theory  predicts  a  smaller  change.  (2)  For  /  = 
10  Hz,  the  ratio  of  the  peak  amplitude  to  that  of  the  tail 
{downstream  side)  is  ~4,  while  Fig.  9  predicts  it  to  be 
~2.5.  (3)  Relative  magnitude  of  the  /  =  100-Hz  signal 
with  respect  to  the  f  -  10  Hz  is  higher  than  predicted. 
(4)  The  f  -  100-Hz  signal  has  a  more  prominent  tail  on 
the  downstream  side.  All  these  observations  are  con¬ 
sistent  with  a  higher  flow  velocity.  Moreover,  a  differ¬ 
ent  run  on  a  different  day  (when  the  pump  and  the 
probe  beams  were  at  a  different  place  in  the  cell)  did 
produce  a  signal  for  ux  =  10  cm/s,  which  was  consistent 
with  the  theoretical  predictions,  as  shown  in  Fig.  12. 
However,  at  that  time,  data  for  other  velocities  were 
not  taken,  and  only  a  single  curve  shown  in  Fig.  12  is 
available.  In  both  Figs.  1 1  and  12, 1  jiRad  of  deflection 
corresponded  to  ~7  mV  of  signal.  Therefore,  the  ob¬ 
served  peak  signal  for  vx  =  1  cm/s  was  ~1.2  /iRad, 
which  is  of  the  same  order  of  magnitude  as  the  one 
predicted  theoretically  (Fig.  9).  Absolute  measure¬ 
ments,  however,  were  not  attempted  for  purely  techni¬ 
cal  reasons  (uncalibrated  flowmeter,  possible  devi¬ 
ations  from  laminar  flow  in  the  cell,  uncalibrated  gas 
composition,  etc.).  Good  general  agreement  between 
the  theory  and  experiment,  however,  does  confirm  the 
essential  validity  of  the  theory. 

To  summarize,  we  have  given  a  complete  and  rigor¬ 
ous  theoretical  treatment  of  the  continuous-wave  pho- 
tothermal  deflection  spectroscopy  in  a  flowing  medi¬ 
um,  and  the  theoretical  results  have  been  verified 
experimentally. 


This  work  was  supported  in  part  by  Air  Force 
Wright  Aeronautical  Laboratories. 
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Laser  beam  profile  is  an  important  parameter  in  the  field 
of  laser  research,  development,  and  applications.  Several 
methods  of  measuring  a  laser  beam  profile  have  been  report¬ 
ed  in  the  literature. 1  These  methods  consist  of  photographic 
methods,2'3  beam-scan  techniques4*7  (pinhole,  slit,  and 
knife-edge),  and  imaging  detector  techniques,8  among  oth¬ 
ers.9*12  In  this  letter  we  report  a  new  method  for  measuring 
laser  beam  profiles  using  the  photothermal  deflection  tech¬ 
nique.13 

The  principle  of  this  method  is  quite  simple:  Let  the  laser 
beam  whose  profile  is  to  be  measured  pass  through  a  region 
containing  an  absorbing  gas  (or  a  gas  mixture).  The  gas 
molecules  absorb  the  optical  energy  from  the  laser  beam  and, 
due  to  quenching  collisions  of  the  absorbing  molecules  with 
other  molecules  of  the  medium,  this  energy  quickly  appears 
as  heating  of  the  laser-irradiated  region.  This  heating  leads 
to  changes  in  the  refractive  index  of  the  medium  in  that 
region.  If  the  density  of  absorbing  molecules  is  uniform  over 
the  width  of  the  laser  beam,  the  refractive  index  acquires  the 
same  spatial  profile  as  the  laser  beam  (for  example,  a  Gauss¬ 
ian  profile).  We  shall  refer  to  the  laser  beam  whose  profile  is 
to  be  measured  as  the  pump  beam.  Now,  if  a  probe  beam, 
generally  a  He-Ne  laser  beam,  passes  through  the  pump- 
beam-irradiated  region,  it  is  deflected  due  to  gradients  in  the 
refractive  index  created  by  the  absorption  of  the  pump  beam. 
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Fig.  1.  Schematic  diagram  of  the  experiment. 


This  deflection  can  be  easily  measured  by  a  position-sensi¬ 
tive  optical  detector.  If  the  probe  beam  is  scanned  across  the 
pump  beam  profde,  this  profile  can  easily  be  measured. 

Figure  1  shows  our  experimental  setup.  A  quartz  cell  with 
nitrogen  at  atmospheric  pressure  was  used  as  the  medium. 
To  make  the  medium  absorb  the  pump  beam,  1025  ppm  of 
NO2  was  added  to  No.  A  Chromatrix  CMX-4  flashlamp- 
pumped  dye  laser  was  used  as  the  source  of  the  pump  beam. 
In  this  work  the  dye  laser  was  tuned  to  490  nm  where  the 
absorption  of  NO2  is  high.  The  laser  produced  2-3  mJ  of 
energy  in  ~l-ps  duration  pulses.  The  pump  beam  was  fo¬ 
cused  by  a  20-cm  focal  length  lens  in  the  center  of  the  quartz 
cell.  The  He-Ne  laser  beam  (the  probe  beam)  was  also 
focused  at  the  center  of  the  quartz  cell.  The  focal  spot  size  of 
the  probe  beam  was  arranged  to  be  smaller  than  that  of  the 
pump  beam.  The  focal  spots  of  the  two  beams  were  coinci¬ 
dent  and  intersected  at  right  angles  at  the  center  of  the  cell. 
A  micrometer-driven  translation  stage  was  used  to  move  the 
pump  beam  across  the  probe  beam.  Moving  the  pump  beam 
instead  of  the  probe  beam  was  purely  a  matter  of  conve¬ 
nience,  only  the  relative  motion  of  the  two  beams  being 
important.  The  deflection  of  the  probe  beam  was  measured 
by  a  quadrant  detector  in  conjunction  with  a  difference 
amplifier.  The  probe  beam  was  arranged  on  the  quadrant 
detector  to  give  a  null  signal  in  its  quiescent  position.  At  the 
instant  of  laser  firing,  the  probe  beam  deflected,  giving  a 
transient  signal  at  the  difference  amplifier.  The  probe  beam 
returned  to  its  original  position  on  the  time  scale  of  the 
diffusion  time  of  the  heat  from  the  irradiated  region.  The 
output  of  the  difference  amplifier  was  fed  to  a  LeCroy  WD 
8256  transient  digitizer  for  recording  of  the  transient  signal. 
The  transient  digitizer  was  interfaced  to  a  Commodore  PET 
microcomputer  for  signal  averaging,  if  necessary,  and  for 
data  storage. 

Figure  2  shows  our  typical  data.  Photothermal  deflection 
(PTD)  signal  amplitude  (i.e.,  the  peak  value)  is  plotted 
against  the  distance  between  the  centers  of  the  pump  and 
probe  beams.  The  inset  shows  the  time-resolved  shape  of 
the  PTD  signal.  The  PTD  signal  amplitude  is  zero  when  the 
centers  of  the  probe  and  pump  beams  coincide  exactly,  and  it 
is  maximum  when  the  center- to-center  distance  between  the 
pump  and  probe  beams  is  a/2  (see  below),  where  a  is  the  ( 1/ 
<?')  radius  of  the  pump  beam.  Thus,  a  simple  measurement 
of  the  distance  between  the  two  peaks  in  Fig.  2  yields  the 
radius  of  the  pump  beam. 

A  rigorous  theoretical  treatment  of  PTD  signals  is  given  by 
Jackson  et  al.13  We  present  here,  however,  an  expression  for 
PTDs  signal  amplitude  based  on  a  simple  model  which  is 
adequate  for  our  purposes.  This  model  has  the  advantage  of 
elegant  simplicity  and  that  a  simple  analytical  solution  can 


be  found  for  any  type  of  spatial  profile  that  can  be  expressed 
in  an  analytical  form.  Let  the  pump  beam  intensity  (W/m2) 
be  given  by  /(r).  We  assume  that  the  laser  pulse  turns  on 
sharply  at  time  t  =  0  and  turns  off  sharply  at  t  =  to-  The  peak 
value  of  the  PTD  signal  then  occurs  at  t  =  t0.  The  heat 
deposited  per  unit  volume  in  the  laser-irradiated  region, 
Q(r),  at  t  =  t0  is  given  by 


Q(r)  -  aJ(r)t0, 


(1) 


where  a  is  the  absorption  coefficient  of  the  medium  and  we 
have  assumed  weak  absorption.  The  temperature  rise  over 
the  ambient  is  then  given  by 


T(r) 


al(r)t0 


(2) 


where  p  is  the  density,  and  Cp  is  the  specific  heat  of  the 
medium.  Now  if  a  probe  beam  is  placed  a  distance  r  from  the 
center  of  the  pump  beam,  the  deflection  of  the  probe  beam  is 
given  byM 


Mr)  * 


\_dn  j 
n0  dT  Jpatb 


(3) 


where  no  is  the  unperturbed  refractive  index  of  the  medium, 
( dn/dT)  is  the  variation  of  the  refractive  index  with  tempera¬ 
ture,  ds  is  an  element  of  the  probe  beam  path,  and  the 
integration  is  carried  out  over  the  path  of  the  probe  beam. 
We  will  assume  that  the  interaction  length  of  the  probe  and 
pump  beams,  I,  is  so  small  that  the  variation  of  (dT/dr)  over 
the  interaction  length  is  negligible.  0(r)  may  then  be  written 
as 


Mr) 


l  dn  dl(r) 
n0  dT  pCp  dr 


(4) 


We  note  that  the  PTD  signal  amplitude  is  proportional  to  the 
gradient  of  the  spatial  profile  of  the  (pump)  laser  beam. 
This  is  true  no  matter  what  kind  of  spatial  profile  the  beam 
has.  Note  that  in  this  treatment  we  have  neglected  the 
effects  of  thermal  diffusion,  which  is  justified  when  the  probe 
and  pump  beams  overlap  and  the  laser  pulse  duration  is 


Fig.  2.  Photothermal  deflection  signal  amplitude  plotted  against 
the  center-to-center  distance  between  the  probe  and  pump  beams. 
The  circles  are  the  experimental  data  points  and  the  solid  line  has 
been  drawn  to  guide  the  eye.  The  (l/eJ)  radius  of  the  probe  beam 
used  in  this  investigation  was  0. 1  mm  (as  measured  by  a  knife-edge). 

The  inset  shows  ihe  time-resolved  PTD  signal. 
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Fig.  3.  Theoretical  PTD  signal  amplitude  plotted  against  the 
probe-to-pump  beam  distance.  The  dotted  curve  is  calculated  from 
Eq.  (6)  in  this  paper,  while  the  solid  curve  is  calculated  from  Eq.  (281 
in  Jackson  et  al.13  Pump-beam  radius  a  was  assumed  to  be  equal  to 
0.45  mm  in  this  calculation. 


short  compared  to  the  characteristic  time  scales  associated 
with  thermal  diffusion. 

Let  us  now  assume  that  the  pump  beam  spatial  profile  is 
given  by  a  Gaussian: 

2E„ 

Kr )* — - — exp(-2r-/a'),  (5) 

ira-t0 

where  En  is  the  laser  energy  per  pulse,  and  a  is  the  (1/e2) 
radius  of  the  beam.  When  the  pump  and  probe  beams 
intersect  at  right  angles,  the  interaction  length  l  is  of  the 
order  of  a.  A  rigorous  calculation11  shows  that  the  effective 
interaction  length  is  given  by  /  =  (yjxfita.  Therefore,  for  a 
Gaussian  pump  beam  the  PTD  signal  amplitude  is  given  by 


i/>(r)  = 


1  dn  4\'2o£o 
n«  dT  pCp<fra~ 


j  exp(— 2r2/a2). 


(6) 


Figure  3  shows  a  plot  of  Mr)  calculated  from  Eq.  (6)  (dotted 
curve).  The  solid  curve  represents  Mr)  calculated  from  the 
exact  expression  of  Jackson  et  al.13  We  note  that  the  two 
curves  agree  exactly  for  |r|  <  a.  The  reason  for  the  slight 
disagreement  for  |r|  >  a  is  obvious:  As  the  probe-pump 
beam  distance  increases,  the  peak  of  the  PTD  signal  no 
longer  occurs  at  t  -  tn.  The  peak  value  is  affected  by  thermal 
diffusion  of  heat  from  the  interior  of  the  beam  and  it  occurs 
for  t  >  fi>.  The  difference  between  the  two  curves  is  unim¬ 
portant  for  our  purposes.  An  examination  of  Eq.  (6)  and  Fig. 
3  shows  that  the  two  extrema  of  <f>(r)  occur  at  r  =  ±a/2. 
Therefore  the  radius  of  the  beam  can  be  measured  by  a 
-imple  measurement  of  the  distance  between  the  two  extre¬ 
ma.  It  should  be  noted  that  it  is  not  necessary  to  measure 
the  absolute  magnitude  of  the  signal:  it  is  the  shape  of  the 
Mr)  curve  that  gives  the  beam  profile.  Moreover,  it  is  not 
necessary  to  know  any  of  the  constants  in  Eq.  (4)  or  Eq.  (6). 
Eqs.  (4)  and  (6)  have  been  derived  assuming  that  the  probe 
beam  size  is  negligible  compared  to  the  pump  beam  size. 
Experimentally,  we  find  that  good  agreement  with  knife- 
edge  method  is  obtained  if  the  probe  beam  diameter  is  kept 
smaller  than  about  one-half  of  the  pump-I/eam  diameter. 
Larger  probe  beams  leads  to  broadening  of  the  curve  in  Fig.  2. 

A  measurement  of  the  separation  between  the  two  extrema 
in  Fig.  2  yields  a  =  0.47  mm  for  the  radius  of  the  pump  beam 
at  its  focal  spot.  Of  course,  the  spatial  profile  of  the  pump 
beam  ran  be  measured  at  any  point  along  its  leng'h.  and  the 
method  is  not  restricted  to  measurements  at  the  focal  spot. 
The  radius  of  the  beam  at  the  focal  spot  as  measured  by  the 
knife-edge  technique1  gave  a  =  0.46  mm.  The  two  values  are 
in  excellent  agreement  within  their  respective  uncertainties. 
Since  <>(r)  is  proportional  to  the  gradient  of  the  pump  beam 
spatial  profile,  this  profile  can  be  retrieved  very  simply  by 
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numerical  integration  of  the  curve  in  Fig.  2.  The  spatial 
profile  of  our  laser  was  obtained  by  adding  the  successive 
values  of  Mr)  at  regularly  spaced  intervals  of  r  on  a  pocket 
calculator,  and  is  shown  in  Fig.  4  (solid  curve).  Superim¬ 
posed  on  this  curve  is  a  Gaussian  with  (1/e2)  radius  of  0.47 
mm.  We  note  the  spatial  profile  of  our  laser  is  asymmetric 
and  deviates  slightly  from  a  true  Gaussian  profile.  When  the 
pump  beam  profile  was  measured  away  from  the  focal  spot,  it 
was  found  to  contain  significant  amount  of  light  in  higher 
order  spatial  modes.  At  the  focal  spot,  however,  our  probe 
beam  did  not  have  high  enough  resolution  to  detect  this 
structure. 

It  should  be  noted  that  it  is  not  necessary  to  use  a  transient 
digitizer  for  beam  profile  measurements,  since  the  temporal 
behavior  of  the  PTD  signal  is  unimportant.  A  boxcar  or 
simply  an  oscilloscope  may  be  used  to  observe  the  signals. 
The  signals  are  strong  enough  that  they  can  easily  be  ob¬ 
served  on  an  oscilloscope.  The  method  described  here  may 
be  useful  where  other  methods  cannot  be  used  or  are  inconve¬ 
nient.  F or  example,  the  multiphoton  ionization  technique12 
requires  very  high  laser  powers  which  may  not  be  available, 
or  space  limitations  or  accessibility  (for  example,  inside  a 
vacuum  system )  may  preclude  the  use  of  methods  like  beam- 
scan  techniques.4-7  The  spatial  profile  of  a  cw  beam  can  also 
be  measured  in  an  analogous  manner.  It  is  useful  to  point 
out  that  N02  is  a  good  medium  to  use  in  the  PTD  technique 
because  it  has  a  continuous  absorption  throughout  the  visi¬ 
ble  region  of  the  optical  spectrum. 

This  work  was  supported  by  the  Air  Force  Wright  Aero¬ 
nautical  Laboratories. 
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A  new  method  for  the  measurement  of  the  spatial  profile  of  a  pulsed  laser  is  demonstrated.  The  method  is  based  on 
the  photothermal  deflection  technique.  The  spatial  profile  of  a  single  pulse  can  be  measured  in  real  time. 


There  is  extensive  interest  in  measurements  of  spatial 
profiles  of  pulsed  lasers.1  11  Such  measurements  are 
necessary  in  many  diverse  fields,  such  as  nonlinear  opti¬ 
cal  processes,  laser-induced  damage  in  materials,  and 
development  of  stable  pulsed  lasers.  In  this  Letter  we 
demonstrate  a  new  and  simple  method,  based  on  the 
technique  of  photothermal  deflection  spectroscopy1-111 
(PTDS),  to  measure  the  spatial  profile  of  a  pulsed  laser 
in  real  time.  The  outstanding  feature  of  this  technique 
is  that  it  permits  a  real-time  measurement  of  each  laser 
pulse.  Thus  pulse-to-pulse  changes  in  the  spatial  pro¬ 
file  of  a  laser  can  be  monitored  and  measured.  Since 
pulse-to-pulse  instabilities  in  pulsed  lasers  are  a  wide¬ 
spread  problem,  and  the  outcome  of  many  experiments 
depends  critically  on  the  spatial  profile  of  the  laser,  the 
development  of  this  technique  should  prove  to  be  use¬ 
ful.  The  technique  has  a  wide  dynamic  range  and  is 
nearly  nonintrusive. 

The  photothermal  technique  is  simple  in  concept 
and  practice,  and  it  is  illustrated  in  Fig.  1.  The  laser 
beam  whose  spatial  profile  is  to  be  measured  (hereaf¬ 
ter  called  the  pump  beam)  passes  through  a  glass  ceil 
containing  a  weak  solution  of  an  appropriate  dye  in  a 
liquid  solvent.  The  dye  is  chosen  such  that  is  partially 
absorbs  the  pump  beam.  The  cell  is  connected  to  a 
pump  and  a  reservoir  of  the  dye  solution,  and  the  dye 
solution  is  continuously  circulated  through  the  cell. 
The  laser  beam  is  partially  absorbed  by  the  dye  solu¬ 
tion,  which  gets  slightly  heated.  The  temperature 
profile  of  the  laser-irradiated  region  is  then  a  true 
replica  of  the  intensity  profile  of  the  laser  beam.  The 
refractive  index  of  the  medium  in  the  laser-irradiated 
region  follows  the  temperature  profile,  and  therefore  it 
acquires  a  profile  that  is  an  image  of  the  laser  intensity 
profile.  Since  the  medium  is  flowing,  this  thermal 
image  moves  downstream  with  the  flow  velocity  of  the 
medium.  The  thermal  image  broadens  owing  to  ther¬ 
mal  diffusion  as  it  moves  downstream.  However,  by  a 
proper  choice  of  the  medium,  the  thermal  diffusion 
broadening  can  be  made  negligible  compared  with  the 
size  of  the  image.  In  this  case,  the  proper  choice  is 
simply  a  liquid  medium  rather  than  a  gaseous  medi¬ 
um.  The  thermal  image  can  be  probed  by  a  second 
(and  weaker)  laser  beam,  placed  a  distance  x  down¬ 
stream  from  the  pump  beam.  We  refer  to  this  beam  as 
the  probe  beam.  As  the  thermal  image  passes  by  the 
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probe  beam,  this  beam  gets  deflected  by  the  gradients 
in  the  refractive  index  of  the  medium  created  by  the 
absorption  of  the  pump  beam.  The  deflection  of  the 
probe  beam  can  easily  be  monitored  by  a  position- 
sensitive  optical  detector.  The  temporal  waveform  of 
the  signal  is  just  the  derivative  of  the  spatial  profile  of 
the  pump  beam.  The  temporal  waveform  can  be  cap¬ 
tured  by  a  transient  digitizer.  A  simple  integration  of 
this  waveform  (which  can  be  accomplished  in  less  than 
20  msec)  reproduces  the  spatial  profile  of  the  pump 
beam.  Thus  the  spatial  profile  of  each  pulse  can  be 
measured  in  real  time. 

Assuming  that  the  spatial  profile  of  the  pump  beam 
is  Gaussian,  and  that  the  pulse  duration  is  short  (<10 
Msec),  the  PTDS  signal  shape  for  the  transverse  geom¬ 
etry  is  given  by1;i_  15 

1  dn  8or£„  (x  -  ty) 
n0  dT  s 2nPCp  (a-  +  8 Dt)m 

X  exp[-2U  -  vxt)2/(a-  +  8 Dt)\.  (1) 

Appropriate  expression  for  longer  pulses  can  be  found 
elsewhere1415  but  would  not  change  the  essential  va¬ 
lidity  of  the  conclusions  reached  here.  In  Eq.  (1),  no  is 
the  unperturbed  refractive  index  of  the  medium,  dn/ 
dT  is  the  derivative  of  the  refractive  index  with  respect 
to  temperature  evaluated  at  the  ambient  temperature, 


Fig.  1.  Schematic  illustration  of  the  photothermal  deflec¬ 
tion  experiment  for  a  measurement  of  the  spatial  profile  of  a 
pulsed  laser. 
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£, ,  is  the  total  energy  in  the  laser  pulse,  a,  p,  C,„  and  D 
are,  respectively,  the  absorption  coefficient,  the  densi¬ 
ty,  the  specific  heat  at  constant  pressure,  and  the  dif¬ 
fusion  constant  of  the  medium,  and  a  is  the  1/e-  radius 
of  the  pump  beam.  The  flow  velocity  of  the  medium  is 
l\ ,  and  x  is  the  distance  between  the  pump  and  the 
probe  beams.  The  term  8Dt  in  Eq.  (1)  represents  the 
broadening  of  the  signal  owing  to  thermal  diffusion. 
For  water,  D  -  1.4  X  10-7  m-/sec,  and  if  the  time  of 
observation  t  ^  1  msec  (a  typical  value  in  our  experi¬ 
ments)  and  a  =  300  pm,  we  find  that  a- »  8 Dt.  There¬ 
fore  the  term  8 Dt  in  Eq.  (1)  may  be  neglected  in  com¬ 
parison  with  a2.  For  much  narrower  beams,  t  may  be 
reduced  by  increasing  the  flow  velocity  vx  so  that  the 
above  condition  remains  valid.  Under  these  circum¬ 
stances,  Eq.  (1)  may  be  simplified  to 

4{x-vxt)  .,  .h 

4>t(x,  t)  =  const.  X - — - exp[-2(x  -  vxt)~/a  ). 

a~ 

(2) 

An  examination  of  Eq.  (2)  reveals  that  <t>r  is  simply  the 
derivative  of  a  Gaussian  centered  at  x  =  uxt.  There¬ 
fore  an  integration  of  <f>r(x,  t)  returns  the  spatial  pro¬ 
file  of  the  pump  beam,  that  is, 

/(x)«  j  </>r(x,  f)dx  =  vx  I  <fiT(x,  t)dt.  (3)  . 

In  our  experiment,  the  pump  beam  was  provided  by 
a  Chromatix  CMX-4  flashlamp-pumped  dye  laser. 
This  laser  produced  ~l-psec-long  pulses  of  radiation, 
and  it  was  tuned  to  490  nm.  The  sample  cell  had  a 
cross  section  of  1  cm  X  1  cm  and  was  5  cm  long.  A 
solution  of  R6G  dye  in  water16  (1  mg/L)  was  circulated 
through  the  sample  ceil  using  a  Micropump  Model 
301902  pump.  The  pump  beam  passed  through  the 
cell  as  shown,  and  it  was  partially  absorbed  by  the  dye 
solution,  creating  a  thermal  image.  The  thermal  im¬ 
age  moved  downstream  with  the  medium,  where  it  was 
detected  by  the  probe  beam.  The  probe  beam  was 
provided  by  a  Uniphase  0.8-mW  He-Ne  laser.  The 
pump  and  the  probe  beams  were  transverse  to  each 
other  and  were  focused  in  the  region  of  the  sample  by 
lenses  of  focal  lengths  20  and  15  cm,  respectively  (not 
shown).  The  deflection  of  the  probe  beam  was  detect¬ 
ed  by  a  Silicon  Detector  Corporation  Model  SD-113- 
24-21-021  bicell  detector.  The  difference  signal  from 
the  two  cells  was  measured.  The  probe  beam  was 
arranged  in  such  a  way  that  it  produced  a  null  signal  in 
the  quiescent  position  of  the  probe  beam.  However, 
shortly  after  the  firing  of  the  pump  laser,  the  deflec¬ 
tion  of  the  probe  beam  was  detected  as  a  transient 
signal  from  the  difference  amplifier.  This  signal  was 
digitized  by  two  LeCroy  Model  TR8837F  transient 
digitizers  connected  in  parallel.  Part  of  the  pump 
beam  was  split  off  by  a  beam  splitter,  and  it  was  de¬ 
tected  by  a  P-I-N  diode.  The  output  of  the  P-I-N 
diode  provided  the  trigger  to  the  transient  digitizers. 
The  digitized  output  was  transferred  to  an  IBM  PC/ 
AT  microcomputer  through  a  LeCroy  Model  8901A 
CAMAC  interface.  The  signals  were  acquired,  stored 
in  the  computer,  and  displayed  on  the  computer  moni¬ 
tor  using  LeCroy  Catalyst- Plus  software.  The  signal 
from  one  of  the  digitizers  was  displayed  directly  on  the 


computer  screen.  The  identical  signal  from  the  other 
digitizer  was  first  numerically  integrated  using  an  assem¬ 
bly-language  program  and  then  displayed  on  the  comput¬ 
er  screen.  This  plot  represented  the  spatial  profile  of  the 
pump  beam.  In  general,  it  is  not  necessary  to  use  two 
digitizers,  since  it  is  not  necessary  to  view  the  raw  PTDS 
data. 

Figure  2  shows  the  typical  data.  This  figure  is  a 
reproduction  of  the  computer  screen.  When  these 
data  were  taken  the  laser  energy  was  ~1  mJ.  The 
lower  trace  shows  the  raw  photothermal  deflection 
data  from  one  of  the  digitizers.  The  horizontal  scale  is 
500  Msec/division.  The  upper  trace  shows  the  data 
from  the  other  digitizer  after  the  data  were  integrated. 
Thus  the  upper  trace  represents  the  spatial  profile  of  a 
single  pulse  from  our  laser.  A  measurement  of  the 
beam  radius  requires  that  the  horizontal  scale  of  the 
upper  trace  be  known  in  spatial  units  (rather  than  in 
temporal  units).  This  requires  a  knowledge  of  the 
flow  velocity  of  the  medium.  Since  bx  =  vxbt,  a  knowl¬ 
edge  of  vx  allows  the  horizontal  axis  to  be  relabeled  in 
spatial  units.  To  this  end,  vx  was  measured  for  each 
pulse.  The  assembly  language  program  mentioned 
earlier  also  measured  the  time  interval  At  between  the 
trigger  pulse  and  the  arrival  time  of  the  PTDS  signal 
at  the  probe  beam  (peak  of  the  signal  in  the  upper 
trace).  The  velocity  was  then  determined  using  vx  = 
Ax/At,  where  Ax  was  the  distance  between  the  pump 
and  the  probe  beams.  Ax  was  measured  once  at  the 
beginning  of  the  experiment  (and  it  remained  con¬ 
stant  throughout  the  run)  in  the  following  way:  Mir¬ 
ror  Ml  was  mounted  on  a  calibrated  translation  stage, 
and  the  pump  beam  was  moved  until  it  was  concentric 
(Ax  =  0)  with  the  probe  beam.  This  position  was 
detected  by  the  disappearance  of  the  PTDS  signal14  in 
a  stationary  medium  (i.e.,  with  the  dye  pump  turned 
off).  This  is  an  extremely  sensitive  method  for  the 
detection  of  the  concentricity  of  two  beams.  The  cali¬ 
brated  translation  stage  was  moved  so  as  to  result  in  a 
known  Ax  (generally  ~1  mm). 

Fluctuations  in  the  flow  velocity,  if  any,  did  not 
affect  our  measurements,  since  the  velocity  was  mea¬ 
sured  for  each  pulse.  The  spatial  scale  (625  pm/divi- 
sion  in  Fig.  2)  was  simply  determined  by  multiplying 
the  temporal  scale  (500  psec/division)  by  the  mea¬ 
sured  flow  velocity  (which  was  125  cm/sec  in  Fig.  2). 


CATALYST  A  =  0  nV  dA  =  -2  mV 


quick  draw 

Fig.  2.  Typical  data.  The  lower  trace  is  the  raw  PTDS 
signal,  while  the  upper  trace  is  the  integrated  PTDS  signal 
representing  the  spatial  profile  of  a  single  laser  pulse.  The 
scale  for  the  upper  trace  is  625  pm/division. 
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The  scale  factor,  shown  to  the  left  of  the  upper  trace 
(see  Fig.  2),  was  updated  every  pulse.  The  procedure 
for  integrating  and  relabeling  the  horizontal  axis  was 
fast  enough  that  there  was  no  perceptible  delay  in  the 
display  of  the  integrated  data  with  respect  to  the  raw 
data.  The  data  (raw  as  well  as  integrated)  could  also 
be  recorded  on  the  hard  disk  automatically  after  each 
pulse  for  later  retrieval.  Although  we  have  not  uone 
this,  a  simple  modification  to  the  program  can  be  writ¬ 
ten  to  fit  the  experimentally  measured  profile  to  a 
Gaussian  (or  any  other  type  of  profile).  As  we 
watched  the  spatial  profile  of  our  laser  change  from 
pulse  to  pulse  on  the  computer  screen,  we  found  that 
the  laser  had  large  pulse-to-pulse  instabilities.  A 
nearly  Gaussian  profile  of  the  type  shown  in  Fig.  2  was 
only  obtained  about  10%  of  the  time;  most  of  the  time 
the  profile  had  more  complicated  shapes. 

The  real  advantage  of  this  technique  over  other 
techniques  is  that  the  spatial  profile  of  an  single  laser 
pulse  can  be  measured  in  real  time.  Thus  pulse-to 
pulse  instabilities,  if  present,  can  be  monitored.  As 
the  laser  pulses,  the  laser  profile  flashes  on  the  com¬ 
puter  screen  almost  simultaneously.  To  our  knowl¬ 
edge,  this  is  the  first  technique  with  this  capability. 
Moreover,  a  single  command  at  the  beginning  of  the 
run  allows  a  permanent  record  of  each  pulse  to  be 
stored  automatically  on  the  hard  disk  for  later  retriev¬ 
al.  This  technique  is  nearly  nonintrusive.  If  it  is 
required  that  the  spatial  profile  of  a  beam  be  measured 
while  it  is  being  used  for  an  experiment,  the  sample 
cell  can  be  inserted  between  the  laser  and  the  experi¬ 
ment  and  the  profile  can  be  monitored  while  the  ex¬ 
periment  is  being  conducted.  In  other  words,  since 
the  beam  is  only  partially  absorbed  by  the  dye  solu¬ 
tion,  the  transmitted  beam  can  be  used  to  do  the  ex¬ 
periment.  Also,  there  is  wide  latitude  in  the  power  of 
the  beam  that  can  be  measured.  Moreover,  since  the 
amplitude  of  the  PTDS  signal  is  linearly  proportional 
to  the  laser  energy  [see  Eq.  (1)|,  laser  power  can  also  be 
monitored  simultaneously  with  the  beam  profile. 
There  are,  however,  two  limitations  of  the  technique. 
The  first  limitation  is  that  the  probe  beam  must  be 
considerably  narrower  than  the  beam  whose  profile  is 
to  be  measured;  otherwise  the  measured  profile  would 
be  artificially  broadened.  This  can  always  be  ar¬ 
ranged  except  for  the  very  narrow  beams.  In  our  ex¬ 
periment,  no  particular  attempt  was  made  to  narrow 
the  probe  beam.  The  probe-beam  radius  was  ~0.1 
mm,  while  the  pump-beam  radius  was  0.28  mm.  The 
second,  and  perhaps  more  serious,  limitation  is  that  a 
true  spatial  profile  is  obtained  only  for  Gaussian 
beams.  For  other  profiles  (particularly  nonaxisvm- 
metric  beams),  only  an  approximate  profile  is  ob¬ 
tained.  For  nearly  Gaussian  beams,  however,  devi¬ 
ation  from  being  Gaussian  can  be  determined  quite 
well.  Moreover,  for  Gaussian  beams,  the  radius  can 
be  measured  quite  accurately.  The  second  limitation 
is  common  with  that  of  several  other  techniques  (e.g., 
the  knife-edge  technique). 

If  proper  instrumentation  (e  g.,  a  transient  digitizer 
interfaced  to  a  computer)  is  not  available  for  the  above 
experiment,  two  alternative  methods  can  be  used  to 
measure  the  profile.  In  the  first  method,  the  PTDS 
signal  can  be  integrated  electronically.  The  integrat¬ 


ed  signal  can  then  be  observed  on  an  oscilloscope. 
The  second  method  involves  a  straightforward  modifi¬ 
cation  of  the  PTDS  technique.  Instead  of  measuring 
the  gradient  of  the  refractive  index,  as  is  done  in 
PTDS,  one  can  measure  the  change  in  the  refractive 
index  produced  by  the  pump-beam  absorption  direct¬ 
ly.  Then  it  is  not  necessary  to  integrate  the  signal  in 
order  to  obtain  the  spatial  profile,  and  a  transient 
digitizer  is  not  necessary.  The  signal  can  be  observed 
simply  on  an  oscilloscope.  In  this  method  of  detec¬ 
tion,  photothermal  phase-shift  spectroscopy,1517  the 
sample  cell  is  placed  in  one  arm  of  a  Michelson  inter¬ 
ferometer.  As  the  thermal  image  of  the  pump  beam 
passes  by  the  probe  beam,  a  fringe  shift  is  produced 
that  is  detected  as  an  intensity  change.  For  small 
changes  in  the  refractive  index,  the  signal  shape  repro¬ 
duces  the  laser  intensity  profile.15  We  have  given  a 
quick  trial  to  this  method  and  have  observed  the  sig¬ 
nal.  However,  we  have  not  seriously  pursued  this 
method  of  detection.  We  merely  wish  to  point  out 
that  photothermal  phase-shift  spectroscopy  is  an  al¬ 
ternative  method  if  the  proper  instrumentation  for 
PTDS  is  not  available. 

This  research  was  supported  in  part  by  the  U.S.  Air 
Force  Wright  Aeronautical  Laboratories. 
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Photothermal  lensing  spectroscopy  in  a 
flowing  medium:  theory 

Reeta  Vyas  and  R.  Gupta 


A  complete  and  general  theoretical  description  of  dual-beam  photothermal  lensing  spectroscopy  is  given. 
The  results  are  valid  for  the  most  general  conditions,  that  is.  for  flowing  as  well  aa  stationary  media,  and  for  cw 
as  well  as  pulsed  excitation.  For  pulsed  excitation,  the  results  are  valid  for  arbitrary  pulse  length.  The  cw 
results  apply  to  both  modulated  as  well  as  unmodulated  excitation.  Both  transverse  and  collinear  geometries 
are  considered. 


I.  Introduction 

In  this  paper  we  present  the  theory  of  dual- beam 
photothermal  lensing  spectroscopy  (PTLS)  in  a  fluid 
medium  valid  for  the  most  general  conditions,  that  is, 
for  flowing  as  well  as  stationary  media  and  for  cw  as 
well  as  pulsed  excitation.  For  pulsed  excitation,  the 
pulse  length  is  arbitrary,  and  for  cw  excitation  both  the 
modulated  and  the  unmodulated  sources  are  consid¬ 
ered.  Both  the  transverse  and  the  collinear  geome¬ 
tries  are  considered.  A  unified  treatment  of  all  cases  is 
presented.  This  is  the  first  comprehensive  treatment 
of  this  important  subject. 

The  basic  idea  underlying  dual-beam  PTLS  is 
shown  in  Fig.  1.  A  laser  beam  (pump  beam)  propa¬ 
gates  through  a  medium,  and  it  is  tuned  to  one  of  the 
absorption  frequencies  of  the  medium.  The  medium 
absorbs  some  of  the  optical  energy  from  the  laser 
beam.  If  the  collision  rate  in  the  medium  is  sufficient¬ 
ly  high  compared  to  the  radiative  rates,  most  of  the 
energy  appears  in  the  translational-rotational  modes 
of  the  medium  within  a  short  period  of  time.  In  other 
words,  the  laser-irradiated  region  gets  slightly  heated. 
The  refractive  index  of  the  medium  is  thus  modified. 
The  refractive-index  change  can  be  monitored  in  sev¬ 
eral  different  ways.1  In  this  paper,  we  are  concerned 
with  a  technique  that  relies  on  the  lensing  effect  of  the 
medium  to  monitor  the  refractive-index  change.  A 
weak  probe  beam  passes  through  the  pump-irradiated 
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region,  as  shown  in  Fig.  1.  Due  to  the  curvature  of  the 
refractive  index,  the  probe  beam  diverges,  which  can 
be  detected  as  a  change  in  the  intensity  of  the  probe 
beam  passing  through  a  pinhole.  In  other  words,  un¬ 
der  the  influence  of  the  pump  beam,  the  medium  acts 
like  a  diverging  lens.  In  certain  circumstances,  the 
medium  acts  like  a  converging  lens  also.  If  a  pulsed 
pump  laser  is  used,  a  transient  lens  is  formed;  the 
probe  beam  changes  shape  shortly  after  the  pump 
beam  is  fired  and  returns  to  its  original  shape  on  the 
time  scale  of  the  diffusion  of  heat  from  a  probe  region. 
If  a  cw  laser  is  used,  it  is  generally  convenient  to  ampli¬ 
tude  modulate  its  intensity,  and  the  PTLS  signal  con¬ 
sists  of  oscillations  in  the  intensity  of  the  probe  beam 
passing  through  the  pinhole.  The  PTLS  takes  on 
more  interesting  dimensions  if  a  flowing  medium  is 
used.  The  PTLS  technique  has  been  discussed  exten¬ 
sively  in  the  literature  for  trace  detection  of  chemi¬ 
cals,2  and  the  use  of  PTLS  in  a  flowing  medium  has 
recently  been  demonstrated  for  flow  velocity  measure¬ 
ments.''  Although  the  thermal  lensing  effect  may  also 
be  observed  by  monitoring  the  pump  beam  itself,  in 
this  paper  we  only  consider  the  dual-beam  technique 
in  which  the  thermal  lens  is  created  by  the  pump  beam 
and  monitored  by  the  probe  beam. 

The  photothermal  lensing  effect  was  observed  acci¬ 
dentally  by  Gordon  et  al.4  in  1964  when  they  placed  a 
cell  filled  with  a  liquid  sample  inside  a  He-Ne  laser 
cavity.  These  authors  correctly  identified  the  effect 
and  gave  a  theoretical  description  of  it.  In  1973,  Hu 
and  Whinnery5  gave  a  detailed  theoretical  description 
of  the  effect  for  an  extracavity  sample  and  determined 
that  the  maximum  signal  occurred  when  the  sample 
cell  was  placed  one  confocal  distance  away  from  the 
waist  of  the  beam.  They  also  demonstrated  the  use¬ 
fulness  of  this  technique  for  measurements  of  small 
absorptivities.  A  cw  laser  was  used,  and  a  shutter  was 
employed  to  effect  the  change  necessary  to  observe  the 
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signal.  Flynn  and  collaborators.^  on  the  other  hand, 
used  a  pulsed  laser  ta  (^-switched  CO^  laser)  and  intro¬ 
duced  the  dual-beam  technique,  that  is.  a  pump  beam 
to  create  a  change  in  the  retractive  index  and  a  probe 
beam  to  monitor  the  change.  They  used  PTLS  to 
measure  V-T/R  relaxation  rates  in  CHiF  and  other 
molecules.  The  dual- beam  technique  offers  signifi¬ 
cant  advantages  over  the  single-beam  technique,  be¬ 
cause  the  pump  and  probe  beams  can  be  manipulated 
separately.  Twarowski  and  Kliger7  in  1977  gave  a 
theoretical  description  of  the  pulsed  PTLS  in  the  im¬ 
pulse  approximation,  that  is,  assuming  that  the  excita¬ 
tion  pulse  is  essentially  a  delta  function.  S wofford 
and  collaborators,59  on  the  other  hand,  gave  the  theory 
of  a  repetitively  pulsed  excitation.  All  the  above  au¬ 
thors  considered  only  the  collinear  pump  and  probe 
beams  since  they  were  interested  in  maximizing  the 
signal  and  spatial  resolution  was  not  a  consideration. 
Dovichi  ec  al.10  for  the  first  time  considered  transverse 
PTLS  (probe  beam  perpendicular  to  the  pump  beam) 
for  both  single-pulse  and  repetitively  pulsed  excita¬ 
tion.  Recently,  Weimer  and  Dovichi311  havegiventhe 
theory  of  PTLS  in  a  flowing  medium  for  delta-function 
and  repetitively  pulsed  excitations.  Bialkowski12  has 
considered  the  effect  of  the  finite  probe  beam  radius 
(which  in  practice  may  be  comparable  with  the  pump 
beam  radius)  using  a  phase-shift  method.  A  very 
readable  account  of  PTLS  is  given  by  Harris  and 
Dovichi,13  an  excellent  review  is  given  by  Fang  and 
Swofford,2  and  a  more  recent  review  is  given  by  Bial¬ 
kowski.14 

The  work  presented  in  this  paper  is  significant  for 
the  following  reasons:  A  coherent  treatment  of  PTLS 
in  the  most  general  conditions  is  given.  A  flowing 
medium  is  considered.  Therefore,  the  results  for  a 
stationary  medium  are  simply  a  special  case  (flow  ve¬ 
locity  **  0).  Using  the  Green’s  function  method,  both 
the  cw  excitation  (with  or  without  modulation)  and  the 
pulsed  excitation  are  treated  on  the  same  footing. 
Moreover,  the  results  for  the  pulsed  case  are  just  as 
valid  as  for  a  long  pulse  as  for  a  delta  function  pulse. 
Collinear  PTL,  which  acts  like  a  spherical  lens  (which 
may  be  astigmatic),  and  transverse  PTL,  which  acts 
like  a  cylindrical  lens,  are  treated  in  a  unified  way. 
The  treatment  is  general  enough  that  it  includes  cases 
where  the  axes  of  the  pump  and  the  probe  beams  do 
not  intersect.  Absolute  values  of  the  signals  are  com¬ 
puted  for  ease  of  comparison  with  experiment.  Al¬ 
though  a  few  results  given  here  have  been  published 
before,-’14  many  other  results  are  new  and/or  more 
general.  Furthermore,  the  treatment  unifies  the  the¬ 
ory  of  PTLS  with  the  theory  of  photothermal  deflec- 
'  tion  spectroscopy  (PTDS)  presented  earlier.15 

In  Sec.  II  we  derive  expressions  for  the  temperature 
distribution  produced  by  the  absorption  of  pulsed  and 
cw  laser  beams.  Expressions  for  the  focal  length  of  a 
medium  with  nonuniform  refractive  index  are  derived 
in  Sec.  Ill,  and  formal  expressions  for  PTLS  signal 
amplitudes  are  derived  in  Sec.  IV.  Explicit  expres¬ 
sions  for  PTLS  signals  are  derived  and  the  results 
discussed  in  Sec.  V. 


Kit:.  L.  Schematic  illustration  ot  the  photothermal  leasing  elfect. 


II.  Temperature  Distribution 
The  temperature  distribution  created  by  the  ab¬ 
sorption  of  the  pump  beam  is  given  by  the  solution  of 
the  differential  equation1: 


uTIr.O 

dt 


=  Df-T(r.O  - 1\ 


an  r.t) 
dx 


+  -i-Q(r.f), 

f) 


(1) 


where  T(r,t)  is  temperature  above  the  ambient,  D  is 
the  diffusivity,  p  is  the  density,  and  Cp  is  the  specific 
heat  at  constant  pressure  of  the  medium,  u ,  is  the  flow 
velocity  of  the  medium,  assumed  to  be  in  the  x -direc¬ 
tion,  and  Q(r,t)  is  the  source  term.  The  first,  second, 
and  third  terms  on  the  right  in  Eq.  (1)  represent, 
respectively,  the  effects  of  the  thermal  diffusion,  flow, 
and  heating  due  to  the  pump  beam  absorption.  If  a 
pulsed  laser  is  used,  the  heat  produced  per  second  per 
unit  volume  by  the  absorption  of  laser  energy  Q(r,t)  is 
given  by 


Q(r,t)  =  a/lr.t) 


2  a£„ 

- exp(-2r-/a-)  for  0  5  t  £  t,„ 

xa%  (2) 


[j)  for  t  > 

Here  a  is  the  absorption  coefficient  of  the  medium  and 
the  medium  is  assumed  to  be  optically  thin  (weakly 
absorbing).  /(r,t)  is  the  intensity  of  the  beam  with 
total  energy  per  pulse  being  Eq.  The  spatial  profile  of 
the  pump  beam  is  assumed  to  be  a  Gaussian  with  1/e2 
radius  a.  It  is  further  assumed  that  the  laser  pulse 
turns  on  sharply  at  t  =  0  and  turns  off  sharply  at  t  =  t0. 
The  assumption  of  a  rectangular  temporal  profile  is  a 
good  one,  if  the  rise  and  fall  times  of  the  pulse  are  very 
short  compared  to  the  thermal  diffusion  and  convec¬ 
tion  times. 

For  cw  laser  beams  Q(r,t)  is  given  by 


<?(r,f) 


JTO- 


[exp(-2r!/a2)|(l  +  cosut), 


(3) 


where  again  the  medium  is  assumed  to  be  optically 
thin  and  the  laser  beam  is  assumed  to  have  a  Gaussian 
spatial  profile  with  1/e2  radius  a.  Moreover,  the  beam 
is  assumed  to  be  sinusoidally  modulated  at  a  frequency 
f  =  w/2 *  to  permit  phase-sensitive  (lock-in)  detection. 
Results  for  an  unmodulated  beam  may  be  obtained  by 
simply  setting  w  =  0  in  Eq.  (3).  The  average  power  of 
the  laser  beam  is  Pav,  i.e.,  the  laser  power  oscillates 
between  0  and  Pq  =  2 Ptv. 

We  assume  that  the  pump  beam  propagates  in  the  z- 
direction.  If  there  are  no  inhomogeneities  in  the  me¬ 
dium  along  the  pump  beam,  Eq.  (1)  may  be  solved  in 
two  dimensions  (x  and  y).  The  boundary  conditions 
are 
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T(x.>\£)i,.n  =  0:  rix.y.t)!,.,,  =  0. 

=  0;  T(x.y,t)\,m±m  =  0, 


U» 


where  the  laser  is  turned  on  at  t  =  0  and  T'  represents 
the  gradient  of  the  temperature.  The  solution  of  Eq. 
( 1)  is  given  by 

T(x,\,t)  =|  j  j  Q((,it,T)C(x/(.y/t),t/r)d(dt)dT.  15) 


where  G  is  the  Green’s  function  appropriate  for  Eq.  (1) 
and  the  functional  form  of  Q  is  given  by  Eq.  (2)  for  a 
pulsed  laser  and  it  is  given  by  Eq.  (3)  for  a  cw  laser. 
The  Green’s  function  satisfies  the  differential  equa¬ 
tion 

-Of2  C  +  v  —  +  —  =  -4-  4<x  -  Wy  -  vm  -  r)  (6) 
dx  Of  p  (.„ 

with  appropriate  boundary  conditions.  The  solution 
of  Eq.  (6)  has  been  found  by  Rose  et  al.,s  in  connection 
with  pulsed  photothermal  deflection  spectroscopy  to 
be 

H  (tl 
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where  H,(t)  is  the  unit  step  function.  Substitution  of 
Eq.  (7)  in  Eq.  (5),  along  with  Eqs.  (2)  or  (3),  lead  to  the 
desired  temperature  distributions 
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for  the  pulsed  case,  and 

t,  ,  2aP,v  f'  (l  +  cosur) 

T(x.y.t)  ”  — —  - - - 
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for  the  cw  case.  Equations  (81  and  (9)  must  be  evalu¬ 
ated  numerically  except  in  certain  special  cases. 
Equations  (8)  and  (9)  have  been  derived  for  a  laser  with 
a  Gaussian  spatial  profile  for  convenience  and  also 
because  this  type  of  profile  is  most  commonly  used. 
However,  our  method  is  completely  general,  as  the 
Green's  function  is  independent  of  the  source  term. 
Expressions  analogous  to  Eqs.  (8)  and  (9)  for  other 
types  of  spatial  profile  may  be  derived  in  a  similar 
manner. 


III.  Focal  Length  of  the  Thermal  Lens 

In  this  section  we  derive  expressions  for  the  focal 
length  of  the  thermal  lens.  Consider  a  medium  of 
length  l  with  refractive  index  n(x,y)  which  varies  with  x 
and  y,  as  shown  in  Fig.  2.  This  figure  illustrates  the 
case  where  the  refractive  index  increases  with  x,  al¬ 
though  the  results  have  general  applicability,  x  =  y  = 
0  corresponds  to  the  axis  of  the  pump  beam.  We 
assume  that  the  length  of  the  medium  l  is  very  small 


o 


Fi(j.  2.  Focal  length  of  a  thermal  lens. 

compared  with  the  focal  length  of  the  medium  (thin 
lens  approximation).  An  optical  beam  (probe  beam) 
centered  at  x'  is  incident  normally  at  the  left  interface, 
follows  a  curved  trajectory  inside  the  medium,  and 
arrives  at  the  right  interface  making  an  angle  <t>x  with 
the  normal,  as  shown  in  Fig.  2(a).  ABCD  represents 
an  optical  ray  at  the  center  of  the  probe  beam.  EFGH 
and  JKLM  represent  two  other  optical  rays  in  the 
probe  beam  at  distances  ±Ax  from  the  center  of  the 
probe  beam.  The  deflection  of  the  rays  is  caused  by  a 
nonuniform  refractive  index  (nonzero  dn/dx).  If  dn/dx 
itself  varies  with  x  (nonzero  d2n/dx2),  the  deflection  <t>t 
varies  with  x.  The  situation  can  be  analyzed  as  a 
deflection  of  the  probe  beam  by  an  angle  <Mx')  and  a 
focusing  (a  defocusing)  with  focal  length  as  shown 
in  the  figure.  Our  aim  is  to  derive  an  expression  for  ft. 

The  propagation  of  an  optical  ray  in  an  inhomoge¬ 
neous  medium  is  given  by  the  ray  equation16 

,io) 

where  s  represents  the  path  of  the  optical  beam.  5  is  the 
deviation  of  the  beam  from  its  original  path,  and 
Vxn(x,y,t)  is  the  gradient  of  the  refractive  index  per¬ 
pendicular  to  the  beam  path.  We  have  made  an  ap¬ 
proximation  in  Eq.  (10)  by  replacing  n(x,y,t)  by  the 
unperturbed  refractive  index  n0  on  the  left-hand  side. 
Consider  the  deflection  of  the  ray  in  the  x -direction: 
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where  j  is  the  deflection  angle.  The  retractive 
index  mx.yj  may  be  expanded  in  a  Taylor  series  about 
a  point  on  the  axis  of  the  probe  beam  tx',y'): 


IMJC.VI  =  riu  .y’)  +  It  —  x  > 


The  use  of  Eq.  (12)  in  Eq.  (11)  yields 


where  we  have  neglected  the  higher  order  terms, 
may  write  ox(x,y')  as 
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Substitution  of  Eq.  (14)  in  Eq.  (13)  leads  to 
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Fig.  3.  Pump-probe  beam  configuration  lor  (a)  transverse,  (b) 
collinear  photothermal  tensing  spectroscopy. 
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where  TA  is  the  ambient  temperature.  Therefore,  /, 
may  be  written  as 
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/. 
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Finally,  if  (d-T /dxJ)  is  not  constant  over  the  path  of  the 
probe  beam,  Eq.  (21)  may  be  generalized  as 


Equation  ( 15a)  simply  represents  the  deflection  of  the 
probe  beam.  For  the  present  discussion,  it  is  of  no 
interest  to  us,  and  we  shall  ignore  it.  Equation  ( 15b) 
represents  the  focusing  of  the  beam,  and  we  shall  re¬ 
write  it  in  terms  of  the  effective  focal  length  of  the 
medium.  To  this  end,  we  rewrite  Eq.  (15b)  as 


where  Ax  =  (x  -  x'),  and  A 0r  =  <t>x(x)  -  0x(x')  is 
illustrated  in  Fig.  2(b).  In  this  diagram  the  center  ray 
ABCD  is  shown  by  a  straight  line,  since  we  are  ignoring 
the  deflection  of  the  beam  given  in  Eq.  (15a).  Refer¬ 
ring  to  this  diagram  we  note  that 

l  A<t, 


and  the  radius  of  curvature  Rx  is  given  by  ds  = 
R,d( Mr)-  We  immediately  identify  the  left  side  of 
Eq.  (16)  as  1  /Rt.  Moreover,  Rx A0X  ^  l;  therefore, 


A  similar  expression  for  fy  may  be  found  analogously. 

We  consider  two  situations  as  illustrated  in  Fig.  3. 
We  assume  that  the  pump  beam  propagates  along  the  z 
axis,  and  the  medium  is  flowing  in  the  x-direction,  as 
previously  stated.  Two  cases  considered  are:  Trans¬ 
verse  PTLS  shown  in  Fig.  3(a),  in  which  the  probe 
beam  propagates  in  the  y-direction,  and  the  collinear 
PTLS  shown  in  Fig.  3(b),  in  which  the  probe  beam 
propagates  in  the  z  -direction.  In  both  cases,  the  probe 
beam  may  be  displaced  with  respect  to  the  pump  beam 
in  the  x-direction  by  an  arbitrary  distance  x'.  The 
case  of  an  arbitrary  angle  between  the  pump  and  probe 
beams  will  not  be  considered  here.  The  case  of  an 
arbitrary  angle  can  be  treated  in  a  manner  analogous  to 
that  discussed  by  Rose  et  al.lb  in  connection  with  pho¬ 
tothermal  deflection  spectroscopy.  Referring  to  Fig. 
3,  it  is  obvious  that  in  general  an  astigmatic  lens  is 
formed  in  a  flowing  medium.  In  particular,  a  cylindri¬ 
cal  lens  is  formed  in  the  case  of  a  transverse  PTLS. 
For  the  cases  illustrated  in  Fig.  3  we  may  write  fx  and  fy 
for  the  collinear  PTLS  as 
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Actually,  due  to  refraction  at  the  right  interface,  the 
ray  does  not  travel  along  GH ;  it  travels  along  GN. 
Therefore,  the  effective  focal  length  is  given  by  fx, 
where  fx  is  given  by  /x/ru».  Therefore,  we  obtain 


/, 


I. 


(19) 


In  photothermal  spectroscopy,  the  variation  in  the 
refractive  index  is  caused  by  the  temperature  change. 
Therefore,  we  may  write  n(x,y,t)  as 


(;;)•••• 

(23a) 

(g>- 

(23b) 

y 

Similarly,  for  the  transverse  PTLS,  the  focal  lengths  fx 
and  f,  are  given  by 


r-£f(0)..> 


(24s) 

(24b) 
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IV.  Detection  ot  the  Thermal  Lens 

In  this  section  an  expression  for  the  change  in  the 
intensity  of  a  probe  beam  passing  through  a  thermal 
iens  is  derived.  A  typical  configuration  for  the  detec¬ 
tion  of  a  thermal  lens  is  shown  in  Fig.  4.  The  thermal 
lens  is  placed  a  distance  Z|  in  front  of  the  probe  beam 
waist.  A  screen  with  a  pinhole  is  placed  a  distance  z_>  in 
front  of  the  thermal  lens.  The  intensity  of  the  probe 
beam  passing  through  the  pinhole  of  radius  b  is  ob¬ 
served  by  a  photodetector.  To  begin,  we  assume  that 
t  he  thermal  lens  has  cylindrical  symmetry  with  respect 
to  the  probe  beam.  Later  we  wiil  generalize  the  results 
to  include  astigmatic  lenses.  Let  wn  be  the  1/e-  radius 
of  the  probe  beam  at  its  waist  and  wt  and  w  >  be  the  radii 
at  the  positions  of  the  thermal  lens  and  the  screen, 
respectively.  When  the  thermal  lens  is  activated  (by 
turning  on  the  pump  beam),  w?  changes,  resulting  in  a 
change  of  intensity  at  the  detector.  Our  aim  is  to 
derive  an  expression  for  the  signal  sit)  in  terms  of  the 
focal  length  fit)  of  the  thermal  lens,  where  s{t)  is  de¬ 
fined  as 

P4,M)  -  P,„<0> 


P  ...At)  is  the  power  at  the  detector  at  time  t.  Time  t  = 

'  i  represents  the  instant  before  the  laser  is  turned  on. 
For  the  cw  case,  the  time  t  at  which  the  observation  is 
made  is  generally  large  compared  with  the  thermal 
diffusion  time.  For  the  pulsed  case,  t  is  greater  than  tn. 
Assuming  that  the  probe  beam  has  a  Gaussian  spatial 
profile,  the  radial  intensity  distribution  of  the  probe 
beam  at  the  screen  is  given  by 

Hr)  -  ~expl-2rJ/w5),  (26) 

where  P  is  the  power  of  the  probe  beam.  Then 

fh  lyl 

P,„  -  t(r)2wrdr  =  2 P~-  (27) 


The  signal  s( t)  is  then  given  by 
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Fig.  4.  Detection  of  a  photothermal  lens. 


where  R  is  the  radius  of  the  phase  front,  n  is  the 
refractive  index  of  the  medium,  and  A  is  the  wave¬ 
length  of  the  probe  beam.  Using  Eqs.  (29W31),  u  f,(t) 
is  found  to  be 


- . {RH(— t)1]-  ,321 

where  zn  =  irnw^/X  is  the  confocal  distance.  Remem¬ 
bering  that  at  t  =  0,/(0)  =  °°,  we  may  use  Eq.  (32)  inEq. 
(28)  to  obtain  the  final  expression  for  s{t)  as 


/(t)(*5  +  (*i  +  *•.)-’ 


*  *?  +  zf,  + 


- 


In  the  following  we  will  use  the  approximation  that  z2 
»  zt  and  z2  »  zo  (which  can  generally  be  arranged)  and 
that  fit)  »  z |  and  z0  (which  is  generally  the  case). 
Under  these  assumptions,  Eq.  (33)  is  greatly  simpli¬ 
fied: 


it--, (0)  -  ii-.U) 


where  we  have  replaced  ic2(f)  by  u;2(0)  in  the  denomi¬ 
nator  because  the  change  in  the  radius  of  the  beam  is 
small. 

fi  >(f)  may  be  found  using  the  ABCD  law.17  The 
complex  beam  parameter  q-i  at  the  position  of  the 
screen  is  given  in  terms  of  the  parameter  po  at  the  beam 
waist  by 

\q„  +  B 

q- "  r — TTi  '  (29) 

where  A,  B.  C.  and  D  are  the  elements  of  the  transfor¬ 
mation  matrix  representing  translation  by  a  distance 
z  i .  focusing  by  a  lens  of  focal  length  f,  and  a  translation 
bv  a  distance  z2,  that  is, 

[i  s]-[i  r]U  %  :■]•  ™ 

The  complex  beam  parameter  q  is  defined  as 


Consider  now  an  astigmatic  thermal  lens.  In  this 
case  the  beam  radius  u/2  is  different  in  two  orthogonal 
directions.  Equation  (27)  modifies  to 


Pd«  =  2P- 


where  u>r  and  wy  are  the  beam  radii  in  the  x  and  the  y 
directions,  respectively.  The  signal  s(t)  is  then  given 

by 

ui.lOluiAO)  -  wAt)wv(t) 

s(t) - -  (36) 

Under  the  assumptions  z2  »  Zi  and  z2  »  zo,  Eq.  (32) 
may  be  simplified  to  yield 


uw-f  Z| 

Zo  /  f,U)_ 


and  a  similar  expression  for  tcv(f ).  Substitution  of  Eq. 
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(37)  in  (36),  along  with  the  assumptions  fy(t)  »  2i  and 
/,(£)  »  2t,  leads  to  the  final  expression 


sit) 


(38) 


/.It)  /K) 

where  /.(£)  and  / v ( £ )  are  given  by  Eqs.  (23a)  and  (23b). 


V.  Results 

In  this  section  explicit  expressions  for  PTLS  signals 
are  derived  and  the  theoretical  results  are  discussed. 
Implicit  in  our  treatment  is  the  assumption  that  the 
pump  beam  diameter  remains  constant  over  the  inter¬ 
action  length.  Pulsed  PTLS  is  discussed  in  Sec.  V.A 
while  cw  PTLS  is  discussed  in  Sec.  V.B. 


A.  Pulsed  PTLS 


1.  Collinectr  Case 

The  PTLS  signal  is  given  by  Eq.  (38)  where  fx  and  fy 
are  given  by  Eqs.  (23a)  and  (23b).  Substitution  of 
T(x,y,t)  from  Eq.  (8)  leads  to  the  final  expression 

_  rt<«E„k i  /on \  j'« _ 1 _ 

•TpC’pt,,  \o7y  l„  |a-  +  80(f  -  n|- 

|_  [a-  +  8 DU  -  r)|  J 

X  exp(-2(x  -  l’,u  -  rt|-yj<P  +  8 D(t  -  rl||dr,  (39) 

where  we  have  dropped  the  prime  on  x  for  convenience. 
The  r-integral  cannot  be  evaluated  analytically,  and  it 
must  be  evaluated  numerically.  We  have  evaluated 
Eq.  (39)  using  the  method  of  64-point  Gaussian  quad¬ 
rature.  The  equation  may  also  be  conveniently  evalu¬ 
ated  using  a  subroutine  named  DCADRE  available  in 
the  International  Mathematical  and  Statistical  Li¬ 
brary  (IMSL).  The  results  are  shown  in  Figs.  5  and  6. 
Before  we  discuss  Figs.  5  and  6,  it  is  worth  noting  that 
Eq.  (39)  can  be  expressed  in  a  closed  form  for  very 
short  laser  pulses  (impulse  approximation).  If  the 
laser  pulse  is  very  short,  we  may  use 

lim  I  /(r)dr  =  /(0)t„  (40) 

I..  -U  111 


to  express  s/.(x,t)  as 

8a£,,h 
s,U.tl  *  - — 


(0n\  1 

4U-i-nJ" 

\<>T )  (a-  4-  8 Of)- 

(o+80f) 

X  exp[-2(x  -  i,,f)-’/(oJ  +  80t)|. 


(41) 


Equation  ( 4 1 )  is  very  convenient  as  it  is  in  closed  form. 
However,  caution  must  be  used  in  its  use  for  laser 
pulses  of  >10  ms  duration  (see  below).  Rose  et  al.y 5 
have  discussed  the  limits  of  validity  of  impulse  approx¬ 
imation  in  connection  with  photothermal  deflection 
spectroscopy. 

Figure  5  shows  the  collinear  PTLS  signals  in  a  sta¬ 
tionary  medium.  The  medium  is  assumed  to  be  N_>  at 
atmospheric  pressure,  seeded  with  1000-ppm  NO.,  to 
make  the  medium  absorbing  in  the  visible  region  (ab¬ 
sorption  coefficient  a  =  0.39  m~‘  at  490  nm).  In  this 
medium  pC,,  =  1218  J  m“ 1  K_l,  D  -  2.04  X  10-5  m-’s'1. 


Fig.  5.  Pulsed  collinear  PTLS  signals  in  a  stationary  medium.  The 
signal  is  plotted  as  a  tunction  oi  time  lor  various  pump-probe 
separations.  The  laser  energy  was  assumed  to  be  6  mJ,  and  all  other 
parameters  used  in  this  calculation  are  given  in  the  text. 


t  (ms) 


Fig.  6.  Pulsed  collinear  PTLS  signals  in  a  medium  flowing  with  a 
velocity  of  2  m/s.  Negative  x  corresponds  to  the  probe  beam  being 
upstream  from  the  pump  beam. 


n0m  1.000294,  and  dn/dT  -  9.4  X  10"’  K-1.  The  pump 
laser  is  assumed  to  give  l-*is  long  pulses.  The  interac¬ 
tion  length  of  the  pump  and  the  probe  beams  is  /  =  1 
cm.  The  pump  beam  radius  a  is  assumed  to  be  0.5  mm. 
The  probe  beam  radius  does  not  enter  the  calculation. 
However,  it  is  assumed  to  be  much  smaller  than  the 
pump  beam  radius.  Five  different  curves  correspond¬ 
ing  to  five  diffei^nt  positions  of  the  probe  beam  are 
plotted.  Consider  the  curve  corresponding  to  x  =  0 
(the  pump  and  the  probe  beams  coaxial)  first.  The 
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'o  P 


t  (ms) 

Fig.  7.  Pulsed  transverse  PTLS  signals  in  a  stationary  medium. 


'O  P 


Fig.  8.  Pulsed  transverse  PTLS  signals  in  a  flowing  medium. 


shape  of  the  signal  suggests  that  the  intensity  at  the 
detector  is  sharply  reduced  at  the  instant  of  pump  laser 
firing  it  =  to)  and  returns  to  its  original  value  on  the 
time  scale  of  the  thermal  diffusion  time.  The  decrease 
in  the  intensity  at  the  detector  [negative  value  of  S[,(t )| 
suggests  that  the  photothermal  lens  formed  is  a  diverg¬ 
ing  lens.  As  Ixl  is  increased,  the  power  of  the  thermal 
lens  decreases  until  it  is  zero  at  lx|  =  0.707a.  s/.  goes  to 
zero  at  £  =  f()  but  regains  a  nonzero  value  for  t  >  £0  due 
to  the  diffusion  of  heat  from  the  interior  of  the  pump 
beam  irradiated  region.  For  Ul  >  0.707a,  the  signal 
sign  inverts,  indicating  that  the  thermal  lens  formed  is 
a  converging  lens.  _  When  the  probe  beam  is  outside 
the  pump  beam  (x  >  2a),  the  signal  becomes  very  small 
and  its  peak  value  occurs  late  in  time. 

Figure  6  shows  the  collinear  PTLS  signal  in  a  medi¬ 
um  flowing  with  velocity  v,  =  2  m/s.  All  other  parame¬ 
ters  used  in  this  calculation  are  the  same  as  those  for 
Fig.  5.  Again,  five  curves  are  shown  for  different  val¬ 
ues  of  the  pump-probe  distance  x.  as  labeled.  The 
figure  shows  that  a  photothermal  lens  is  formed,  which 
is  diverging  in  the  center  (Ixl  <  0.707 a)  and  converging 
in  the  wings  (Ixl  >  0.707a).  The  lens  travels  down¬ 
stream  with  the  flow  of  the  medium.  The  probe  beam 
samples  this  lens  as  the  lens  goes  past  it.  The  entire 
lens  is  observable  at  x  =  3a.  as  shown.  The  asymmet¬ 
ric  wings  result  from  the  thermal  diffusion. 

2.  Transverse  PTLS 

In  transverse  PTLS.  a  cylindrical  lens  is  formed, 
and.  using  Eq.  (24a),  the  signal  sr(x,t)  is  given  by 


where  T(x,y,t)  is  given  by  Eq.  (8).  Since  the  integrand 
is  nonzero  only  in  a  dimension  of  the  order  of  (a-  + 
8£>f  )'■-’,  one  may  set  the  limits  of  integration  :o  Eq.  (42) 
to  be  from  —  <*>  to  +a’.  The  y-integral  can  then  be 


evaluated  exactly,  with  the  result 

_  HnE*,  /<jn\  f'» _ 1 _ 

\ ZirpCplft  1^7/ In  (a  +  8D(t  —  rl| '  " 

f  4(r  -  t»,U  -  r))-| 

[aJ  +  8DU  —  T  M  J 

x  eip(-2|i  -  o,U  -  r))-/[aJ  +  8D(t  -  r>||dr.  (43) 

The  r-integral  in  general  must  be  evaluated  numeri¬ 
cally  except  for  very  short  laser  pulses.  For  short 
pulses  (impulse  approximation),  srU>£)  may  be  writ¬ 
ten  down  in  closed  form  using  Eq.  (40)  as 

=,  8°r£n*1  /*»\  1  f  _  •»*  ~  r,t)2 

*T<X't  m  \2>rpCp  W/  (0-  +  8 Dt)m  1  (a-  +  SDt) 

X  exp|— 2(x  -  i>,£l'/(a2  +  8Dt)|.  (44) 

The  predictions  of  Eq.  (43)  are  shown  in  Figs.  7  and  8. 
The  method  of  64-point  Gaussian  quadrature  was  used 
to  evaluate  the  r-integral,  although  the  IMSL  subrou¬ 
tine  DECADRE  could  also  have  been  used. 

Figure  7  shows  the  results  for  a  stationary  medium, 
while  Fig.  8  shows  the  results  for  a  flowing  medium. 
All  parameters  used  in  these  calculations  are  the  same 
as  those  for  Figs.  5  and  6.  The  general  shape  of  these 
curves  is  similar  to  that  of  collinear  PTLS.  However, 
the  magnitude  of  the  signal  is  much  smaller  due  to  the 
reduced  interaction  length  in  the  transverse  case,  and 
the  lens  becomes  a  converging  lens  for  Ixl  >  0.50. 
Moreover,  the  relative  strength  of  the  converging  lens 
(wings  of  the  lens)  is  larger  than  in  the  collinear  case. 

The  curves  shown  in  Figs.  5-8  were  computed  for  a 
laser  pulse  which  was  short  (1  ns)  compared  to  the 
thermal  diffusion  and  convection  times.  In  this  case 
the  predictions  of  Eqs.  (41)  and  (44)  do  not  differ 
significantly  from  those  of  Eqs.  (39)  and  (43),  respec¬ 
tively.  However,  for  long  laser  pulses,  the  signal 
shapes  are  drastically  modified.  The  distinguishing 
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iuature  of  our  theoretical  treatment  is  that  it  is  valid 
i'or  arbitrarily  long  pulses.  Figure  9  shows  the  trans¬ 
verse  PTLS  signal  shapes  lor  a  laser  pulse  ot  0.5-ms 
duration.  1  our  curves  tor  tour  different  tlow  veloci- 
:  les  are  shown.  Time  t  =  0  corresponds  to  the  start  ot 
the  laser  pulse.  For  each  value  ot  the  velocity,  a 
pump-probe  distance  was  chosen  so  as  to  make  the 
curves  fall  in  the  same  time  range  for  convenience  in 
the  display.  All  parameters,  except  £„,  used  in  this 
calculation  were  the  same  as  in  the  previous  diagrams. 
Again,  the  method  of  64-point  Gaussian  quadrature 
was  used  to  evaluate  the  r-integral.  The  integrals  in 
the  0  <  t  <  t„  range  were  evaluated  by  replacing  the 
upper  limit  (£,,)  by  f.  Consider  the  i\  =  0  curve  first. 
The  signal  increases  in  the  time  range  0  <  £  <  0.5  ms 
because  the  laser  pulse  is  on  during  this  time  interval. 
In  the  presence  of  a  tlow,  the  signal  starts  changing 
ihape  as  a/vx  becomes  comparable  to  £„.  For  t„  >  aJ v,, 
the  signal  shapes  are  totally  different  from  those 
diown  in  Fig.  8.  The  physical  reason  for  the  change  in 
ihape,  of  course,  is  that  a  significant  amount  of  heat  is 
convected  during  the  time  that  the  laser  pulse  is  on, 
and  the  shape  ot  the  thermal  image  is  more  like  a  top 
hat  than  a  Gaussian. 

8  Continuous- Wave  PTLS 

The  collinear  PTLS  signal  is  given  by  Eq.  (38)  where 
i .  and  f,  are  given  by  Eqs.  (23a)  and  (23b).  Substitu¬ 
tion  ot  T(x,y,t)  from  Eq.  (9)  leads  to  the  desired  result 

,  ( x  ( )  a  /  dn  \  I'1  [  ( 1  +■  cosmr  I 1 

TpC.,  \dTj  l,  \c:  4-  SDU  -  r  |\- 

4|i  -  i',u  -  rl|d 

[a-  +  SDit  —  rl|  J 

x  expj-2|x  -  -  r)|'/(a_  +  HDit  -  T)\\dr.  145) 

The  transverse  PTLS  signal  is  given  by  Eq.  (42)  in 
conjunction  with  Eq.  (9).  The  result  is 

(  (  i  /  on  \  1 1  |(  I  4-  cnsmril 

s  -  .TpC(,  Ur /  L  |aJ  4-  SOU  -  r  1 1  : 

4(x  -  I', (I  -  n|-'l 
(a-  4-  HOit  —  ri| J 

X  exp|  — 2|x  -  I'.li  -  r  1 1 - / [ a -'  4-  80(1  -  r t jj dr.  (4ti) 

Equations  (45)  and  (46)  must  be  evaluated  numerical¬ 
ly.  The  evaluation  of  these  integrals  was  problematic 
as  the  integrand  is  highly  oscillatory  due  to  the  pres¬ 
ence  of  the  coswr  factor,  and  it  rises  very  steeply  near  r 
'  f  due  to  the  presence  of  the  exponential  factor.  To 
evaluate  these  integrals,  the  range  of  integration  0  to  t 
was  divided  into  three  regions:  0-0.9 1, 0.9t-0.99f,  and 
0.99t-f .  These  regions  were  further  divided  into  many 
small  intervals.  The  integral  in  each  of  these  small 
intervals  was  evaluated  using  a  Gaussian  quadrature  of 
64  points.  The  length  of  these  intervals  was  chosen 
according  to  the  steepness  and  oscillation  frequency  of 
the  integrand.  They  were  smaller  in  the  region  where 
the  integrand  was  changing  rapidly.  For  example,  for 
frequencies  above  10  Hz,  one  interval  was  chosen  for 
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Kin-  9.  I'TLS  signal  shapes  lor  a  lung  laser  pulse  w„  =  o.'i  msl  lor 
lour  values  ot  the  (low  velocity,  as  labeled.  Time  t  =  0  corresponds 
lu  the  start  ot  the  laser  pulse.  The  signal  has  been  plotted  in 
arbitrary  units. 


each  oscillation  in  the  first  region  (0-0.9£ ).  In  the  time 
range  0.9t-0.99t  two  intervals  were  chosen  for  each 
oscillation.  In  the  third  region  (0.99/— f )  four  intervals 
were  chosen  for  each  oscillation.  The  number  of  inter¬ 
vals  had  to  be  increased  further  with  increasing  veloci¬ 
ties. 

Before  discussing  the  steady  state  PTLS  signals,  it  is 
instructive  to  examine  the  temporal  evolution  of  the 
temperature  distribution  and  that  of  the  signal.  Since 
Eq.  (9)  for  T(x,y,t)  and  Eqs.  (45)  and  (46)  for  s(x,t) 
cannot  be  integrated  analytically  for  the  general  case, 
let  us  consider  the  simple  case  of  ux  =  0,  uj  =  0,  and  x  =  y 
=  0.  Integration  of  Eq.  (9)  then  yields 


where  the  time  constant  tr  is  defined  as  t,  =  a-/4D.  We 
note  that  the  temperature  continues  to  rise  as  £  in¬ 
creases,  that  is,  a  true  steady  state  is  never  reached 
(although  the  rate  of  increase  is  very  small  for  £  »  £c). 
This  is  a  consequence  of  the  fact  that  we  have  assumed 
our  sample  to  have  no  boundaries.  Now  consider  the 
collinear  signal  at  x  -  y  =  0  for  vx  -  0  and  w  =  0. 
Integration  of  Eq.  (45)  yields 


■rpCpDa 


(d n\  l 

\df)  (1  4-  t,/2t 


In  contrast  to  the  temperature,  the  PTLS  signal  does 
reach  a  steady  state. 

Consider  now  the  evolution  of  the  temperature  dis¬ 
tribution,  as  shown  in  Fig.  10  for  four  positions.  The 
laser  is  turned  on  at  £  *  0,  and  it  is  modulated  at  100 
Hz.  The  medium  is  again  assumed  to  be  N2  at  atmo¬ 
spheric  pressure  seeded  with  1000-ppm  N02,  and  it  is 
assumed  to  be  moving  with  a  flow  velocity  of  1  cm/s. 
Throughout  this  paper,  the  negative  values  of  x  repre¬ 
sent  upstream  positions  while  the  positive  values  rep- 


Vx  =  1  cm/s  f— 100  Hz 


TIME  (ms) 

Fig.  10.  Temporal  evolution  ol  the  temperature  at  several  positions 
.n  the  medium.  The  cw  laser  was  assumed  to  he  modulated  at  100 
Hz  and  was  turned  on  at  t  ■  O.  x  -  0  corresponds  to  the  axis  of  the 
pump  beam  The  top  and  bottom  curves  have  been  °xpanded  bv 
factors  of  2  for  claritv. 
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Fig.  1 1  ^teadv  state "  temperature  distributions  in  the  medium 
atmospheric  pressure  ol  N  >  seeded  with  1000-ppm  NO  )  created  hv 
m  unmodulated  cw  laser.  The  laser  power  was  assumed  to  be  l  W, 
»nd  its  1  c  radius  was  assumed  to  be  0.5  mm.  All  other  parameters 
have  been  given  previously  in  connection  with  pulsed  PT1,S.  The 
top  two  curves  have  been  expanded  bv  the  indicated  factors  for 
clarity. 

resent  downstream  positions.  We  note  that  it  takes 
the  temperature  a  long  time  to  reach  “equilibrium."  as 
expected.  Moreover,  as  one  gets  farther  from  the  cen¬ 
ter  of  the  beam,  the  time  it  takes  to  reach  “equili¬ 
brium"  gets  longer.  Also,  the  modulation  amplitude 
decreases  very  significantly  as  Ixl  is  increased.  The 
effect  of  the  flow  velocity  can  also  be  seen  in  Fig.  10. 
and  it  is  most  significant  for  Ixl  >  a.  For  larger  flow 
velocities,  there  is  no  temperature  distribution  (above 
the  ambient)  outside  the  pump  beam  on  the  upstream 
side.  Also,  the  temperature  distribution  approaches 
"equilibrium"  much  faster  as  the  flow  velocity  is  in¬ 
creased. 


x/a 


Fig.  12.  Transverse  cw  PTLS  signals  corresponding  to  the  tem¬ 
perature  distribution  shown  in  Fig.  1 1  for  several  flow  velocities. 

Figure  11  shows  the  temperature  distribution  5  s 
after  turning  on  the  pump  beam  for  several  flow  veloci¬ 
ties  as  labeled.  In  this  plot,  the  laser  is  assumed  to  be 
unmodulated  [w  =  0  in  Eq.  (9) ).  An  examination  of 
Fig.  11  shows  that  the  "steady  state"  temperature 
distribution  extends  far  beyond  the  radius  of  the  pump 
beam.  As  the  flow  velocity  is  increased,  the  tempera¬ 
ture  distribution  becomes  more  and  more  asymmetric 
and  the  temperature  extends  farther  downstream. 
Moreover,  the  magnitude  of  the  temperature  rise  de¬ 
creases  with  increasing  velocity,  as  expected.  Since 
the  PTLS  signal  is  proportional  to  the  second  deriva¬ 
tive  of  the  temperature,  a  nonuniform  variation  of  the 
temperature  with  distance  is  required  to  generate  a 
signal.  Therefore,  one  might  even  obtain  a  larger 
PTLS  signal  on  the  upstream  side  than  on  the  down¬ 
stream  side. 

Figure  12  shows  the  PTLS  signals  from  an  unmodu¬ 
lated  laser  beam  as  a  function  of  the  position  of  the 
probe  beam.  The  signal  for  the  transverse  case  is 
plotted  for  four  different  flow  velocities  (o,  =  0, 1  cm/s. 
10  cm/s.  and  1  m/s).  Consider  the  signal  in  the  sta¬ 
tionary  medium  (vx  -  0)  first.  The  signal  is  symmetric 
about  x  =  0,  as  expected.  The  center  of  the  laser 
irradiated  region  acts  like  a  diverging  lens,  while  the 
wings  act  like  weak  converging  lenses.  As  the  flow 
velocity  is  increased,  the  signal  becomes  asymmetric. 
The  irradiated  region  on  the  upstream  side  behaves 
like  a  converging  lens,  while  that  on  the  downstream 
side  behaves  like  a  diverging  lens.  Collinear  PTLS 
signals  are  similar  to  the  transverse  ones,  except  that 
they  are  larger  due  to  the  larger  interaction  length. 

Generally  it  is  convenient  to  amplitude  modulate 
the  pump  beam  so  that  lock-in  detection  (phase  sensi¬ 
tive  detection)  can  be  used.  Figure  13  shows  the  rms 
value  of  PTLS  signal  for  the  tiansverse  case  when  the 
laser  was  modulated  at  10  Hz  and  had  an  average 
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Fig.  13.  Root  mean  square  values  of  transverse  PTLS  signals  for  a 
modulation  frequency  of  10  Hz. 


x/a 

Fig.  14.  Transverse  PTLS  signals  at  four  times  in  the  modulation 
cycle  of  the  laser,  f  ■  1.00  s  corresponds  to  the  peak  of  the  laser 
intensity,  and  t  =  1.05  s  corresponds  to  the  off  portion  of  the 
modulation  cycle. 

power  of  1  W.  This  diagram  and  all  subsequent  dia¬ 
grams  have  been  plotted  for  parameters  given  in  the 
caption  to  Fig.  11.  The  signal  is  plotted  as  a  function 
of  the  position  of  the  probe  beam  for  four  different  flow 
velocities,  as  labeled.  As  expected,  the  signal  is  sym¬ 
metric  about  x  =  0  for  vt  *  0  and  becomes  increasingly 
asymmetric  as  vx  is  increased.  The  apparent  symme¬ 
try  of  the  t>r  •  1  m/s  curve  about  x  «■  0  is  fortuitous.  To 
understand  the  shapes  of  these  signals,  it  is  necessary 
to  consider  the  variation  of  PTLS  signals  with  time. 
The  PTLS  signals  for  vx  =  0  (and  f  =  10  Hz)  at  four 
different  times  in  the  modulation  cycle  of  the  pump 


Fig.  15.  Root  mean  square  values  of  collinear  PTLS  signals  for  f  m 
10  Hz.  Interaction  length  was  assumed  to  be  1  cm. 


x/a 

Fig.  16.  Dependence  of  the  rms  transverse  PTLS  signals  on  the 
modulation  frequency  of  the  laser  in  a  stationary  medium. 


laser  are  shown  in  Fig.  14.  The  t  =  1.00-9  curve  corre¬ 
sponds  to  the  peak  of  the  pump  intensity,  while  the  t  = 
1.05-s  curve  corresponds  to  the  off  portion  of  the  laser 
intensity.  Drastic  changes  in  the  signal  shape  with 
time  occur.  First,  we  note  that  at  the  peak  of  the  pump 
cycle  (f  =  1.00  s)  the  wings  (converging  lens  portion) 
are  much  more  pronounced  than  for  the  unmodulated 
case  (Fig.  12).  Moreover,  the  thermal  lens  in  the  wings 
oscillates  between  being  a  converging  lens  and  a  di¬ 
verging  lens.  Of  course,  this  information  is  lost  in  the 
rms  signal.  Similar  curves  for  the  other  flow  velocities 
were  plotted  to  understand  the  shapes  of  the  rms  sig¬ 
nals  (not  shown).  Curves  for  the  collinear  PTLS  are 
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Fig.  17.  Curves  similar  to  those  shown  in  Fig.  16  for  vT  ~  10  cm/s. 


shown  in  Fig.  15.  The  signal  amplitudes  are  larger,  of 
course,  but  the  signal  shapes  are  also  quite  different 
from  the  corresponding  transverse  case.  Again,  one 
must  examine  the  variation  in  the  instantaneous  signal 
shapes  with  time  to  understand  the  rms  signal  shapes. 
The  modulation  frequency  also  has  a  profound  effect 
on  the  signal  shapes.  For  a  stationary  medium,  in¬ 
creasing  the  modulation  frequency  simply  reduces  the 
magnitude  of  the  signal  and  reduces  the  spatial  extent 
of  the  signal,  as  shown  in  Fig.  16.  However,  for  non¬ 
zero  flow  velocities,  the  signal  shapes  are  modified 
drastically  as  shown  in  Fig.  17. 

VI.  Summary 

We  have  given  a  comprehensive  theoretical  descrip¬ 
tion  of  photothermal  lensing  spectroscopy  valid  for  the 
most  general  conditions. 

This  work  was  supported  in  part  by  Air  Force 
Wright  Aeronautical  Laboratories. 
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